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 Not  Functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

 Name of Ward/Area: - New Emergency Ward     
S.No. Equipment Name Serial No. Name of 

Manufacturer 
 

Name Of Supplier 
 

Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional 
or not 

If not functional 
details of action 
taken 

1.  Air Purifier 
 

1130 M/s Air InSpace M/s. Oriental Surgical 15.04.2011 Rs.41,88,000/- As & when 
required  

Condemned 
on 08.10.21 

  

2.  Blood Gas 
Analyzer 

754RO903-
N0003 

M/s. Radiometer M/s. E.M. Technology 14.06.2010 Rs. 2204510/-  “  Functional   

3.  BNP Analyzer 
 

393-388R0075 
N0010 

M/s. Radiometer  M/s. E.M. Technology  18.06.2010 Rs. 18609501/- “  Functional  

4.  Cardiac Monitor 
with printer  410253138 

M/s. CSI, USA M/s.Advanced Micronic 
Devices 

31.03.2011 Rs. 1,90,000/- “  ------------  

5.  “ 410253193 “ “ “ “ “  --------------  

6.  “ 410253373 “ “ “ “ “  --------------  

7.  Defibrillator US00568177 M/s PHILIPS M/s. PHILIPS Elec. (I) Ltd. 27.09.2013 9, 600/- US$  “  Working   
8.  “ US00568199 “ “ “ “ “  Condemne

d 
 

9.  Cardiac Monitor 
M14400680008 

M/s. Edan 
Instruments INC. 

M/s. Super Medicare  20.06.2014 3,376/- US$ “  Working  

10.  ICU Ventilator 
 

2298 M/s. Air Liquide 
Medical Systems 

M/s. Air Liquide Medical 
Systems  

21.07.2014 Euro 13,222/- “  Working  

11.  “ 2300 “ “ “ “ “  Working  
12.  Automated 

Perfusion System 
270531 M/s. B. Braun 

Medical (India)  
M/s. B. Braun Medical 
(India)  

24.12.2014 Rs. 1,35,000/- As & when 
required  

Condemned 
on 

20.10.2022 

  

13.  “ 270561 “ “ “ “ “ Condemned 
on 

20.10.2022 

  

14.  “ 270809 “ “ “ “ “ Condemned 
on 

20.10.2022 

  

15.  “ 270881 “ “ “ “ “ Condemned 
on 

20.10.2022 

  

16.  “ 270855 “ “ “ “ “ Condemned   
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on 
20.10.2022 

17.  “ 270976 “ “ “ “ “ Condemned 
on 

20.10.2022 

  

18.  “ 270879 “ “ “ “ “ Condemned 
on 

20.10.2022 

  

19.  “ 270922 “ “ “ “ “ Condemned 
on 

20.10.2022 

  

20.  “ 270813 “ “ “ “ “ Condemned 
on 

20.10.2022 

  

21.  “ 270867 “ “ “ “ “ Condemned 
on 

20.10.2022 

  

22.  “ 270826 “ “ “ “ “ Condemned 
on 

20.10.2022 

  

23.  “ 270948 “ “ “ “ “ Condemned 
on 

20.10.2022 

  

24.  “ 270857 “ “ “ “ “ Condemned 
on 

20.10.2022 

  

25.  “ 270807 “ “ “ “ “ Condemned 
on 

20.10.2022 

  

26.  “ 270550 “ “ “ “ “ Condemned 
on 

20.10.2022 

  

27.  Patient Trolley 
Cum Bed 

MGM -101-2015 

M/s. Fukang, China M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- As & when 
required  

Condemned 
on 

20.10.2022 

  

28.  “ 

MGM -103-2015 

“ “ “ “ “ Condemned 
on 

20.10.2022 

  

29.  “ MGM -102-2015 “ “ “ “ “ Condemned   
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on 
20.10.2022 

30.  “ 

MGM -104-2015 

“ “ “ “ “ Condemned 
on 

20.10.2022 

  

31.  “ 

MGM -105-2015 

“ “ “ “ “ Condemned 
on 

20.10.2022 

  

32.  “ 

MGM -106-2015 

“ “ “ “ “ Condemned 
on 

20.10.2022 

  

33.  “ 

MGM -107-2015 

“ “ “ “ “ Condemned 
on 

20.10.2022 

  

34.  “ 

MGM -108-2015 

“ “ “ “ “ Condemned 
on 

20.10.2022 

  

35.  “ 

MGM -109-2015 

“ “ “ “ “ Condemned 
on 

24.11.2023 

  

36.  “ 

MGM -110-2015 

“ “ “ “ “ Condemned 
on 

24.11.2023 

  

37.  “ 

MGM -111-2015 

“ “ “ “ “ Condemned 
on 

24.11.2023 

  

38.  “ 

MGM -112-2015 

“ “ “ “ “ Condemned 
on 

24.11.2023 

  

39.  “ 

MGM -113-2015 

“ “ “ “ “ Condemned 
on 

24.11.2023 

  

40.  “ 

MGM -114-2015 

“ “ “ “ “ Condemned 
on 

24.11.2023 

  

41.  “ 

MGM -115-2015 

“ “ “ “ “ Condemned 
on 

24.11.2023 

  

42.  ICU Beds MSI2015003 M/s Monarch Surg. M/s. D.V Enterprises 18.03.2015 Rs. 1, 39,900/- “ Working   



Page 4 of 104 
 

43.  “ MSI2015005 “ “ “ “ “    
44.  “ MSI2015006 “ “ “ “ “        Working    
45.  “ MSI2015007 “ “ “ “ “ Working   
46.  “ MSI2015010 “ “ “ “ “ Working   
47.  Resuscitation Cart B.M.14-08867 M/s Machan Intern. M/s Merino Intern. 28.10.2014 Rs. 1,07,990/- “        Working    
48.  Ultras. Nebulizer 2530252 M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ Working   
49.  “ 2530268 “ “ “ “ “ Working   
50.  “ 2530271 “ “ “ “ “        Working    
51.  “ 2530441 “ “ “ “ “ Working   
52.  “ 2530266 “ “ “ “ “ Working   
53.  Defibrillator DG-54013289 Shenzhen Mindray M/s Instromedix Pvt. Ltd. 29.07.2015 6,950/- US$ “        Working    
54.  Vein ILLUMINATOR 15917/M M/s CHRISTIE-USA M/s Vinay Brothers Diag. 31.03.2014 5,22,900/-Rs. “ Working   
55.  Ventilator INXT-0141 M/s Air Liquide  M/s Air Liquide Medical 01.09.2016 Rs.9,33,000/- “ Working   
56.  “ INXT-0138 “ “ “ “ “        Working    
57.  “ INXT-0136 “ “ “ “ “ Working   
58.  “ INXT-0144 “ “ “ “ “ Working   
59.   INXT-0135 “ “ “ “ “        Working    
60.  Ultras. Nebulizer 2691264 M/s Atom M/s Vishal Surgical 11.04.2017 JPY-¥ 1,46,722/- “ Working   

61.  “ 2691261 “ “ “ “ “ Working   

62.  “ 2691418 “ “ “ “ “        Working    

63.  “ 2691257 “ “ “ “ “ Working   

64.  “ 2691256 “ “ “ “ “ Working   

65.  “ 2691263 “ “ “ “ “        Working    

66.  “ 2691417 “ “ “ “ “ Working   

67.  “ 2691415 “ “ “ “ “ Working   

68.  Suction Machine V13692 M/s. Cheiron, Czech 
Republic 

M/s. Link Medical 26/02/2019 Rs. 1,75,616/- As & when 
required  

       Working    

69.  “ V13580 “ “ “ “ “ Working   

70.  Cardiac Monitor 
20022-1019 

M/s. Shenzhen 
Hwatime Medical co. 

M/s. D.V. Enterprises 31/03/2020 Rs. 2,11,406/- “ Working   

71.  “ 20022-1026 “ “ “ “ “        Working    

72.  “ 20022-1017 “ “ “ “ “ Working   

73.  “ 20022-1039 “ “ “ “ “ Working   

74.  “ 20022-1032 “ “ “ “ “        Working    

75.  “ 20022-1040 “ “ “ “ “ Working   

76.  “ 20022-1006 “ “ “ “ “ Working   
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77.  “ 20022-1028 “ “ “ “ “        Working    
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Main Emergency (Casualty-OPD) 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional 
or not 

If not 
function
al details 
of action 
taken 

1. Air Purifier 1152 Plasma Air M/s. Oriental Surgical 15.04.2011 Rs.41,88,000/- As & when 
required  

 Not Working  

2. Cardiac Monitor 
with printer  

410253309 M/s. CSI, USA M/s.Advanced 
Micronic Devices 

31.03.2011 Rs. 1,90,000/- “ 23.01.2024 Working  

3. “ 410253171 “ “ “ “ “ 23.01.2024 Working  
4. “ 410253165 “ “ “ “ “ 23.01.2024 Working  
5. “ 410253206 “ “ “ “ “ 23.01.2024 Working  
6. Cardiac Monitor 

with printer  
410252862 
(Ambulance) 

“ M/s.Advanced 
Micronic Devices 

31.03.2011 Rs. 1,82,331/- As & when 
required  

23.01.2024 Working  

7. “ 410253370 
(Ambulance) 

“ “ “ “ “    

8. Defibrillator 00533843 M/s PHILIPS M/s. De’ Ash Trade 31.03.2009 Rs. 4,80,000/- “  Condemnati
on done on 
20.10.2022 

 

9. Defibrillator T10F121036 
 

M/s. Zoll 
Medical 

M/s. L & T 21.07.2010 Rs.  411338/- As & when 
required  

 For 
Condemnati
on 

 

10. Emergency Patient 
Simulation System 

ISTAN 919 M/s METI USA M/s. Medical Point 23.10.2010 Rs. 98,30,600/- “  For 
Condemnati
on 

 

11. Digital Video 
colposcope 

DVC 6000 
SN CNYCAB 
AR 00627 

M/s. Borze M/s. Maxcare Medical 15.09.2010 Rs. 126063/-  “  Working  

12. Over Head Infant 
Radiant Warmer 

081213001908 Fisher & Paykel M/s. Ved Mediserve 26.03.2009 Rs. 2,62,000/- “ 10.01.2024 Working  

13. “ 081213001907 “ “ “ “ “ 10.01.2024 Working  
14. Ultrasonic 

Nebulizer 
2160191 

M/s. Atom 
Medical 

M/s. Vishal Surgical 
Equipments Co., 

29.05.2013 Rs. 1,39,000/- As & when 
required  

10.01.2023 For 
Condemnati
on 
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15. Defibrillator 
 

US00568184 M/s PHILIPS M/s. PHILIPS 
Electronics India Ltd. 

27.09.2013 9, 600/- US$  “    

16. Ultrasonic 
Nebulizer 2160187 

M/s Atom M/s Vishal Surgical 17.08.2011 1,31,000/- Yen As & when 
required  

 For 
Condemnati
on 

 

17. Suction Machine 
 

V8502  M/s. Link Medical 
Systems 

25.08.2014 Rs.1,19,000/- As & when 
required  

18.12.2024 Working  

18. “ V8510  “ “ “ “ 18.12.2024 Working  
19. Cardiac Monitor 

M14400680019 
M/s. Edan 
Instruments INC. 

M/s. Super Medicare 
Agencies 

20.06.2014 3,376/- US$ “ 29.01.2024 Working  

20. “ M14400680005 “ “ “ “ “ 29.01.2024 Working  
21. “ M14400680027 “ “ “ “ “ 29.01.2024 Working  
22. “ M14400680022 “ “ “ “ “ 29.01.2024 Working  
23. “ M14400680026 “ “ “ “ “ 29.01.2024 Working  
24. “ M14400680029 “ “ “ “ “ 29.01.2024 Working  
25. “ M14400680048 “ “ “ “ “ 29.01.2024 Working  
26. “ M14400680024 “ “ “ “ “ 29.01.2024 Working  
27. “ M14400680007 “ “ “ “ “ 29.01.2024 Working  
28. “ M14400680047 “ “ “ “ “ 29.01.2024 Working  
29. “ M14400680031 “ “ “ “ “ 29.01.2024 Working  
30. “ M14400680010 “ “ “ “ “ 29.01.2024 Working  
31. “ M14400680002 “ “ “ “ “ 29.01.2024 Working  
32. “ M14400680020 “ “ “ “ “    
33. ICU Ventilator 

 
2299 M/s. Air Liquide 

Medical Systems 
M/s. Air Liquide 
Medical Systems  

21.07.2014 Euro 13,222/- “ 17.01.2024 Working   

34. Automated 
Perfusion System 

270958 

M/s. B. Braun 
Medical (India)  

M/s. B. Braun Medical 
(India)  

24.12.2014 Rs. 1,35,000/- “ Condemnation 
done on 

21.01.2023 

  

35. “ 

270590 

“ “ “ “ “ Condemnation 
done on 

21.01.2023 

  

36. “ 

270563 

“ “ “ “ “ Condemnation 
done on 

21.01.2023 

  

37. “ 

270960 

“ “ “ “ “ Condemnation 
done on 

21.01.2023 

  

38. “ 

270537 

“ “ “ “ “ Condemnation 
done on 

21.01.2023 

  

39. “ 270489 “ “ “ “ “ Condemnation   
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done on 
21.01.2023 

40. “ 

270940 

“ “ “ “ “ Condemnation 
done on 

21.01.2023 

  

41. “ 

270591 

“ “ “ “ “ Condemnation 
done on 

21.01.2023 

  

42. “ 

270582 

“ “ “ “ “ Condemnation 
done on 

21.01.2023 

  

43. “ 

270836 

“ “ “ “ “ Condemnation 
done on 

21.01.2023 

  

44. Patient Trolley Cum 
Bed MGM -116-2015 

M/s Fukang, 
China 

  M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- As & when 
required  

Condemnation 
done on 

21.01.2023 

  

45. “ 

MGM -117-2015 

“ “ “ “ “ Condemnation 
done on 

21.01.2023 

  

46. “ 

MGM -118-2015 

“ “ “ “ “ Condemnation 
done on 

21.01.2023 

  

47. “ 

MGM -119-2015 

“ “ “ “ “ Condemnation 
done on 

21.01.2023 

  

48. “ 

MGM -120-2015 

“ “ “ “ “ Condemnation 
done on 

21.01.2023 
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49. ICU Beds 
MSI2015002 

M/s Monarch 
surgical 

M/s. D.V Enterprises 18.03.2015 Rs. 1, 39,900/- “ 04.09.2023 OK  

50. Defibrillator 
152614030001 

M/s. Mediana M/s. Digitex Medical 31.03.2014 Rs. 6,26,914/- “ Condemnation 
done  

  

51. Resuscitation Cart 
 

M/s. Machan 
International 

M/s Merino 
International 

28.10.2014 Rs. 1,07,990/- As & when 
required 

Condemnation 
done  

  

52. Cautery Machine 603134926 

 

M/s. Gebruder 
Martin 

M/s Vishal Surgical 23.01.2014 8,132/- Euro “ Working  10.12.2023  

53. “ 603134924 “ “ “ “ “ Working  10.12.2023  
54. Ultrasonic 

Nebulizer 2521265 
M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ 10.05.2023 For 

Condemnation  
 

55. “ 
2530249 

“ “ “ “ “ 10.05.2023 For 
Condemnation  

 

56. “ 
2530257 

“ “ “ “ “ 10.05.2023 For 
Condemnation  

 

57. “ 
2530443 

“ “ “ “ “ 10.05.2023 For 
Condemnation  

 

58. “ 
2521277 

“ “ “ “ “ 10.05.2023 For 
Condemnation  

 

59. Defibrillator 

DG-54013290 

M/s. Shenzhen 
Mindray 

M/s. Instromedix 
(India) Pvt. Ltd. 

29.07.2015 6,950/- US$ As & when 
required  

Working  
AMC/CAMC Not 

Due 

  

60. Vein ILLUMINATOR 
A1562 

M/s. CHRISTIE-
USA 

M/s. Vinay Brothers 
Diagnostics 

31.03.2014 Rs. 5,22,900/- “ 02.12.2022 Working   

61. “ A1584 “ “ “ “ “  Working  
62. Cardiac Monitor 4339  M/s Arian Health Care 30.09.2014 Rs. 14,75,000/- “  Working   
63. Pediatric Ventilator 

MV2000PAID0002 
M/s Mekics Co 
Ltd. 

M/s Harmed 
Technologies,  

19.07.2016 13,600/- US$ “  Working  

64. Defibrillator 
J16C223 

M/s Schiller 
Healthcare (I) P Ltd. 

M/s Schiller 
Healthcare Pvt.  Ltd. 

20.09.2016 Rs. 5,08,305/- “ 20.02.24 Working   

65. “ J16C306 “ “ 20.09.2016 “ “ 20.02.24 Working  

66. Plasma Sterilizer 6160610003 M/s LwoTem Co. M/s Lowtem Co. Ltd. 26.07.2017 USD, 42,300/- “ 14.12.23 Working  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-1 Ward 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional 
or not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor 
with Printer 

6300835152 M/s Philips M/s De ’Ash Trade 30.05.2011 Rs.2,35,000/- As & when 
required  

Condemnation 
done on 
20.09.222 

  

2.  “ A027E000650 M/s Schiller M/s Schiller 19.04.2012 Rs. 2,72,750/- “ 30.01.2023 Working   

3.  “ A027E000649 “ “ “ “ “ 30.01.2023 Working   
4.  Ultrasonic 

Nebulizer 2160193 

M/s Atom M/s Vishal Surgical 17.08.2011 1,31,000/- Yen “ Condemnation 
done on 
20.09.222 

Working   

5.  “ 2360769 M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 25.04.2023 Working   
6.  Cardiac Monitor 

AX1602200265 
M/s Contec Medical 
Sys. 

M/s MHS Medicare I 20.06.2016 Rs. 1,09,500/- “ 07.12.2023 Working   

7.  “ AX1602200145 “ “ “ “ “ 07.12.2023 Working   
8.  “ AX1602200059 “ “ “ “ “ 07.12.2023 Working   
9.  “ AX1602200241 “ “ “ “ “ 07.12.2023 Working   
10.  Ventilator INXT-0140 M/s Air Liquide 

Medical 
M/s Air Liquide Med.  01.09.2016 Rs.9,33,000/- “ 12.09.2023 Working   

11.  Transport 
Ventilator 

22161174311 M/s ResMed India  
Ltd. 

M/s ResMed India Ltd. 20.12.2016 Rs. 3,10,000/- “ 04.009.2023 Working   

12.  Cardiac Monitor 
M17612700023 

M/s Edan 
Instruments Inc., 

M/s Super Medicar 
Agencies, 

04.09.2017 2891.89/-US$ “ 16.01.2024 Working   

13.  “ M17612700003 “ “ “ “ “ 16.01.2024 Working   

14.  Ultrasonic 
Nebulizer 2691262 

M/s Atom M/s Vishal Surgical 24.04.2017 JPY-¥ 
1,46,722.75 

“  25.05.2023 Working   

15.  Patient Trolley 24062017/02 M/s Sahni Traders  M/s Merino Intern. 12.07.2017 Rs. 1,33,900/- “ 13.09.2022 Working   

16.  “ 24062017/12 “ “ “ “ “ 13.09.2022 Working   
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17.  Cardiac Monitor 
11807 

M/s Nihon Kohden 
India Pvt. Ltd 

M//s Nihon Kohden 
India Pvt. Ltd 

18/02/2019 INR 2,85,860/- “ 19.04.2023 Working   

18.  “ 11804 “ “ “ “ “ 19.04.2023 Working   
19.  “ 11799 “ “ “ “ “ 19.04.2023 Working   
20.  “ 11806 “ “ “ “ “ 19.04.2023 Working   
21.  “ 11802 “ “ “ “ “ 19.04.2023 Working   
22.  Cardiac Monitor 20022-1025 M/s. Shenzhen Hwatime 

Medical co. 
M/s. D.V. Enterprises 12/09/2020 Rs. 2,11,406/- “ 19.04.2023 Working   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- C-1 Ward 

S.No. Equipment Name Serial No. Name of Manufacturer Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor 11805 M/s Nihon Kohden India 
Pvt Ltd. 

M/s Nihon Kohden 
india Pvt. Ltd. 

18/02/2019 Rs. 2,85,860/- As & when 
required 

29.07.2023 Working  
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 Not functional – Equipment is not working.  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- D-1 Ward  

S.No. Equipment 
Name 

Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor 
with printer 

410253198 M/e Criticare M/s Advanced 
Micronic Devices 

31.03.2011 Rs.1,90.000/- As & when 
required 

04.12.2023 Functional  

2.  Ventilator 658 M/s Air Liquid M/s Air Liquid  31.03.2010 Rs.3,50,000/- “ Condemnation 
done on 
20.10.2022 

  

3.  Resuscitation 
Cart 

R90000-28 M/s. Inter Metro M/s. Care Inter  20.11.2010 US$ 4,690/- 
(Approx Rs. 
212785/- ) 

“ 25.08.2021 Functional  

4.  Defibrillator 
 

US00568205 M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  “ 09.05.2023 Functional  

5.  Suction 
Machine 

V8525  M/s. Link Medical 
Systems 

25.08.2014 Rs.1,19,000/- “ 05.12.2023 Functional  

6.  Cardiac 
Monitor M14400680016 

M/s. Edan 
Instruments INC. 

M/s. Super Medicare 
Agencies 

20.06.2014 3,376/- US$ “ 16.01.2024 Functional  

7.  “ 
M14400680011 

“ “ “ “ “ 16.01.2024 Not 
Functional 

 

8.  ICU Beds MSI2015021 M/s Monarch 
Surgical 

M/s D.V Enterprises 18.03.2015 Rs. 1,39,900/- As & when 
required  

08.12.2023 Functional  

9.  “ MSI2015019 “ “ “ “ “ 08.12.2023 Functional  
10.  Defibrillator   152614030012 M/s Mediana  M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- As & when 

required  
16.02.2022 Functional  

11.  Ultrasonic 
Nebulizer 

2160059 

M/s. Atom 
Medical 

M/s Vishal Surgical 
Equipments Co., 

29.05.2013 1,39,000/- JPY “ Condemnation 
done on 
01.09.2022 

Functional  

12.  ICU Beds with 
Monkey Bar 

20150035387 

M/s Linet, 
Zelevcice 5, 

M/s.Pushpa 
Distributors Pvt. Ltd. 

22.09.2015 1,782/- Euro As & when 
required  

29.09.2021 Functional 
Mattress not 
in good 
condition 
demand 
letter sent 

 

13.  “ 20150035388 “ “ “ “ “ 29.09.2021 Functional  
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Mattress not 
in good 
condition 
demand 
letter sent 

14.  “ 20150035389 “ “ “ “ “ 29.09.2021 Functional  
15.  “ 20150035390 “ “ “ “ “ 29.09.2021 Functional  
16.  “ 20150035391 “ “ “ “ “ 29.09.2021 Functional  
17.   

Ventilator INXT-0133 
M/s Air Liquide 
Medical 

M/s Air Liquide 
Medical 

01.09.2016 Rs.9,33,000/- “ 10.06.2023 Functional   

18.  Patient Trolley 
Cum-Bed 

24062017/01 

M/s Sahni Traders  M/s Merino Intern. 03/07/2017 Rs. 1,33,900/- “ Condemnation 
done on 
24.11.2023 
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-2 Ward/ICU 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Nam 
e Of Supplier 

Date of 
Purchase 
 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Patient Trolley   M/s Shalyaa  M/s Shalyaa  13.08.2012 Rs. 1,88,250/- As & when 
required 

11.02.2023 Working  

2.  “  “ “ “ “ “ 11.02.2023   

3.  “  “ “ “ “ “ 11.02.2023   

4.  Defibrillator  DG-2800663 M/s.Shenzhen 
Mindray 

M/s.Hospimax 
Electronics India Ltd. 

11.10.2012 Rs. 3, 98, 684/- “ 26.01.2022 Working  
(Without 
Battery) 

 

5.  “ DG-2800664 “ “ “ “ “ 26.01.2022   

6.  Cardiac Monitor 
M14400680042 

M/s. Edan 
Instruments INC. 

M/s. Super Medicare 
Agencies 

20.06.2014 3,376/- US$ “ 26.09.2023 Working   

7.  “ M14400680025 “ “ “ “ “ 26.09.2023 Working   

8.  “ M14400680004 “ “ “ “ “ 26.09.2023 Working   

9.  “ M14400680030 “ “ “ “ “ 26.09.2023 Working   

10.  “ M14400680014 “ “ “ “ “ 26.09.2023 Working   

11.  ICU Ventilator 
 

2360 M/s. Air Liquide 
Medical Systems 

M/s. Air Liquide 
Medical Systems  

21.07.2014 Euro 13,222/- “ 27.12.2023 Working   

12.  “ 2363 “ “ “ “ “ 27.12.2023 Working   

13.  ICU Beds 
MSI2015028 

M/s Monarch 
Surgical 

M/s D.V Enterprises 18.03.2015 Rs. 1,39,900/- As & when 
required  

20.10.2023 Working   

14.  “ MSI2015029 “ “ “ “ “ 20.10.2023 Working   

15.  “ MSI2015030 “ “ “ “ “ 20.10.2023 Working   

16.  “ MSI2015031 “ “ “ “ “ 20.10.2023 Working   

17.  “ MSI2015032 “ “ “ “ “ 20.10.2023 Working   

18.  “ MSI2015033 “ “ “ “ “ 20.10.2023 Working   

19.  “ MSI2015034 “ “ “ “ “ 20.10.2023 Working   

20.  Ultrasonic 
Nebulizer 

2050289 M/s Atom M/s Vishal Surgical 22.07.2010 1,31,000/- Yen “ 28.01.2022 Working   
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21.  “ 2160268 M/s Atom M/s Vishal Surgical 17.08.2011 1,31,000/- Yen “ 28.01.2022 Working   

22.  “ 2530270 M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ 28.01.2022 Working   

23.  Vein 
ILLUMINATOR A1571 

M/s CHRISTIE-USA M/s Vinay Brothers  31.03.2014 5,22,900/-Rs. “ 04.05.2019  Working  

24.  Resuscitation Cart 
B.M.14-08881 

M/s Machan 
International 

M/s Merino 
International 

28.10.2014 Rs. 1,07,990/- “ 17.08.2023 Working  

25.  Suction Machine MSI 069 M/s Monarch Surg. M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. “ 06.01.2021 Working  

26.  “ MSI 026 “ “ “ “ “ 06.01.2021 Working  

27.  “ MSI 028 “ “ “ “ “ 06.01.2021 Working  

28.  Cardiac Monitor 
AX1602200234 

M/s Contec Medical 
System, China 

M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- As & when 
required  

08.05.2023 Working  

29.  “ AX1602200303 “ “ “ “ “ 08.05.2023 Working  

30.  “ AX1602200065 “ “ “ “ “ 08.05.2023 Working  

31.  Ventilator INXT-0132 M/s Air Liquide Medi. M/s Air Liquide Medi. 01.09.2016 Rs.9,33,000/- “ 27.12.2023 Working  

32.  Cardiac Monitor 15SNP0828N307 M/s SSMed M/s SS Medical Sys. (I)  21.09.2015 Rs. 1,81,161/- “ 27.12.2023 Working  

33.  “ 15SNP0828N315 “ “ “ “ “ 27.12.2023 Working  

34.  “ 15SNP0828N308 “ “ “ “ “ 27.12.2023 Working  

35.  Transport 
Ventilator 22161174308 

M/s ResMed India (P) 
Ltd. 

M/s ResMed India (P) 
Ltd. 

19.12.2016 Rs. 3,10,000/- As & when 
required  

19.12.2023 Working   

36.  “ 

22161174314 

“ “ “ “ “ 19.12.2023 Battery not 
working  

 

37.  ICU Beds MSI2017241BD M/s Monarch Surg. M/s D.V. Enterprises 29.06.2017 Rs. 1,66,000/- “ 20.10.2023 Working   

38.  “ MSI2017242BD “ “ “ “ “ 20.10.2023 Working   

39.  “ MSI2017243BD “ “ “ “ “ 20.10.2023 Working   

40.  “ MSI2017244BD “ “ “ “ “ 20.10.2023 Working   

41.  “ MSI2017245BD “ “ “ “ “ 20.10.2023 Working   

42.  “ MSI2017246BD “ “ “ “ “ 20.10.2023 Working   

43.  “ MSI2017247BD “ “ “ “ “ 20.10.2023 Working   

44.  “ MSI2017248BD “ “ “ “ “ 20.10.2023 Working   

45.  “ MSI2017252BD “ “ “ “ “ 20.10.2023 Working   

46.  “ MSI2017253BD “ “ “ “ “ 20.10.2023 Working   

47.  “ MSI2017254BD “ “ “ “ “ 20.10.2023 Working   

48.  “ MSI2017257BD “ “ “ “ “ 20.10.2023 Working   

49.  “ MSI2017258BD “ “ “ “ “ 20.10.2023 Working   

50.  “ MSI2017259BD “ “ “ “ “ 20.10.2023 Working   
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51.  “ MSI2017249BD “ “ 28.07.2017 “ “ 20.10.2023 Working   

52.  “ MSI2017250BD “ “ “ “ “ 20.10.2023 Working   

53.  “ MSI2017251BD “ “ “ “ “ 20.10.2023 Working   

54.  “ MSI2017255BD “ “ “ “ “ 20.10.2023 Working   

55.  “ MSI2017256BD “ “ “ “ “ 20.10.2023 Working   

56.  “ MSI2017261BD “ “ “ “ “ 20.10.2023 Working   

57.  “ MSI2017260BD “ “ “ “ “ 20.10.2023 Working   

58.  “ MSI2017262BD “ “ “ “ “ 20.10.2023 Working   

59.  “ MSI2017263BD “ “ “ “ “ 20.10.2023 Working   

60.  “ MSI2017264BD “ “ “ “ “ 20.10.2023 Working   

61.  “ MSI2017265BD “ “ “ “ “ 20.10.2023 Working   

62.  “ MSI2017266BD “ “ “ “ “ 20.10.2023 Working   

63.  “ MSI2017267BD “ “ “ “ “ 20.10.2023 Working   

64.  “ MSI2017268BD “ “ “ “ “ 20.10.2023 Working   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- HDCC 
S.No. Equipment Name Serial No. Name of 

Manufacturer 
Name Of Supplier Date of 

Purchase 
Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional 
or not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor M14400680021 M/s. Edan 
Instruments INC. 

M/s. Super Medicare 
Agencies 

20.06.2014 3,376/- US$ As & when 
required  

22.01.2024 Functional   

2.  ICU Beds 
MSI2015016 

M/s Monarch 
Surgical 

M/s. D.V Enterprises 18.03.2015 Rs. 1, 39,900/- “ 12.12.2023 Functional   

3.  “ MSI2015017 “ “ “ “ “ 12.12.2023 Functional   

4.  “ MSI2015018 “ “ “ “ “ 12.12.2023 Functional   

5.  “ MSI2015020 “ “ “ “ “ 12.12.2023 Functional   

6.  “ MSI2015022 “ “ “ “ “ 12.12.2023 Functional   

7.  “ MSI2015023 “ “ “ “ “ 12.12.2023 Functional   

8.  Vein ILLUMINATOR 
A-44668R 

M/s CHRISTIE-USA M/s Vinay Brothers 
Diagnostics 

23.03.2015 Rs. 5,22,900/- “ 22.01.2022 Functional   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name  of Ward/Area:- C-2 Ward + ICU 

S. No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action 
taken 

1.  Cardiac Monitor 
with printer  

410253183 M/s. CSI, USA M/s.Advanced 
Micronic Devices 

31.03.2011 Rs. 1,82,000/- As & when 
required 

09.01.2024 Functional   

2.  “ 410252781 “ “ “ “ “ 09.01.2024 Functional   

3.  “ 410253194 “ “ “ “ “ 09.01.2024 Functional   

4.  “ 410259349 “ “ “ “ “ 09.01.2024 Functional   

5.  “ 410253196 “ “ “ “ “ 09.01.2024 Functional   

6.  “ 410253362 “ “ “ “ “ Condemnation 
on 23.11.2023 

  

7.  Cardiac Monitor M14400680035 M/s. Edan Instruments  M/s. Super Medicare  20.06.2014 3,376/- US$ “ 08.04.2023 Functional   

8.  “ M14400680006 “ “ “ “ “ 08.04.2023 Functional   

9.  ICU  Bed 

20130016358 

M/s. Linet, Zelevcice  M/s. Godrej & Boyce  29.11.2013 11,500/- Euro  “ 20.09.2021 Partially 
Working  

Letter 
given  

10.  “ 

20130016455 

“ “ “ “ “ 20.09.2021 Partially 
Working  

Letter 
given  

11.  “ 

20130016456 

“ “ “ “ “ 20.09.2021 Partially 
Working  

Letter 
given  

12.  “ 

20130016457 

“ “ “ “ “ 20.09.2021 Partially 
Working  

Letter 
given  

13.  Automated 
Perfusion System 

270929 

M/s. B. Braun 
Medical (India)  

M/s. B. Braun 
Medical (India)  

24.12.2014 Rs. 1,35,000/- As & when 
required 

For 
Condemnation  

Not 
Functional  

Condem
nation 
letter 
received  

14.  “ 
270895 

“ “ “ “ “ Condemnation 
on 23.11.2023 

  

15.  “ 

270801 

“ “ “ “ “ For 
Condemnation  

Not 
Functional  

 

16.  “ 
270811 

“ “ “ “ “ Condemnation 
on 23.11.2023 
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17.  “ 

270578 

“ “ “ “ “ For 
Condemnation  

Not 
Functional  

 

18.  “ 

270867 

“ “ “ “ “ For 
Condemnation  

Not 
Functional  

 

19.  “ 

270559 

“ “ “ “ “ For 
Condemnation  

Not 
Functional  

 

20.  “ 
270888 

“ “ “ “ “ Condemnation 
on 23.11.2023 

  

21.  ICU Beds MSI2015057 M/s Monarch  M/s.D.V Enterprises 18.03.2015 Rs. 1, 39,900/- “ 11.12.2023 Functional  

22.  “ MSI2015058 “ “ “ “ “ 11.12.2023 Functional  

23.  “ MSI2015061 “ “ “ “ “ 11.12.2023 Functional  

24.  “ MSI2015067 “ “ “ “ “ 09.01.2024 Functional  

25.  “ MSI2015062 “ “ “ “ “ 11.12.2023 Functional  

26.  “ 

MSI2015064 

“ “ “ “ “ 09.01.2024 Head Rest 
not 
working  

 

27.  “ MSI2015065 “ “ “ “ “ 11.12.2023 Functional  

28.  “ 
MSI2015060 

“ “ “ “ “ 11.12.2023 
 

Functional  

29.  “ MSI2015069 “ “ “ “ “ 11.12.2023 Functional  

30.  Ultrasonic Nebulizer 
2351240 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ Condemnation 
on 23.11.2022 

  

31.  “ 2320585 M/s Atom “ “ “ “ 08.11.2022 Functional  

32.  “ 2351235 M/s Atom “ “ “ “ Condem    

33.  Defibrillator DG-54013288 M/s Shenzhen Mindray M/s Instromedix (India)  29.07.2015 6,950/- US$ “ Condem    

34.  Vein ILLUMINATOR A1575  M/s. Vinay Brothers  31.03.2014 Rs. 5,22,900/- “ 28.11.2022 Functional   

35.  Resuscitation Cart  M/s Machan , Taiwan M/s.Merino Interna. 06.04.2015 Rs. 1,27,990/- “    

36.  ICU Beds MSI2017279BD M/s Monarch Surg. M/s D.V. Enterprises 28.06.2017 Rs. 1,66,000/- “ 11.12.2023 Functional   

37.  “ MSI2017280BD “ “ “ “ “ 11.12.2023 Functional   

38.  “ MSI2017281BD “ “ “ “ “ 11.12.2023 Functional   

39.  “ MSI2017282BD “ “ “ “ “ 11.12.2023 Functional   

40.  “ MSI2017283BD “ “ “ “ “ 11.12.2023 Functional   

41.  “ MSI2017284BD “ “ “ “ “ 11.12.2023 Functional   

42.  “ MSI2017285BD “ “ “ “ “ 11.12.2023 Functional   

43.  “ MSI2017286BD “ “ “ “ “ 11.12.2023 Functional   

44.  “ MSI2017287BD “ “ “ “ “ 11.12.2023 Functional   
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45.  Patient Trolley 24062017/14 M/s Sahni Traders  M/s Merino Intern. 03.07.2017 Rs. 1,33,900/- “ 11.12.2023 Functional   

46.  Cardiac Monitor M17612700006 M/s Edan  M/s Super Medicar  07.09.2017 2891.89/-US$ “ 08.04.2023 Functional   

47.  “ M17612700004 “ “ “ “ “ 08.04.2023 Functional   

48.  “ M17612700012 “ “ “ “ “ 08.04.2023 Functional   

49.  “ M17612700005 “ “ “ “ “ 08.04.2023 Functional   
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Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- D-2  Ward 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1.  Cardiac Monitor 
with printer  

410252891 M/s. CSI, USA M/s.Advanced 
Micronic Devices 

31.03.2011 Rs. 1,82,000/- “ 09.01.2024 Accessories 
Not Available  

 

2.  “ 410253181 “ “ “ “ “ 09.01.2024   

3.  “ 410253203 “ “ “ “ “ 09.01.2024   

4.  “ 410253363 “ “ “ “ “ 09.01.2024   

5.  “ 410252876 “ “ “ “ “ 09.01.2024   

6.  Cardiac Monitor 7826800B00437 M/s Monarch 
Surgical 

M/s. D.V. 
Enterprises 

07.08.2013 Rs.1,54, 000/- “ 12.12.2023 Functional   

7.  “ 7826800B00446 “ “ “ “ “ 12.12.2023 Functional   

8.  “ 7826800B00447 “ “ “ “ “ 12.12.2023 Functional   

9.  “ 7826800B00449 “ “ “ “ “ 12.12.2023 Functional   

10.  “ 7826800B00450 “ “ “ “ “ 12.12.2023 Functional   

11.  “ 7826800B00451 “ “ “ “ “ 12.12.2023 Functional   

12.  “ 7826800B00453 “ “ “ “ “ 12.12.2023 Functional   

13.  “ 7826800B00455 “ “ “ “ “ 12.12.2023 Functional   

14.  “ 7826800B00457 “ “ “ “ “ 12.12.2023 Functional   

15.  “ 7826800B00460 “ “ “ “ “ 12.12.2023 Functional   

16.  Suction Machine V8541  M/s. Link Medical  25.08.2014 Rs.1,19,000/- “ 12.12.2023 Functional   

17.  “ V8509  “ “ “ “ 12.12.2023 Functional   

18.  Cardiac Monitor 
M14400680017 

M/s. Edan 
Instruments INC. 

M/s. Super Medicare 
Agencies 

20.06.2014 3,376/- US$ “ 17.01.2024 Functional  

19.  “ M14400680045 “ “ “ “ “ 17.01.2024 Functional  

20.  “ M14400680048 “ “ “ “ “ 17.01.2024 Functional  

21.  “ M14400680041 “ “ “ “ “ 17.01.2024 Functional  

22.  “ M14400680037 “ “ “ “ “ 17.01.2024 Functional  

23.  Patient Trolley 
Cum Bed MGM -152-2015 

 M/s. MGM 
Associates 

30.03.2015 Rs. 1,28,000/- “ 17.01.2024 Functional  
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24.  ICU Beds 
MSI2015059 

M/s Monarch 
Surgical 

M/s. D.V 
Enterprises 

18.03.2015 Rs. 1, 39,900/- As & when 
required  

   

25.  “ MSI2015068 “ “ “ “ “ 02.02.2024 Functional   

26.  “ MSI2015066 “ “ “ “ “ 02.02.2024   

27.  “ MSI2015063 “ “ “ “ “ 02.02.2024   

28.  “ MSI2015056 “ “ “ “ “ 02.02.2024   

29.  Defibrillator 
152614030009 

M/s Mediana M/s.  Digitex 
Medical 

31.03.2014 Rs. 6,26,914/- As & when 
required 

24.11.2023 Condemn  

30.  Resuscitation Cart 
B.M.14-08866 

M/s Machan 
International 

M/s Merino 
International 

28.10.2014 Rs. 1,07,990/- “  Functional   

31.   
Cardiac Monitor AX1602200169 

M/s Contec Medical 
System, China 

M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- As & when 
required  

13.12.2023 Functional   

32.  “ AX1602200356 “ “ “ “ “ 13.12.2023 Functional   

33.  “ AX1602200015 “ “ “ “ “ 13.12.2023 Functional   

34.  “ AX1602200146 “ “ “ “ “ 13.12.2023 Functional   

35.  “ AX1602200138 “ “ “ “ “ 13.12.2023 Functional   

36.  Transport Ventilator 22161409986 M/s ResMed India  M/s ResMed India P. 29.12.2016 Rs. 3,10,000/- “  Functional   

37.  Ultrasonic 
Nebulizer 2691255 

M/s Atom M/s Vishal Surgical 15.04.2017 JPY-¥ 
1,46,722.75 

“  Functional   

38.  “ 2691266 “ “ “ “ “ 24.11.2023 Condemn   

39.  “ 2691146 “ “ “ “ “  Functional   

40.  ICU Beds MSI2017205BD M/s Monarch  M/s D.V. Enterprises 04.07.2017 Rs. 1,66,000/- “ 02.2.2024 Functional   

41.  “ MSI2017206BD “ “ “ “ “ 02.2.2024 Functional   

42.  “ MSI2017207BD “ “ “ “ “ 02.2.2024 Functional   

43.  “ MSI2017208BD “ “ “ “ “ 02.2.2024 Functional   

44.  “ MSI2017209BD “ “ “ “ “ 02.2.2024 Functional   

45.  “ MSI2017210BD “ “ “ “ “ 02.2.2024 Functional   

46.  “ MSI2017211BD “ “ “ “ “ 02.2.2024 Functional   

47.  “ MSI2017212BD “ “ “ “ “ 02.2.2024 Functional   

48.  “ MSI2017213BD “ “ “ “ “ 02.2.2024 Functional   

49.  “ MSI2017214BD “ “ “ “ “ 02.2.2024 Functional   

50.  “ MSI2017215BD “ “ “ “ “ 02.2.2024 Functional   

51.  “ MSI2017216BD “ “ “ “ “ 02.2.2024 Functional   

52.  “ MSI2017217BD “ “ “ “ “ 02.2.2024 Functional   

53.  “ MSI2017218BD “ “ “ “ “ 02.2.2024 Functional   

54.  “ MSI2017219BD “ “ “ “ “ 02.2.2024 Functional   
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55.  “ MSI2017220BD “ “ “ “ “ 02.02.2024 Functional   

56.  “ MSI2017221BD “ “ “ “ “ 02.2.2024 Functional   

57.  “ MSI2017236BD “ “ “ “ “ 02.2.2024 Functional   

58.  “ MSI2017225BD “ “ “ “ “ 02.2.2024 Functional   

59.  “ MSI2017228BD “ “ “ “ “ 02.2.2024 Functional   

60.  “ MSI2017223BD “ “ “ “ “ 02.2.2024 Functional   

61.  “ MSI2017227BD “ “ “ “ “ 02.2.2024 Functional   

62.  “ MSI2017239BD “ “ “ “ “ 02.2.2024 Functional   

63.  “ MSI2017224BD “ “ “ “ “ 02.2.2024 Functional   

64.  “ MSI2017238BD “ “ “ “ “ 02.2.2024 Functional   

65.  “ MSI2017230BD “ “ “ “ “ 02.2.2024 Functional   

66.  “ MSI2017231BD “ “ “ “ “ 02.2.2024 Functional   

67.  “ MSI2017232BD “ “ “ “ “ 02.2.2024 Functional   

68.  “ MSI2017233BD “ “ “ “ “ 02.2.2024 Functional   

69.  “ MSI2017234BD “ “ “ “ “ 02.2.2024 Functional   

70.  “ MSI2017235BD “ “ “ “ “ 02.2.2024 Functional   

71.  “ MSI2017226BD “ “ “ “ “ 02.2.2024 Functional   

72.  “ MSI2017237BD “ “ “ “ “ 02.2.2024 Functional   

73.  “ MSI2017229BD “ “ “ “ “ 02.2.2024 Functional   

74.  “ MSI2017222BD “ “ “ “ “ 02.2.2024 Functional   

75.  “ MSI2017240BD “ “ “ “ “ 02.2.2024 Functional   

76.  Cardiac Monitor M17612700002 M/s Edan Instru. Inc. M/s Super Medicare  01.09.2017 2891.89/-US$ “ 17.01.2024 Functional   

77.  “ M17612700012 “ “ “ “ “ 17.01.2024 Functional   

78.  “ M17612700020 “ “ “ “ “ 17.01.2024 Functional   

79.  “ M17612700001 “ “ “ “ “ 17.01.2024 Functional   

80.  “ M17612700014 “ “ “ “ “ 17.01.2024 Functional   

81.  “ M17612690008 “ “ “ “ “ 17.01.2024 Functional   

82.  “ M17612690007 “ “ “ “ “ 17.01.2024 Functional   

83.  “ M17612690009 “ “ “ “ “ 17.01.2024 Functional   
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  Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-3 Ward 
S.No. Equipment Name Serial No. Name of Manufacturer Name Of Supplier Date of 

Purchase 
Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenanc
e check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor  410251959 M/s Criticare M/s Advanced 
Micronic Devices 

05.07.2010 Rs. 1,64,900/- As & when 
required  

   

2.  “ 408243726 “ “ “ “  “    

3.  “ 410253148 “   “ “ “  “    

4.  “ 410253133 “ “ “ “  “    

5.  “ 408241841 “ “ “ “  “    

6.  “ 111253913 “ “ “ “  “    

7.  Cardiac Monitor  A027E000630 M/s Schiller  M/s Schiller  18.04.2012 Rs. 2,72,750/-  “    

8.  “ A027E000636 “ “ “ “  “    

9.  “ A027E000627 “ “ “ “  “    

10.  “ A027E000625 “ “ “ “  “    

11.  “ A027E000628 “ “ “ “  “    

12.  Defibrillator T10G121329 M/s. Zoll Medical M/s. L & T 21.07.2010 Rs. 411338/-  “    

13.  ICU Beds MSI2015038 M/s Monarch Surgical M/s. D.V Enterprises 18.03.2015 Rs. 1, 39,900/- “    

14.  “ MSI2015040 “ “ “ “ “    

15.  “ MSI2015045 “ “ “ “ “    

16.  “ MSI2015047 “ “ “ “ “    

17.  Suction Machine MSI 045 M/s Monarch Surgical M/s D.V. Enterprises 26.03.2015 Rs.1,15,900/-  “    

18.  Ultrasonic Nebulizer 2530276 M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “    

19.  “ 2691259 M/s Atom M/s Vishal Surgical 08.05.2017 JPY-¥ 1,46,722.75 “    
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- MAT OT+ L/Room 
S.No. Equipment Name Serial No. Name of 

Manufacturer 
Name Of Supplier Date of 

Purchase 
Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Suction Machine V07122826  M/s. Link Medical 20.02.2008 Rs.10,2000/- As & when 
required  

20.10.2022 Condemn   

2.  Cardiac Monitor A027E000640 M/s Schiller  M/s Schiller  18.04.2012 Rs. 2,72,750/-  “ 19.01.2023 Functional   

3.  “ A027E000629 “ “ “ “  “ 24.11.2023 Condemn   

4.  “ A027E000652 “ “ “ “  “ 19.01.2023 Functional   

5.  “ A027E000643 “ “ “ “  “ 24.11.2023 Condemn  

6.  “ A027E000648 “ “ “ “  “ 24.11.2023 Condemn  

7.  “ A027E000645 “ “ “ “  “ 24.11.2023 Condemn  

8.  “ A027E000639 “ “ “ “  “ 19.01.2023 Functional  

9.  “ A027E000633 “ “ “ “  “ 19.01.2023 Functional  

10.  “ A027E000651 “ “ “ “  “ 24.11.2023 Condemn  

11.  “ A027E000632 “ “ “ “  “ 24.11.2023 Condemn  

12.  Resuscitation Cart M-390 M/s. Inter Metro M/s. Care Inter  25.07.2009 Rs. 236200/-  “ 06.08.2009 Functional  

13.  Defibrillator US00568191 M/s PHILIPS M/s. PHILIPS Electr. I Ltd. 27.09.2013 9, 600/- US$  “ 30.11.2022 Functional  

14.  Suction Machine V8536  M/s. Link Medical Sys. 25.08.2014 Rs.1,19,000/- “ 16.12.2022 Functional  

15.  Patient Trolley 
Cum Bed MGM -148-2015 

 M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ 03.09.2021 Functional  

16.  “ MGM -149-2015  “ “ “ “ 03.09.2021 Functional  

17.  ICU Beds MSI2015036 M/s Monarch Surg. M/s. D.V Enterprises 18.03.2015 Rs. 1, 39,900/- “ 12.01.2024 Functional  

18.  “ MSI2015037 “ “ “ “ “ 12.01.2024 Functional   

19.  “ 

MSI2015039 

“ “ “ “ “ 22.01.2024 Tr-out To 
MCB MAT OT  

 

20.  “ 

MSI2015044 

“ “ “ “ “ 12.01.2024 Tr-out To 
MCB MAT OT 

 

21.  “ 

MSI2015042 

“ “ “ “ “ 22.01.2024 Tr-out To 
MCB MAT OT 

 

22.  “ 

MSI2015043 

“ “ “ “ “ 12.01.2024 Tr-out To 
MCB MAT OT 
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23.  “ 

MSI2015035 

“ “ “ “ “ 22.01.2024 Tr-out To 
MCB MAT 
OT 

 

24.  “ 

MSI2015049 

“ “ “ “ “ 22.01.2024 Tr-out To 
MCB MAT 
OT 

 

25.  “ 

MSI2015041 

“ “ “ “ “ 22.01.2024 Tr-out To 
MCB MAT 
OT 

 

26.  Ultrasonic 
Nebulizer 2360653 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen As & when 
required  

24.11.2023 Condemn  

27.  Cautery Machine 603155766 M/s. Martin  M/s. Vishal Surgical 01.09.2015 Euro 8,533.33 “ 22.01.2024 Tr-out To 
MCB MAT 
OT 

 

28.  Suction Machine 
MSI 044 

M/s Monarch 
Surgical 

M/s D.V. Enterprises 26.03.2015 Rs.1,15,900/-  “ 28.05.2022 Functional  

29.  “ 

MSI 033 

“ “ “  “  “ 18.01.2021 Not 
Functional  

Informed Store 
Officer  

30.  “ MSI 037 “ “ “ “ “ 18.01.2021 Functional  
31.  “ 

MSI 017 

“ “ “ “ “ 25.01.2024 Tr-out To 
MCB MAT 
OT 

 

32.  “ 

MSI 041 

“ “ “ “ “ 18.12.2021 Not 
Functional  

Informed Store 
Officer  

33.  “ 

MSI 022 

“ “ “ “ “ 25.01.2024 Tr-out To 
MCB MAT 
OT 

 

34.  Patient Trolley 24062017/06 M/s Sahni Traders  M/s Merino Intern. 03.07.2017 Rs. 1,33,900/- “ 13.02.2018 Functional  
35.  “ 24062017/16 “ “ “ “ “ 13.02.2018 Functional  
36.  “ 24062017/17 “ “ “ “ “ 13.02.2018 Functional  
37.  “ 

24062017/04 

“ “ “ “ “ 22.01.2024 Tr-out To 
MCB MAT 
OT 

 

38.  Plasma Sterilizer 

6160610001 

M/s LwoTem Co. M/s Lowtem Co. Ltd. 12.05.2017 USD, 42,300/- “ 22.01.2024 Tr-out To 
MCB MAT 
OT 
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Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. *  

Name of Ward/Area:- C-3 NICU-A 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Ultrasonic 
Nebulizer 

2050116 

M/s Atom M/s Vishal Surgical 22.07.2010 1,31,000/- Yen As & when 
required  

20.12.2022 Functional 
Tr-Out D4 
Ward   

 

2.  Ultrasonic 
Nebulizer 

2530255 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ 20.12.2022 Functional 
Tr-Out D4 
Ward   

 

3.  Vein ILLUMINATOR 

A15747N 

M/s CHRISTIE-USA M/s. Vinay Brothers 
Diagnostics 

31.03.2014 Rs. 5,22,900/- “ 25.07.2017 Functional 
Transferred 
MCB NICU  

 

4.  ECG Machine 

M17503510016 

M/s Idan Instruments 
Inc. 

M/s Taurus Healthcare 
Pvt. Ltd. 

06.07.2017 Rs. 1,20,000/- “ 13.08.2020 Functional 
Transferred 
MCB NICU 

 

5.  Defibrillator 

17206281 

M/s Innomed,Hungery M/s Standard Traders 13.07.2017 Rs. 4,35,120/- “  16.05.2023 Functional 
Transferred 
MCB NICU 

 

6.  Slow Suction 
Machine 

467820006 

M/s. Hersill, S.L., 
SPAIN 

M/s. Rahul 
International 

24/10/2018 Rs. 1,51,088/- “ 05.09.2022 Functional 
Tr-Out D6 
Ward   

 

  



Page 29 of 104 
 

 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- D-3 Ward  

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor   A027E000626 M/s Schiller  M/s Schiller  18.04.2012 Rs. 2,72,750/- As & when 
required  

07.12.2022 Working  

2.  “ A027E000647 “ “ “ “  “ 07.12.2022 Working  

3.  “ A027E000638 “ “ “ “  “ 07.12.2022 Working  
4.  “ A027E000631 “ “ “ “  “ 07.12.2022 Working  
5.  “ A027E000644 “ “ “ “  “ 07.12.2022 Working  
6.  Defibrillator 

 
US00568185 M/s PHILIPS M/s. PHILIPS Electronics 

India  Ltd. 
27.09.2013 9, 600/- US$  “ 17.11.2023 Working  

7.  ICU Beds 
MSI2015046 

M/s Monarch 
Surgical 

M/s. D.V Enterprises 18.03.2015 Rs. 1, 39,900/- As & when 
required  

13.12.2023 Working  

8.  “ MSI2015048 “ “ “ “ “ 13.12.2023 Not Working   
9.  Resuscitation Cart 

B.M.14-08863 
M/s Machan 
International 

M/s Merino 
International 

28.10.2014 Rs. 1,07,990/- “ 15.04.2017 Working  

10.  Ultrasonic 
Nebulizer 

2691557 

M/s Atom M/s Vishal Surgical 18.04.2017 JPY-¥ 
1,46,722.75 

“ 17.08.2018 Not Working  Not in 
CAMC/ 
Warranty 
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-4 Ward 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance  

Date of last 
maintenance 
check 

*Whether 
Functional 
or not 

If not functional 
details of action 
taken 

1.  Cardiac Monitor 7826800B00435 M/s Vital Sign 
Medidevices 

M/s. D.V. Enterprises 07.08.2013 Rs. 1, 54,000/- “ 10.07.2023 Monitor 
Working  

 

2.  “ 7826800B00442 “ “ “ “ “ 10.07.2023 Some 
accessories  

 

3.  Defibrillator 
 

US00568192 M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  As & when 
required  

10.12.2023  Working   

4.  Cardiac Monitor M14400680001 M/s. Edan 
Instruments INC. 

M/s. Super Medicare 
Agencies 

20.06.2014 3,376/- US$ “ 27.10.2023 Working  

5.  “ M14400680043 “ “ “ “ “ 27.10.2023 Working  

6.  “ 
M14400680039 

“ “ “ “ “ 27.10.2023 Not Working  Demand letter 
given  

7.  “ M14400680040 “ “ “ “ “ 27.10.2023   

8.  Automated 
Perfusion System 270939 

M/s. B. Braun 
Medical (India)  

M/s. B. Braun 
Medical (India)  

24.12.2014 Rs. 1,35,000/- As & when 
required  

  For 
Condemnation  

9.  “ 270941 “ “ “ “ “    
10.  “ 270918 “ “ “ “ “    
11.  “ 270798 “ “ “ “ “    

12.  “ 270925 “ “ “ “ “    

13.  “ 270834 “ “ “ “ “    

14.  ICU Ventilator  V8800YUZW012 M/s Rohanika Elect.  31.03.2015 Rs.8,50,422/-  “ 29.12.2023 Working    
15.  “ 

V8800YUZW007 

“  “ “ “ 29.12.2023 Not 
working O2 
sensor  

Demand letter 
send  

16.  Resuscitation Cart B.M.14-08876 M/s Machan Interna. M/s Merino Interna. 28.10.2014 Rs. 1,07,990/- “  Working   
17.  Ultrasonic Nebulizer 

2530251 
M/s Atom M/s Vishal Surgical 06.07.2015 JPY 1,54,445/- “  Not 

Working  
Condemnation 
done  

18.  Vein ILLUMINATOR A1265 M/s CHRISTIE-USA M/s.Vinay Brothers  31.03.2014 Rs. 5,22,900/- “  Working   
19.  Cardiac Monitor 

15SNP0828N312 
M/s SSMed M/s SS Medical Sys. (I)  21.09.2015 Rs. 1,81,161/- “ 13.10.2023 Not 

Working  
 

20.  “ 15SNP0828N311 “ “ “ “ “ 13.10.2023 Not  
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Working  
21.  Ultrasonic 

Nebulizer 2691556 
M/s Atom M/s Vishal Surgical 08.05.2017 JPY-¥ 

1,46,722.75 
“   Condemnation  

22.  ICU Beds MSI2017297BD M/s Monarch Surg. M/s D.V. Enterprises 01.07.2017 Rs. 1,66,000/- “ 05.02.2024 Functional   

23.  “ MSI2017295BD “ “ “ “ “ 05.02.2024 Functional   

24.  “ MSI2017302BD “ “ “ “ “ 05.02.2024 Functional   

25.  “ MSI2017300BD “ “ “ “ “ 05.02.2024 Functional   

26.  “ MSI2017293BD “ “ “ “ “ 05.02.2024 Functional   

27.  “ MSI2017294BD “ “ “ “ “ 05.02.2024 Functional   

28.  “ MSI2017292BD “ “ “ “ “ 05.02.2024 Functional   

29.  “ MSI2017299BD “ “ “ “ “ 05.02.2024 Functional   

30.  “ MSI2017301BD “ “ “ “ “ 05.02.2024 Functional   

31.  “ MSI2017296BD “ “ “ “ “ 05.02.2024 Functional   

32.  “ MSI2017305BD “ “ “ “ “ 05.02.2024 Functional   

33.  “ MSI2017303BD “ “ “ “ “ 05.02.2024 Functional   

34.  “ MSI2017304BD “ “ “ “ “ 05.02.2024 Functional   

35.  “ MSI2017298BD “ “ “ “ “ 05.02.2024 Functional   

36.  “ MSI2017306BD “ “ “ “ “ 05.02.2024 Functional   

37.  “ MSI2017307BD “ “ “ “ “ 05.02.2024 Functional   
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Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Dialysis Unit 
S.No. Equipment Name Serial No. 

 
 

Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Resuscitation Cart R90000280 M/s. Inter 
Metro 

M/s. Care Inter 20.11.2010 Rs. 212785/-  “  Functional   

2.  Cardiac Monitor 7826800B00434 M/s Vital Sing 
Med devices 

M/s. D.V. 
Enterprises 

07.08.2013 Rs. 1, 54, 000/- “  Condemn   

3.  “ 7826800B00441 “ “ “ “ “  Condemn  

4.  Ultrasonic 
Nebulizer 

 M/s Atom M/s Vishal Surgical 31.12.2011 1,31,000/- Yen As & when 
required  

 Condemn  

5. . Cautery Machine 603134915 

 

M/s Gebruder 
Martin 

M/s Vishal Surgical 23.01.2014 8,132/- Euro “  Functional   

6.  Transport 
Ventilator 22161174316 

M/s ResMed 
India Ltd. 

M/s ResMed India P 
Ltd. 

28.12.2016 Rs. 3,10,000/- “  Functional   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- C-4 Ward 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor 410253322 M/s Criticare M/s Advanced 
Micronic Devices 

31.03.2011 Rs. 1,82,331/- As & when 
required 

09.01.2024 Functional   

2.  “ 410253136 “ “ “ “ “ 09.01.2024 Functional  

3.  Cardiac Monitor 
with Printer 

410253336 M/s Criticare M/s Advanced 
Micronic Devices 

31.03.2011 Rs.1,90,000/- “ 09.01.2024 Functional  

4.  Cardiac Monitor 7826800B00439 M/s Vital Sing Med 
devices 

M/s. D.V. Enterprises 07.08.2013 Rs. 1,54, 000/- “ Condemn    

5.  “ 7826800B00443 “ “ “ “ “ Condemn    

6.  “ 7826800B00448 “ “ “ “ “ Condemn    

7.  “ 7826800B00459 “ “ “ “ “ Condemn    

8.  Defibrillator 
 

US00568198 M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  “ 16.12.2022 Functional   

9.  Cardiac Monitor 
M14400680034 

M/s. Edan 
Instruments INC. 

M/s. Super Medicare 
Agencies 

20.06.2014 3,376/- US$ “ 19.01.2024 Functional  

10.  “ M14400680032 “ “ “ “ “ 19.01.2024 Functional  

11.  Defibrillator   152614030013 M/s Mediana  M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- As & when 
required 

24.02.2022   

12.  Ultrasonic 
Nebulizer 

2360648 M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ Condemn   

13.  Resuscitation Cart 
B.M.14-08877 

M/s Machan 
International 

M/s Merino 
International 

28.10.2014 Rs. 1,07,990/- “ 20.12.17 Functional   

14.  Vein ILLUMINATOR 
A1582 

M/s CHRISTIE-USA M/s. Vinay Brothers 
Diagnostics 

31.03.2014 Rs. 5,22,900/- “ 11.12.2022 Functional  

15.  Patient Trolley  
24062017/13 

M/s Sahni Traders & 
Engineers, INDIA 

M/s Merion 
International 

12.07.2017 Rs. 1,33,900/- “ 12.07.2017 Functional  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: - D-4 Ward  

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
function
al details 
of action 
taken 

1.  Defibrillator 
 

00533848 M/s PHILIPS M/s. De’ Ash Trade 31.03.2009 Rs. 4,80,000/-  “ 24.08.2022 OK  

2.  Cardiac Monitor 7826800B00438 M/s Vital Sing 
Med devices Pvt. 

M/s. D.V. Enterprises 07.08.2013 Rs. 1, 54,000/- “ 03.10.2022 Not Working  CAMC 
Finalized  

3.  “ 7826800B00444 “ “ “ “ “ 03.10.2022 Not Working  CAMC 
Finalized  

4.  “ 7826800B00445 “ “ “ “ “ 03.10.2022 Not Working  CAMC 
Finalized  

5.  “ 7826800B00458 “ “ “ “ “ 03.10.2022 Not Working  CAMC 
Finalized  

6.  Defibrillator 
 

US00568176 M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  “ 24.08.2022 Condemnati
on done  

 

7.  ICU Ventilator  V8800YUZW013 M/s Rohanika  31.03.2015 Rs.8,50,422/-  “ 10.02.2024 Working Ok   
8.  Patient Trolley 

Cum Bed MGM -153-2015 
 M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ 28.07.2023  Working Ok   

9.  Cautery Machine 603134917 

 

M/s Gebruder 
Martin 

M/s Vishal Surgical 23.01.2014 8,132/- Euro “ Working  16.7.2019  

10.  Ventilator INXT-0139  M/s Air Liquide Medical 01.09.2016 Rs.9,33,000/- “ 19.12.2023 Working Ok  

11.  Section Machine MSI 064 M/s Monarch Surg. M/s D.V. Enterprises 25.05.2016 Rs.1,15,900/- “ 19.12.2023 Working Ok  
12.  Ultrasonic 

Nebulizer 2691558 
M/s Atom M/s Vishal Surgical 15.04.2017 JPY-¥ 

1,46,722.75 
“ Condemnation 

done  
Condemnati
on done  

 

13.  “ 
2691265 

“ “ “ “ “ Condemnation 
done 

Condemnati
on done 

 

14.  “ 
2691354 

“ “ “ “ “ Condemnation 
done 

Condemnati
on done 

 

15.  Cardiac Monitor 
M17612700001 

M/s Edan 
Instruments Inc., 

M/s Super Medicar 
Agencies, 

01.09.2017 2891.89/-US$ “ 17.01.2024 Working Ok   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-5 Ward  
S.No. Equipment 

Name 
Serial No. Name of 

Manufacturer 
Name Of Supplier Date of 

Purchase 
Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional 
or not 

If not 
functional 
details of 
action taken 

1.  Patient Trolley 
Cum Bed MGM -154-2015 

 M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ 21.09.2022 Functional   

2.  ICU Beds MSI2015052 M/s Monarch Surg. M/s. D.V Enterprises 18.03.2015 Rs. 1, 39,900/- “ 08.12.2022 Functional  

3.   “ MSI2015055  “ “ “  “  “ 08.12.2022 Functional  

4.   “ MSI2015054  “ “ “  “  “ 08.12.2022 Functional  

5.   “ MSI2015053  “ “ “  “  “ 08.12.2022 Functional  

6.  Ultrasonic 
Nebulizer 2351233 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 11.10.2017 Functional  

7.  “ 2360652 “ “ “ “ “ 11.10.2017 Functional  

8.  High Frequency 
Ventilator S0381300574 

M/s. F.Stephan 
GmbH 

M/s.Schiller Healthcare 
India  

02.09.2013 27,301/- Euro “ 10.01.2024 Functional  

9.  Patient Trolley 
Lifeguard 50 P0235459 

M/s.ArjoHuntleigh 
Singapore Pvt. Ltd. 

M/s. Vishal Surgical 
Equipments Co. 

15.07.2014 Rs. 2,65,199/- As & when 
required  

08.12.2017 Functional  

10.  Defibrillator   152614030006 M/s Mediana  M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- “ 03.02.2022 Not 
Functional  

 

11.  Radiant Warmer 
(Mobile 140424000434    

 M/s.  Ved Med 
Software  

31.03.2015 Rs. 2,38,000/- “ 01.01.2021 Functional  

12.   “ 140512000489   “  “  “  “ 01.01.2021 Functional  

13.   “ 140514000514   “  “  “  “ 01.01.2021 Functional  

14.  Ambulatory blood 
pressure monitor 507147 

M/s BTL, UK M/s Digitex Medical 
Sys. (P) Ltd. 

22.08.2013 Rs. 1,29,000/- As & when 
required  

08.11.2017 Functional  

15.  “ 507146 “ “ “ “ “ 08.11.2017 Functional  

16.  Vein 
ILLUMINATOR A1278 

M/s CHRISTIE-USA M/s. Vinay Brothers 
Diagnostics 

05.05.2014 Rs. 5,22,900/- “ 15.07.2017 Functional  

17.  Slow Suction 
Machine 467820007 

M/s. Hersill, S.L., 
SPAIN 

M/s. Rahul 
International 

10/12/2018 Rs. 1,51,088/- “ 15.10.2022 Functional  
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Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-5 ICU 
S.No. Equipment Name Serial No. Name of Manufacturer Name Of Supplier Date of 

Purchase 
Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Vein ILLUMINATOR 
A-40918L 

M/s CHRISTIE-USA M/s Vinay Brothers 
Diagnostics 

23.03.2015 Rs. 5,22,900/- As & when 
required  

22.06.2022 Functional   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- C-5 Ward 
S.No. Equipment Name Serial No. Name of 

Manufacturer 
Name Of Supplier Date of 

Purchase 
Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Bed Pediatric 
Manually 
Operated  

100511-3582 M/s. Merivaara M/s. Hospimedica 20.09.2010 2824/-Euro 
(Approx Rs. 
161000/- ) 

As & when 
required  

10.05.2023 Functional   

2.  “ 100511-3584 “ “ “ “  “ 10.05.2023 Functional   

3.  “ 100511-3594 “ “ “ “  “ 10.05.2023 Functional   

4.  “ 100511-3590 “ “ “ “  “ 10.05.2023 Functional   

5.  “ 100511-3600 “ “ “ “  “ 10.05.2023 Functional   

6.  “ 100511-3599 “ “ “ “  “ 10.05.2023 Functional   

7.  “ 100511-3601 “ “ “ “  “ 10.05.2023 Functional   

8.  “ 100511-3587 “ “ “ “  “ 10.05.2023 Functional   

9.  “ 100511-3596 “ “ “ “  “ 10.05.2023 Functional   

10.  “ 100511-3592 “ “ “ “  “ 10.05.2023 Functional   

11.  Suction Machine V07122325 Cherion M/s. Link Medical 20.02.2008 Rs.10,2000/-  “ 15.09.2021 Functional   

12.  ICU Beds MSI2015024 M/s Monarch Surg. M/s. D.V Enterprises 18.03.2015 Rs. 1, 39,900/- “ 16.02.2023 Functional   

13.  “ MSI2015025 “ “ “ “ “ 16.02.2023 Functional   

14.  “ MSI2015026 “ “ “ “ “ 16.02.2023 Functional   

15.  “ MSI2015027 “ “ “ “ “ 16.02.2023 Functional   

16.  Defibrillator 

152614030015 

M/s Mediana M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- As & when 
required 

Condemnation 
done on 

20.1.2022 

  

17.  Ultrasonic  
Nebulizer 2351234 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen As & when 
required  

31.1.2020 Functional   

18.  Resuscitation Cart 

B.M.14-08880 

M/s.Machan 
International 

M/s Merino 
International 

28.10.2014 Rs. 1,07,990/- “ Condemnation 
done on 

24.11.2023 

  

19.  Ultrasonic 
Nebulizer 2521274 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ 20.10.2021 Functional   

20.  “ 2530442 “ “ “ “ “ 20.10.2021 Functional   

21.   
Cardiac Monitor AX1602200281 

 M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- As & when 
required  

18.09.2023  Functional  
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22.  “ AX1602200049  “ “ “ “ 18.09.2023  Functional  

23.  “ AX1602200278  “ “ “ “ 18.09.2023 Functional   

24.  “ AX1602200097  “ “ “ “ 18.09.2023 Functional   

25.  “ AX1602200263  “ “ “ “ 18.09.2023 Functional   

26.  “ AX1602200060  “ “ “ “ 18.09.2023 Functional   

27.  “ AX1602200173  “ “ “ “ 18.09.2023 Functional   

28.  “ AX1602200047  “ “ “ “ 18.09.2023 Functional   

29.  Paediatric 
Ventilator MV2000PAID0003 

M/s Mekics Co Ltd. M/s Harmed 
Technologies,  

21.07.2016 13,600/- US$ “ To be 
condemn  

  

30.  “ MV2000PAID0004 “ “ “ “ “    

31.  “ MV2000PAID0005 “ “ “ “ “    

32.  Vein ILLUMINATOR 
A1576 

M/s CHRISTIE-USA M/s Vinay Brothers 
Diagnostics 

22.04.2014 Rs. 5,22,900/- “ 01.12.2022 Functional   

33.  Ultrasonic 
Nebulizer 2691360 

M/s Atom M/s Vishal Surgical 18.05.2017 JPY-¥ 
1,46,722.75 

“ 03.01.2020 Functional  

34.  “ 2691426 “ “ “ “ “ 20.10.2021 Functional  

35.  ICU Beds MSI2017288BD M/s Monarch Surg. M/s D.V. Enterprises 28.06.2017 Rs. 1,66,000/- “ 16.12.2023 Functional  

36.  “ MSI2017289BD “ “ “ “ “ 10.04.2024 Functional  

37.  “ MSI2017290BD “ “ “ “ “ 16.12.2023 Functional   

38.  “ MSI2017291BD “ “ “ “ “ 16.12.2023 Functional  

39.  Cardiac Monitor M17612700018 M/s Edan  M/s Super Medicare 31.10.2017 2891.89/-US$ “ 20.01.2022 Functional  

40.  “ M17612700019 “ “ “ “ “ 28.09.2023 Functional  

41.  Slow Suction 
Machine 467820002 

M/s. Hersill, S.L., 
SPAIN 

M/s. Rahul 
International 

25/10/2018 Rs. 1,51,088/- “ 07.09.2022 Functional  

42.  Blood Warming 
System 80482660 

M/s Care Fusion, 
USA  

Strength Healthcare 
 

13/03/2019 INR 2,45,000/- “ 03.01.2020 Functional  

43.  “ 80390648 “ “ “ “ “ 03.01.2020 Functional  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- D-5 Ward 
S.No. Equipment Name Serial No. Name of 

Manufacturer 
Name Of Supplier Date of 

Purchase 
Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action 
taken 

1.  Bed Pediatric 
Manually Operated  

1005113595 M/s. Merivaara M/s. Hospimedica 20.09.2010 Rs. 161000/- ) As & when 
required  

10.05.2023 Functional   

2.  “ 1005113593 “ “ “ “  “ 10.05.2023 Functional   

3.  “ 1005113586 “ “ “ “  “ 10.05.2023 Functional   

4.  “ 1005113583 “ “ “ “  “ 10.05.2023 Functional   

5.  “ 1005113591 “ “ “ “  “ 10.05.2023 Functional   

6.  “ 1005113598 “ “ “ “  “ 10.05.2023 Functional   

7.  “ 1005113581 “ “ “ “  “ 10.05.2023 Functional   

8.  “ 1005113585 “ “ “ “  “ 10.05.2023 Functional   

9.  “ 1005113597 “ “ “ “  “ 10.05.2023 Functional   

10.  “ 1005113589 “ “ “ “  “ 10.05.2023 Functional   

11.  Ultrasonic 
Nebulizer 2521275 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ 03.12.2019 Functional   

12.  “ 

2530259 

“ “ “ “ “ 03.12.2019 Not 
Functional  

 

13.  Paediatric 
Ventilator MV2000PAID0001 

M/s Mekics Co Ltd. M/s Harmed 
Technologies,  

21.07.2016 13,600/- US$ “ 30.03.2022 Not 
Functional  

 

14.  Vein ILLUMINATOR A1573 M/s CHRISTIE-USA M/s Vinay Brothers  22.04.2014 Rs. 5,22,900/- “ 2206.2022 Functional   

15.  Defibrillator 17206280 M/s Innomed,Hungery M/s Standard Traders 13.07.2017 Rs. 4,35,120/- “ 14.06.2022 Functional  

16.  Cardiac Monitor M17612700002 M/s Edan  M/s Super Medicare 11.11.2017 2891.89/-US$ “ 11.11.2022 Functional  

17.  “ M17612700016 “ “ “ “ “ 11.11.2022 Functional  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- D-5 ICU 

S. No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 

check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1. Bed Pediatrics 
Manually 
Operated 

100511-3588 M/s. Meriwara M/s. Hospimedica 20.09.2010 Rs. 161000/-  As & when 
required 

10.05.2023 Functional   

2. Defibrillator 
 

US00568196 M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  “ 15.05.2023 Functional   

3. Suction Machine 
 

V8534  M/s. Link Medical 
Systems 

25.08.2014 Rs.1,19,000/- “ 05.06.2023 Not 
Functional  

 

4. Defibrillator 
152614030016 

M/s Mediana M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- “ 24.01.2022 Functional   

5. Ultrasonic 
Nebulizer 2530248 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ 20.10.2021 Functional  

6. Blood Warming 
Machine 

80390677 
 

M/s Care Fusion, 
USA  

Strength Healthcare 
 

13/03/2019 
 

INR 
2,45,000.00/- 

“ 17.10.2019 Functional  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-6 Ward 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Patient Trolley 
Cum Bed MGM -155-2015 

 M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ 22.09.2022 Not Working   

2.  Ultrasonic 
Nebulizer 2351241 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 13.10.2022 Not Working   

3.  “ 2530254 “ “ 06.07.2015 1,54,445/-JPY “ 13.10.2022 Working  
4.  Cardiac Monitor AX1602200178  M/s MHS Medicare Ind 20.06.2016 Rs. 1,09,500/- “ 01.12.2023 Working  
5.  “ AX1602200279  “ “ “ “ 01.12.2023 Working  
6.  Ventilator INXT-0137  M/s Air Liquide Med. 01.09.2016 Rs.9,33,000/- “ 14.11.2023 Working  
7.  Transport Ventilator 

22161174312 
M/s ResMed India 
Ltd. 

M/s ResMed India P Ltd. 29.12.2016 Rs. 3,10,000/- “ 27.08.2022 Device not 
working  

 

8.  Ultrasonic 
Nebulizer 2691425 

M/s Atom M/s Vishal Surgical 15.04.2017 JPY-¥ 
1,46,722.75 

“ 13.10.2022 Not Working   

9.  “ 2681422 “ “ “ “ “ 13.10.2022 Not Working   

10.  “ 2690222 “ “ “ “ “ 13.10.2022 Not Working   

11.  “ 2691365 “ “ “ “ “ 13.10.2022 Working   

12.  Cardiac Monitor M17612700015 M/s Edan  M/s Super Medicare 30.10.2017 2891.89/-US$ “ 17.01.2024 Working   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- C-6 Ward 
S.No. Equipment Name Serial No. Name of 

Manufacturer 
Name Of Supplier Date of 

Purchase 
Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional 
or not 

If not 
functiona
l details 
of action 
taken 

1.  Defibrillator 
 

US00568186 M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  “ 02.11.2023 Working   

2.  Ultrasonic 
Nebulizer 2320586 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen As & when 
required  

11.09.2023 Working   

3.  ICU Ventilator 
 

2336 M/s. Air Liquide 
Medical Systems 

M/s. Air Liquide 
Medical Systems  

21.07.2014 Euro 13,222/- “ 17.02.2024 Not Working   

4.   
Cardiac Monitor AX1602200347 

M/s Contec Medical 
System, China 

M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- “ 22.12.2023 Working   

5.  “ AX1602200027 “ “ “ “ “ 22.12.2023 Working   
6.  Ventilator 

INXT-0129 

M/s Air Liquide 
Medical 

M/s Air Liquide 
Medical 

01.09.2016 Rs.9,33,000/- “ 17.02.2024 Not 
working  

 

7.  Resuscitation Cart 

 

M/s Machan 
International, 
Taiwan 

M/s.Merino 
International 

06.04.2015 Rs. 1,27,990/- As & when 
required  

Condemnation 
done on 

24.11.2023  

  

8.  Transport Ventilator 22161174306 M/s ResMed India Ltd. M/s ResMed India P Ltd. 22.12.2016 Rs. 3,10,000/- “ 28.12.2023 Working   
9.  “ 22161274262 “ “ 22.12.2016 “ “ 28.12.2023 Working   
10.  Vein ILLUMINATOR 

A1574 
M/s CHRISTIE-USA M/s. Vinay Brothers 

Diagnostics 
31.03.2014 Rs. 5,22,900/- “ 29.12.2023 Working   

11.  Ultrasonic 
Nebulizer 2691416 

M/s Atom M/s Vishal Surgical 18.04.2017 JPY-¥ 
1,46,722.75 

“ 11.09.2023 Working   

12.  Cardiac Monitor 

M17612700007 

M/s Edan 
Instruments Inc., 

M/s Super Medicar 
Agencies, 

01.09.2017 2891.89/-US$ “ 31.10.2023 Working  

13.  “ M17612700027 “ “ “ “ “    
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- D-6 Ward/ICU 
S.No. Equipment Name Serial No. Name of 

Manufacturer 
Name Of Supplier Date of 

Purchase 
Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional 
or not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor 
 

410252180 M/s Criticare M/s Advanced Micronic 
Devices 

05.07.2010 Rs. 1,64,900/- As & when 
required  

Condemn on 
20.10.2022 

  

2.  “ 410252156 “ “ “ “  “ Condemn on 
20.10.2022 

  

3.  Automatic Bed 11061788736 M/s. Meriwara M/s. Hospimedica 02.11.2011 Rs. 245280/- “ 21.08.2023 Working   

4.  “ 11061788742 “ “ “ “  “ 21.08.2023 Working   

5.  “ 11061788743 “ “ “ “  “ 21.08.2023 Working   

6.  “ 11061788738 “ “ “ “  “ 21.08.2023 Working   

7.  “ 11061788735 “ “ “ “  “ 21.08.2023 Working   

8.  “ 11061788740 “ “ “ “  “ 21.08.2023 Working   

9.  “ 11061788739 “ “ “ “  “ 21.08.2023 Working   

10.  “ 11061788741 “ “ “ “  “ 21.08.2023 Working   

11.  “ 11061788744 “ “ “ “ “ 21.08.2023 Working   

12.  “ 11061788737 “ “ “ “ “ 21.08.2023 Working   

13.  Defibrillator US00568201 M/s PHILIPS M/s. PHILIPS Electronics  27.09.2013 9, 600/- US$  “ 09.05.2023 Working   

14.  Automated 
Perfusion System 270928 

M/s. B. Braun 
Medical (India)  

M/s. B. Braun Medical 
(India)  

24.12.2014 Rs. 1,35,000/- “ Condemn on 
20.10.2022 

  

15.  “ 
270856 

“ “ “ “ “ Condemn on 
20.10.2022 

  

16.  “ 
270931 

“ “ “ “ “ Condemn on 
20.10.2022 

  

17.  “ 
271065 

“ “ “ “ “ Condemn on 
20.10.2022 

  

18.  “ 
270849 

“ “ “ “ “ Condemn on 
20.10.2022 

  

19.  “ 
270917 

“ “ “ “ “ Condemn on 
20.10.2022 

  

20.  Patient Trolley 
Cum Bed MGM -156-2015 

 M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ Condemn on 
24.11.2023 

  

21.  Defibrillator 
152614030004 

M/s Mediana M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- As & when 
required 

Condemn on 
20.10.2022 
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22.  “ 
152614030007 

“ “ “ “ “ Condemn on 
20.10.2022 

  

23.  Ultr. Nebulizer 
2530256 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ Condemn on 
20.10.2022 

  

24.  Ventilator 
INXT-0143 

 M/s Air Liquide Medical 01.09.2016 Rs.9,33,000/- “ Condemn on 
20.10.2022 

  

25.  Transport Ventilator 22161274261 M/sResMed Ind. Ltd. M/s ResMed India P Ltd. 22.12.2016 Rs. 3,10,000/- “ Not Working    

26.  Ultrasonic 
Nebulizer 2691419 

M/s Atom M/s Vishal Surgical 17.04.2017 JPY-¥ 
1,46,722.75 

“ 14.09.2019 Working   

27.  ICU Beds 

MSI2017269BD 

M/s Monarch Surg. M/s D.V. Enterprises 29.06.2017 Rs. 1,66,000/- “ 10.11.2023 Working  

28.  “ MSI2017270BD “ “ “ “ “ 10.11.2023 Working  

29.  “ MSI2017271BD “ “ “ “ “ 10.11.2023 Working  

30.  “ 

MSI2017272BD 
“ “ “ “ “ 10.11.2023 Working  

31.  “ MSI2017273BD “ “ “ “ “ 10.11.2023 Working  

32.  “ MSI2017319BD “ “ “ “ “ 10.11.2023 Working  

33.  “ MSI2017275BD “ “ “ “ “ 10.11.2023 Working  

34.  “ MSI2017276BD “ “ “ “ “ 10.11.2023 Working  

35.  “ MSI2017277BD “ “ “ “ “ 10.11.2023 Working  

36.  “ MSI2017278BD “ “ “ “ “ 10.11.2023 Working  

37.  “ MSI2017316BD “ “ 15.07.2017 “ “ 10.11.2023 Working  

38.  “ MSI2017317BD “ “ “ “ “ 10.11.2023 Working  

39.  “ MSI2017318BD “ “ “ “ “ 10.11.2023 Working  

40.  “ MSI2017274BD “ “ “ “ “ 10.11.2023 Working  

41.  Patient Trolley 24062017/08 M/s Sahni Traders  M/s Merino Intern. 03.07.2017 Rs. 1,33,900/- “ 07.04.2022 Working  
42.  Cardiac Monitor M17612700008 M/s Edan  M/s Super Medicar  21.09.2017 2891.89/-US$ “ 07.04.2022 Working  
43.  “ M17612700011 “ “ “ “ “ 07.04.2022 Working  

44.  “ M17612700004 “ “ “ “ “ 07.04.2022 Working  
45.  “ M17612700031 “ “ “ “ “ 07.04.2022 Working  
46.  Cardiac Monitor 

11800 
M/s NihonKohden 
India Pvt. Ltd. 

M/s NihonKohden India 
Pvt. Ltd. 

18/02/2019 INR 2,85,860/- “ 28.03.2023 Working  

47.  “ 11797 “ “ “ “ “ 28.03.2023 Working  

48.  “ 11796 “ “ “ “ “ 28.03.2023 Working  
49.  “ 11803 “ “ “ “ “ 28.03.2023 Working  
50.  Cardiac Monitor 20022-1001 M/s. Shenzhen M/s. D.V. Enterprises 26/06/2020 Rs. 2,11,406/- “ 20.01.2024 Working  
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Hwatime Medical co.
51.  “ 20022-1002 “ “ “ “ “ 20.01.2024 Working  

52.  “ 20022-1003 “ “ “ “ “ 20.01.2024 Working  
53.  “ 20022-1005 “ “ “ “ “ 20.01.2024 Working  
54.  “ 20022-1008 “ “ “ “ “ 20.01.2024 Working  

55.  “ 20022-1011 “ “ “ “ “ 20.01.2024 Working  

56.  “ 20022-1014 “ “ “ “ “ 20.01.2024 Working  

57.  “ 20022-1015 “ “ “ “ “ 20.01.2024 Working  

58.  “ 20022-1018 “ “ “ “ “ 20.01.2024 Working  
59.  “ 20022-1021 “ “ “ “ “ 20.01.2024 Working  
60.  “ 20022-1022 “ “ “ “ “ 20.01.2024 Working  

61.  “ 20022-1030 “ “ “ “ “ 20.01.2024 Working  

62.  “ 20022-1038 “ “ “ “ “ 20.01.2024 Working  
63.  “ 20022-1041 “ “ “ “ “ 20.01.2024 Working  
64.  “ 20022-1045 “ “ “ “ “ 20.01.2024 Working  

65.  “ 19072-1042 “ “ “ “ “ 20.01.2024 Working  

66.  “ 19072-1046 “ “ “ “ “ 20.01.2024 Working  

67.  “ 19072-1049 “ “ “ “ “ 20.01.2024 Working  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-7 Ward +ICU 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Defibrillator 
 

US00568204 M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  As & when 
required  

AB7    

2.  Cardiac Monitor CF-3511-6631 M/s. Shenzhen M/s. Rohanika 
Electronics 

02.07.2013 Rs. 4, 28,052/-  “ AB7    

3.  “ CF-3511-6632 “ “ “ “ “ 12.10.2023 Functional   

4.  “ CF-3511-6636 “ “ “ “ “ 12.10.2023 Functional  

5.  “ CF-3511-6644 “ “ “ “ “ 12.10.2023 Functional  

6.  “ CF-3511-6646 “ “ “ “ “ 12.10.2023 Functional  

7.  Cardiac Monitor 
M17612700005 

M/s Edan 
Instruments Inc., 

M/s Super Medicar 
Agencies, 

01.09.2017 2891.89/-US$ “ 19.01.2024 Functional  

8.  “ 
M17612700010 

“ “ “ “ “ Not in B1/ 
AB7 

  

9.  “ 
M17612690010 

M/s Edan 
Instruments Inc., 

M/s Super Medicar 
Agencies, 

01.09.2017 2891.89/-US$ “ AB 7   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-7 KTP 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional 
 or not 

If not functional 
details of action 
taken 

1.  Cardiac Monitor CF-3511-6639 M/s. Shenzhen M/s.Rohanika 
Electronics 

02.07.2013 Rs.4,28,052/-  As & when 
required  

Handed Over to 
AB7 ward (Main) 

  

2.  “ CF-3511-6630 “ “ “ “ “ Handed Over to 
AB7 ward (Main) 

  

3.  “ CF-3511-6641 “ “ “ “ “ Handed Over to 
AB7 ward (Main) 

  

4.  “ CF-3511-6643 “ “ “ “ “ Handed Over to 
AB7 ward (Main) 

  

5.  “ CF-3511-6647 “ “ “ “ “ Handed Over to 
AB7 ward (Main) 

  

6.  Ultrasonic 
Nebulizer 2360646 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen As & when 
required  

Functional    

7.  Transport Ventilator 
22161174309 

M/s ResMed India 
Ltd. 

M/s ResMed India P Ltd. 30.12.2016 Rs. 3,10,000/- “ Handed Over to 
AB7 ward (Main) 

  

8.  ICU Beds 
MSI2017183BD 

M/s Monarch  M/s D.V. Enterprises 28.06.2017 Rs. 1,66,000/- “ Handed Over to 
AB7 ward (Main) 

  

9.  “ 
MSI2017184BD 

“ “ “ “ “ Handed Over to 
AB7 ward (Main) 

  

10.  “ 
MSI2017185BD 

“ “ “ “ “ Handed Over to 
AB7 ward (Main) 

  

11.  “ 
MSI2017186BD 

“ “ “ “ “ Handed Over to 
AB7 ward (Main) 

  

12.  “ 
MSI2017187BD 

“ “ “ “ “ Handed Over to 
AB7 ward (Main) 
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: - C-7 Ward 
S.No. Equipment Name Serial No. Name of 

Manufacturer 
Name Of Supplier Date of 

Purchase 
Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional  
or not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor CF-3511-6640 M/s. Shenzhen M/s. Rohanika 
Electronics 

02.07.2013 Rs. 4, 28,052/-  As & when 
required  

21.08.2023 Functional   

2.  “ CF-3511-6645 “ “ “ “ “ 21.08.2023 Functional   

3.  Cardiac Monitor 
AX1602200005 

 M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- “ 10.03.2022 Functional   

4.  “ AX1602200045  “ “ “ “ 10.03.2022 Functional   

5.  Transport 
Ventilator 

22161420746 

M/s ResMed India Ltd. M/sResMed India P Ltd. 21.12.2016 Rs. 3,10,000/- “ Trans. Out 
Surgical 

Block  

  

6.  ICU Beds MSI2017308BD M/s Monarch Surg. M/s D.V. Enterprises 09.07.2017 Rs. 1,66,000/- “ C7 Ward    

7.  “ MSI2017309BD “ “ “ “ “ C7 Ward   

8.  “ MSI2017310BD “ “ “ “ “ C7 Ward   

9.  “ 

MSI2017311BD 
“ “ “ “ “ C7 Ward   

10.  “ MSI2017312BD “ “ “ “ “ C7 Ward   

11.  “ MSI2017313BD “ “ “ “ “ C7 Ward   

12.  “ MSI2017314BD “ “ “ “ “ C7 Ward   

13.  “ MSI2017315BD “ “ “ “ “ C7 Ward   

14.  Cardiac Monitor 
20022-1010 

M/s. Shenzhen 
Hwatime Medical co. 

M/s. D.V. 
Enterprises 

14/08/2020 Rs. 2,11,406/- “ 10.03.2022 Functional   

15.  “ 20022-1037 “ “ “ “ “ 10.03.2022 Functional   

16.  Suction Machine 
V13688 

M/s. Cheiron, Czech 
Republic 

M/s. Link Medical 25/02/2019 Rs. 1,75,616/- As & when 
required  

30.01.2024 Functional   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:-  D-7 Ward + HDU 
S.No. Equipment Name Serial No. Name of 

Manufacturer 
Name Of Supplier Date of 

Purchase 
Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action 
taken 

1.  Cardiac Monitors  A027E000634 M/s. Schiller M/s. Schiller 25.05.2012 Rs. 2,72,750/- As & when 
required  

NA   

2.  “ A027E000635 “ “ “ “ “ NA   

3.  “ A027E000641 “ “ “ “ “ NA   

4.  “ A027E000642 “ “ “ “ “ NA   

5.  “ A027E000646 “ “ “ “ “ NA   

6.  Slow Suct. Machine 1244979 M/s. Medela  M/s. Rohit Surgical  17.06.2009 Rs. 101745/- “ 10.11.2023  Working   

7.  Cardiac Monitor CF-3511-6634 M/s. Shenzhen M/s. Rohanika Electro. 02.07.2013 Rs. 4,28,052/-  “ NA   

8.  “ CF-3511-6637 “ “ “ “ “ NA   

9.  “ CF-3511-6638 “ “ “ “ “ NA   

10.  “ CF-3511-6642 “ “ “ “ “ NA   

11.  “ CF-3511-6633 “ “ “ “ “ NA   

12.  “ CF-3511-6629 “ “ “ “ “ NA   

13.  “ CF-3511-6635 “ “ “ “ “ NA   

14.  Syringe Pump 270812 M/s. B. Braun Medi.  M/s. B. Braun Medical  24.12.2014 Rs. 1,35,000/- “ NA   

15.  “ 270799 “ “ “ “ “ NA   

16.  Defibrillator 152614030003 M/s Mediana M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- “ NA   

17.  Transport Ventilator 22161174305 M/s ResMed India Ltd. M/s ResMed India P Ltd. 20.12.2016 Rs. 3,10,000/- “    

18.  “ 

22161174307 

“ “ “ “ “ 13.10.2023 Not 
Functional  

 

19.  “ 22161420739 “ “ 21.12.2016 “ “ NA   

20.  Defibrillator J16C225 M/s Schiller Health. P L M/s Schiller Health. 02.09.2016 Rs. 5,08,305/- “ NA   

21.  Ultrasonic Nebulizer 2691361 M/s Atom M/s Vishal Surgical 22.05.2017 JPY-¥ 1,46,722/- “  Working   

22.  “ 2691555 “ “ “ “ “  Working   

23.  Slow Suction 
Machine 467820004 

M/s. Hersill, S.L., 
SPAIN 

M/s. Rahul 
International 

15/11/2018 Rs. 1,51,088/- “  Working   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Main OT -  1 
S.No. Equipment Name Serial No. Name of 

Manufacturer 
Name Of Supplier Date of 

Purchase 
Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 

check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  O.T.Light 10L1852 M/s. Gebreider 
Martin 

M/s. Vishal Surgical 06.07.2010 32512.00 Euro 
(Approx Rs. 
1861637/-) 

As & when 
required 

25.08.2023 working  

2.  Suction Machine MSI 012 M/s Monarch Surg. M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. “ 21.12.2023 working  

3.  “ MSI 031 “ “ “ “ “ 25.05.2023 working  
4.  Cautery Machine 

703199473 
M/s Gebruder Martin M/s Vishal Surgical 25-11-2019 Euro, 11723/-  13.02.2024 working  

5.  “ 703199460 “ “ “ “ “ 13.02.2024 working  
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 Not functional – Equipment is not working. * 
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Main OT – 2+3 (OT- 3+4) SB OT 
S.No. Equipment Name Serial No. Name of 

Manufacturer 
Name Of Supplier Date of 

Purchase 
Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1.  Suction Machine 
 

V07122836  M/s. Link Medical 20.02.2008 Rs.10,2000/- As & when 
required  

14.07.2023 Not working  Condemnation 
certificate 
issued on 
28.07.2023  

2.  Cautery Machine 
 

M0603103161  M/s. Gebreider 
Martin 

M/s. Vishal 15.07.2010 8,400/-Euro 
(Approx Rs. 
480984/- ) 

“ 05.09.2022 Not working  Condemnation 
certificate 
issued on 
28.07.2023  

3.  “ M0603103165 “ “ “ “ “ 05.09.2022 Not working   
4.  “ M0603103162 “ “ “ “ “ 05.09.2022 Not working   
5.  Suction Machine MSI 035  M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. “ 21.12.2023 working  
6.  “ MSI 040  “ “ “ “ 21.12.2023 working  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Main OT -  4+5 (OT 5+6) SB OT 

S.No. Equipment Name Serial No. Name of Manufacturer Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 

check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cautery Machine 
 

603124060 M/s. Gebreider Martin M/s. Vishal Surgical 24.07.2012 8,400/-Euro 
(Approx Rs. 
480984/- ) 

As & when 
required  

31.05.2022 Not Functional   

2.  Suction Machine 
 V8528 

M/s Cheiron, Czech 
Republic 

M/s. Link Medical 
Systems 

01.09.2014 Rs.1,19,000/- As & when 
required  

15.12.2023 Functional  

3.  “ 
V8527 

“ “ “ “ “ 15.12.2023 Not Functional   

4.  “ 
V8529 

“ “ “ “ “ 15.12.2023 Working   

5.  “ 
V8531 

“ “ “ “ “ 15.12.2023 Working  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Main OT – 6+7 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cautery Machine 
 

603134928 M/s. Gebreider 
Martin 

M/s. Vishal Surgical 18.02.2014 8132/- Euro  As & when 
required  

31.07.2023 Functional   

2.  Suction Machine 
 

V8537 M/s. Cheiron, Czech 
Republic 

M/s. Link Medical 
Systems 

11.09.2014 Rs.1,19,000/- “ 01.2.2024 Functional  

3.  “ V8519 “ “ “ “ “ 01.02.2024 Functional  
4.  “ V8504 “ “ “ “ “ 01.02.2024 Functional  
5.  “ V8490 “ “ “ “ “ 01.02.2024 Functional  
6.  High Speed Rapid 

STERLIZER 1024-BL-1168 
 M/s. Life Force  18.07.2012 Rs. 5,50,000/- “ 19.01.2024 Functional  

7.  Cautery Machine 05140030 M/s HEBU Medical 
Gmbh, 

M/s Pukhya Healthcare 05/11/2014 Euro. 6,600/- “ 04.07.2017 Functional  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Main OT – 8+8A (ENT OT) 
S.No. Equipment Name Serial No. Name of 

Manufacturer 
Name Of Supplier Date of 

Purchase 
Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action 
taken 

1.  O T Table 
 

101203-83650 M/s. Merivaara M/s. Hospimedica 24.01.2011 Euro 31088/- 
(Approx Rs. 
1780098/- ) 

As & when 
required 

17.05.2023   

2.  Cautery Machine M0603124062 M/s. Martin  M/s. Vishal Surgical 24.07.2012 Euro 8,400/- “ 20.10.2022 Condemned   
3.  “ M0603124058 “ “ “ “ “ 20.10.2022 Condemned   
4.  Cautery Machine 603134916 

 

M/s Gebruder 
Martin 

M/s Vishal Surgical 23.01.2014 8,132/- Euro “ 07.07.2023 Working   

5.  “ 603134914 “ “ “ “ “ 07.07.2023 Not Working   
6.  “ 603134931 “ “ “ “ “ 07.07.2023 Working   

7.  Suction Machine MSI 027 M/s Monarch Surg. M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. “ 12.12.2023 Working  
8.  “ MSI 029 “ “ “ “ “ 12.12.2023 Working  
9.  “ 

MSI 047 
“ “ “ “ “ 10.01.2024 Partial 

working  
 

10.  “ MSI 046 “ “ “ “ “ 10.01.2024 Working  
11.   

Cardiac Monitor AX1602200266 
 M/s MHS Medicare 

India. 
20.06.2016 Rs. 1,09,500/- “ 09.10.2023 Working  

12.  Cautery Machine 
09140037 

M/s HEBU Medical 
Gmbh, 

M/s Pukhya Healthcare 05/11/2014 Euro. 6,600/- “  Not used   

13.  “ 09140038 “ “ “ “ “    
14.  Cautery Machine 

703199474 

M/s Gebruder 
Martin 

M/s Vishal Surgical 25-11-2019 Euro, 11723/- As & when 
required 

04.08.2023 Working   

15.  “ 703199462 “ “ “ “ “ 04.08.2023 Working   

16.  Suction Machine V13584 M/s. Cheiron, Czech 
Republic 

M/s. Link Medical 05/03/2019 Rs. 1,75,616/-  ” 03.05.2023 Working   

17.  “ V13689 “ “ “ “ “ 03.05.2023 Working   
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Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:  Main OT – 9 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 

check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1 Cautery Machine 603124053 M/s. Martin  M/s. Vishal Surgical 24.07.2012 Euro 8,400/- As & when 
required  

Condemn on 
22.11.2023 

  

2 Cautery Machine 603155770 M/s. Martin  M/s. Vishal Surgical 01.09.2015 Euro 8,533.33 “ 21.12.2023 Working   

3 Suction Machine MSI 014 M/s Monarch Surg. M/s D.V. Enterprises 26.03.2015 Rs. 1,15,900/-  “ 13.10.2023 Working  

4 “ MSI 030 “ “ “ “ “ 13.10.2023 Working   

5 “ MSI 036 “ “ “ “ “ 13.10.2023 Working   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Main OT – 10+11 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action 
taken 

1.  O T Table 
 

79093 M/s. Merivaara M/s. Hospimedica 25.10.2010 Euro 31088/- 
(Approx Rs. 
1780098/- ) 

As & when 
required  

   

2.  O.T. Light 
 

MV16C1L 
120810L1842 

M/s.Martin M/s.Vishal Surgical 06.07.2010 Rs. 1861637/-  “    

3.  Suction Machine 
 

V8524 M/s. Cheiron, Czech 
Republic 

M/s. Link Medical 
Systems 

25.08.2014 Rs.1,19,000/- As & when 
required  

   

4.  “ V8533 “ “ “ “ “    

5.  “ V8508 “  “  “ “ “    

6.  “ V8532 “ “ “ “ “    

7.  Cautery Machine 603134913 

 

M/s. Gebruder Martin M/s Vishal Surgical 23.01.2014 8,132/- Euro “    

8.  “ 603134929 “ “ “ “ “    

9.  Cautery Machine 603155768 M/s. Martin  M/s. Vishal Surgical 01.09.2015 8,533.33 Euro “    
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Main OT – 12 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Suction Machine V07122834 M/s. Victoria M/s. Link Medical 20.02.2008 Rs.10,2000/- As & when 
required  

06.12.2023 Working   

2.  “ V07122835 “ “ “ “ “ 06.12.2023 Working   

3.  Suction Machine 
 

V8501 M/s Cheiron, Czech 
Republic 

M/s. Link Medical 
Systems 

25.08.2014 Rs.1,19,000/- “ 06.12.2023 Working   

4.  “ V8522 “ “ “ “ “ 06.12.2023 Working   

5.  LED O.T. Light with 
Camera 

141-0012797 M/s. S.I.M.E.O.N. 
Medical Gmbh 

M/s Shalyaa 
International 

02.09.2013 19339/-Euro 
(Approx Rs. 

13,75,583.07) 

As & when 
required  

08.09.2023 Working   

6.  Cautery Machine 

603134930 

M/s Gebruder 
Martin 

M/s Vishal Surgical 23.01.2014 8,132/- Euro “ 23.12.2023 Working   

7.  “ 603134932 “ “ “ “ “ 23.12.2023 Working   

8.  Suction Machine 
MSI 038 

M/s Monarch 
Surgical 

M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. As & when 
required  

15.05.2023 Working   

9.  “ 

MSI 019 

“ “ “ “ “ 15.05.2023 Not 
Working  

 

10.  Radiant Warmer 
(Mobile 140514000503    

 M/s.  Ved Med 
Software  

31.03.2015 Rs. 2,38,000/- “ 10.06.2021 Working   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Main OT  Anesthesia Store + Main O.T Store 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or not 

If not 
functional 
details of 
action taken 

1.  Automated 
Perfusion System 270899 

M/s. B. Braun 
Medical (India)  

M/s. B. Braun Medical 
(India)  

24.12.2014 Rs. 1,35,000/- As & when 
required  

 Functional  

2.  “ 

270547 

“ “ “ “ “ 16.06.2021 Functional  
 

 

3.  “ 

270540 

“ “ “ “ “ 16.06.2021 Functional  
 

 

4.  “ 

270545 

“ “ “ “ “ 16.06.2021 Functional  
 

 

5.  “ 

270800 

“ “ “ “ “ 16.06.2021 Functional  
 

 

6.  “ 

270924 

“ “ “ “ “ 16.06.2021 Functional  
 

 

7.  “ 

270821 

“ “ “ “ “ 16.06.2021 Functional  
 

 

8.  “ 

270966 

“ “ “ “ “ 16.06.2021 Functional  
 

 

9.  “ 

270562 

“ “ “ “ “ 16.06.2021 Functional  
 

 

10.  “ 

270593 

“ “ “ “ “ 16.06.2021 Functional  
 

 

11.  Cardiac Monitor 04049 M/s.Arian Healthcare M/s. Arian Healthcare 03.07.2014 Rs.14,75,000/- “ 15.05.2022   

12.  “ 04050 “ “ “ “ “    

13.  “ 04045 “ “ “ “ “    

14.  “ 04046 “ “ “ “ “    

15.  Plasma Sterilizer 140058 M/s. Johnson & J M/s. Johnson & J 20.03.2015 Rs.41,96,400/- “    

16.  Pulse Oximeter 
MI5309790009 

M/s. EDAN (China) M/s. Super Medicare 
Agencies 

31.03.2015 Rs. 1,15,500/- “ 26.08.2022   

17.  “ MI5309790012 “ “ “ “ “ 26.08.2022   
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18.  Vein ILLUMINATOR 
       A1276 

M/s CHRISTIE-USA M/s. Vinay Brothers 
Diagnostics 

31.03.2014 Rs. 5,22,900/- As & when 
required  

28.12.2022 Functional   

19.   
Cardiac Monitor AX1602200262 

M/s Contec 
Medical Sys. China 

M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- “ 11.12.2023 Functional  

20.  “ AX1602200398 “ “ “ “ “ 11.12.2023 Functional  

21.  Defibrillator 
J16C222 

M/s Schiller 
Healthcare (I) P Ltd. 

M/s Schiller 
Healthcare Pvt.  Ltd. 

07.10.2016 Rs. 5,08,305/- “ 24.08.2023 Functional  

22.  “ J16C224  “ “ “ “ “ 24.08.2023 Functional  
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 Not functional – Equipment is not working. *  
  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-8 ICU 
S.No. Equipment Name Serial No. Name of 

Manufacturer 
Name Of Supplier Date of 

Purchase 
Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 

check 

*Whether 
Functional or not 

If not 
functional 
details of 

action taken 
1.  Patient trolley 130510-111513 M/s. Merivaara M/s. Hospimedica 

International 
22.08.2013 Rs. 2, 54, 

503/- 
As & when 
required  

   

2.  “ 130510-111514 “ “ “ “ “ 20.12.2023   

3.  “ 130510-111515 “ “ “ “ “ 20.12.2023   

4.  “ 130510-111516 “ “ “ “ “ 20.12.2023   

5.  “ 130510-111517 “ “ “ “ “ 20.12.2023   

6.  “ 130510-111518 “ “ “ “ “ 20.12.2023   

7.  “ 130510-111519 “ “ “ “ “ 20.12.2023   

8.  “ 130510-111520 “ “ “ “ “ 20.12.2023   

9.  “ 130510-111521 “ “ “ “ “ 20.12.2023   

10.  “ 130510-111522 “ “ “ “ “ 20.12.2023   

11.  “ 130510-111523 “ “ “ “ “ 20.12.2023   

12.  “ 130510-111524 “ “ “ “ “ 20.12.2023   

13.  “ 130510-111525 “ “ “ “ “ 20.12.2023   

14.  “ 130510-111526 “ “ “ “ “ 20.12.2023   

15.  “ 130510-111527 “ “ “ “ “ 20.12.2023   

16.  “ 130510-111528 “ “ “ “ “ 20.12.2023   

17.  “ 130510-111539 “ “ “ “ “ 20.12.2023   

18.  “ 130510-111530 “ “ “ “ “ 20.12.2023   

19.  “ 130510-111531 “ “ “ “ “ 20.12.2023   

20.  “ 130510-111532 “ “ “ “ “ 20.12.2023   

21.  Slow Suction 
Machine 

1244980 M/s. Medela M/s. Rohit Surgical  17.06.2009 Rs. 
101745/-  

As & when 
required  

18.09.2018   

22.  Suction Machine 
 

V8538 M/s Cheiron, Czech 
Republic 

M/s. Link Medical 
Systems 

25.08.2014 Rs.1,19,000/
- 

“ 12.12.2023   

23.  Automated 270530 M/s. B. Braun M/s. B. Braun Medical 24.12.2014 Rs. As & when 17.06.2021 Not  
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Perfusion System Medical (India)  (India)  1,35,000/- required  Functioning 
24.  “ 

270954 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

25.  “ 

270942 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

26.  “ 

270885 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

27.  “ 

270955 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

28.  “ 

270448 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

29.  “ 

270957 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

30.  “ 

270805 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

31.  “ 

270575 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

32.  “ 

270580 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

33.  “ 

270961 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

34.  “ 

270588 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

35.  “ 

270440 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

36.  “ 

270969 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

37.  “ 

270806 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

38.  “ 

270609 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

39.  “ 

270810 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

40.  “ 

270909 

“ “ “ “ “ 17.06.2021 Not 
Functioning 
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41.  “ 

270915 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

42.  “ 

270802 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

43.  “ 

270848 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

44.  “ 

270864 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

45.  “ 

270794 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

46.  “ 

270933 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

47.  “ 

270820 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

48.  “ 

270814 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

49.  “ 

270900 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

50.  “ 

270890 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

51.  “ 

270941 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

52.  “ 

270860 

“ “ “ “ “ 17.06.2021 Not 
Functioning 

 

53.  Cardiac Monitor 

04047 

M/s. Arian Health 
Care 

M/s. Arian Health 
Care 

03.07.2014 Rs.14,75,000/
- 

As & when 
required  

23.04.2019 CRHPS 
Ballabhgardh 

 

54.  “ 04048 “ “ “ “ “ 18.09.2020 Functioning   

55.  Patient Trolley 
Cum Bed MGM -157-2015 

M/s Fukang, China   M/s. MGM Associates 30.03.2015   Rs. 
1,28,000/- 

As & when 
required  

12.06.2023   

56.  “ MGM -158-2015 “ “ “ “ “ 12.06.2023   

57.  “ MGM -159-2015 “ “ “ “ “ 12.06.2023   

58.  “ MGM -160-2015 “ “ “ “ “ 12.06.2023   

59.  Resuscitation Cart 

B.M.14-08875 

M/s Machan 
International 

M/s Merino 
International 

28.10.2014 Rs. 1,07,990/- As & when 
required  

27.04.2023 Checked but 
report not 
given  

 



Page 63 of 104 
 

60.  “ B.M.14-08874 “ “ “ “ “ 27.04.2023   

61.  “ B.M.14-08870 “ “ “ “ “ 27.04.2023   

62.  “ B.M.14-08864 “ “ “ “ “ 27.04.2023   

63.  “ B.M.14-08869 “ “ “ “ “ 27.04.2023   

64.  “ B.M.14-08862 “ “ “ “ “ 27.04.2023   

65.  “ B.M.14-08865 “ “ “ “ “ 27.04.2023   

66.  “ B.M.14-08861 “ “ “ “ “ 27.04.2023   

67.  “ B.M.14-08873 “ “ “ “ “ 27.04.2023   

68.  “ B.M.14-08860 “ “ “ “ “ 27.04.2023   

69.   
Cardiac Monitor AX1602200101 

M/s Contec 
Medical Sys. China 

M/s MHS Medicare 
India. 

20.06.2016 Rs. 
1,09,500/- 

As & when 
required  

11.12.2023 Functional   

70.  “ AX1602200271 “ “ “ “ “ 11.12.2023 Functional   

71.  Ultrasonic 
Nebulizer 2691356 

M/s Atom M/s Vishal Surgical 29.03.2017 JPY-¥ 
1,46,722.75 

“ 02.03.2020 Functional   

72.  “ 2691260 “ “ “ “ “ 02.03.2020 Functional   

73.  “ 2691363 “ “ “ “ “ 02.03.2020 Functional   

74.  “ 2691224 “ “ “ “ “ 02.03.2020 Functional   

75.  ICU Beds 
MSI2017202BD 

M/s Monarch Surg. M/s D.V. Enterprises 29.06.2017 Rs. 
1,66,000/- 

“ 28.12.2023 Functional   

76.  “ MSI2017203BD “ “ “ “ “ 28.12.2023 Functional   

77.  Cardiac Monitor 
19072-1043 

M/s. Shenzhen 
Hwatime Medical co. 

M/s. D.V. Enterprises 08/05/2020 Rs. 
2,11,406/- 

“ 01.09.2023 Functional   

78.  “ 20022-1013 “ “ “ “ “ 01.09.2023 Functional   

79.  “ 20022-1035 “ “ “ “ “ 01.09.2023 Functional   

80.  “ 20022-1034 “ “ “ “ “ 01.09.2023 Functional   

81.  “ 20022-1009 “ “ “ “ “ 01.09.2023 Functional   

82.  “ 20022-1033 “ “ “ “ “ 01.09.2023 Functional   

83.  “ 20022-1024 “ “ “ “ “ 01.09.2023 Functional   

84.  “ 20022-1029 “ “ “ “ “ 01.09.2023 Functional   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Old Pvt. 1st floor 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitors 
With Printer  

212060251 
 

M/s.  Mediaid 
 

M/s Advanced 
Micronic Devices 

10.01.2013 Rs. 1,25,000/- As & when 
required  

Condemnatio
n on 
20.10.22 

  

2.  Defibrillator 
 

US00568188  
 

M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  “ 24.01.2024 Functional  

3.  ICU Beds MSI2015015 Elegante 9900 M/s D.V Enterprises 18.03.2015 Rs. 1,39,900/- “ 03.10.2023 Functional  

4.  Resuscitation Cart 
B.M.14-08882 

M/s Machan 
International 

M/s Merino 
International 

28.10.2014 Rs. 1,07,990/- “ 02.12.2020 Functional  

5.  Ultrasonic 
Nebulizer 2530258 

M/s Atom M/s Vishal Surgical 21.11.2015 1,54,445/-JPY “ 04.05.2021 Functional  

6.  Transport Ventilator 22161146322 
 

M/s ResMed 
India Ltd. 

M/s ResMed India P 
Ltd. 

27.12.2016 Rs. 3,10,000/- “ 07.04.2021 Functional  

7.   
Ventilator 

INXT-0134 M/s Air Liquide 
Medical 

M/s Air Liquide 
Medical 

01.09.2016 Rs.9,33,000/- “ 12.02.2024 Functional  

8.  Ultrasonic 
Nebulizer 2680223 

M/s Atom M/s Vishal Surgical 08.05.2017 JPY-¥ 
1,46,722.75 

“ 16.06.2022 Functional  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Old Pvt. 2nd floor 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action 
taken 

1.  Cardiac Monitors 
With Printer  

212060250 M/s.  Mediaid 
 

M/s Advanced 
Micronic Devices 

10.01.2013 Rs. 1,25,000/- As & when 
required  

Condemnation 
on 20.02.22 

  

2.  “ 212060255 “ “ “ “ “ Condemnation 
on 20.02.22 

  

3.  Defibrillator 
 

US00568178 M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  “ Given to New 
RAK Vaccination 

area on 
13.01.2021 

  

4.  Resuscitation Cart 
B.M.14-08871 

M/s Machan 
International 

M/s Merino 
International 

28.10.2014 Rs. 1,07,990/- “ 28.10.2014 Functional   

5.  ICU Ventilator  V8800YUZW005 M/s Oricare, USA M/s Rohanika Electr. 11.06.2015 Rs.8,50,422/-  “ 28.12.2023 Functional  

6.  ICU Beds MSI2015013 Elegante 9900 M/s D.V Enterprises 18.03.2015 Rs. 1,39,900/- “ 12.12.2023 Functional  

7.  Transport Ventilator 22161146321  
 

M/s ResMed India Ltd M/s ResMed India P 
Ltd. 

27.12.2016 Rs. 3,10,000/- “ 10.03.2023 Not 
Functional  

 

8.  Patient Trolley 24062017/15 M/s Sahni Traders  M/s Merino Intern. 12.07.2017 Rs. 1,33,900/- “ 24.11.2023 Functional   

9.  Cardiac Monitor 
without Printer 

2521149 
2521093 

M/s Philips M/s Goldway G 30E 08.09.2021   14.12.2021 Functional  
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 Not functional – Equipment/ is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Old Pvt. 3rd  floor 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or not 

If not 
functional 
details of 
action 
taken 

1.  Cardiac Monitors 
With Printer  

212060258 M/s Mediaid M/s Advanced Micronic 
Devices 

26.12.2012, 
10.01.2013 

Rs. 1,25, 000/- As & when 
required  

12.09.2022 Not Working 
Condemnation 
done 
20.10.2022  

 

2.  Defibrillator 
 

US00568200 M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  “ 27.04.2023 Functional   

3.  D.V.T. Pump 15030034  M/s Vishal Sugical.Co. 15.03.2013 Rs. 1, 15,700/- “ 29.08.2023 Functional   

4.  ICU Ventilator 
 

2361 M/s. Air Liquide 
Medical Systems 

M/s. Air Liquide Medical 
Systems  

21.07.2014 Euro 13,222/- “ 10.07.2023 Functional   

5.  Patient Trolley 
Cum Bed MGM -151-2015 

 M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ 16.10.2023 Not Functional   

6.  ICU Beds MSI2015011  M/s D.V Enterprises 18.03.2015 Rs. 1,39,900/- “ 12.06.2023 Functional   

7.  Ultrasonic 
Nebulizer 2360767 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 28.09.2022 Functional   

8.  “ 2360766 “ “ “ “ “ 28.09.2022 Functional   

9.  “ 2351242 “ “ “ “ “ 28.09.2022 Functional   

10.  Resuscitation Cart 
B.M.14-08879 

M/s Machan 
International 

M/s Merino International 28.10.2014 Rs. 1,07,990/- “ 22.02.20214 Functional   

11.  Vein ILLUMINATOR 
A1581 

M/s CHRISTIE-USA M/s. Vinay Brothers 
Diagnostics 

22.04.2014 Rs. 5,22,900/- As & when 
required  

23.06.2023 Functional   

12.  Transport Ventilator 
22161207204 

M/s ResMed India  M/s ResMed India P Ltd. 28.12.2016 Rs. 3,10,000/- “ Given to EHS 
OPD 

  

13.  Cardiac Monitor 
20022-1043 

M/s. Shenzhen 
Hwatime Medical co. 

M/s. D.V. Enterprises 27/08/2020 Rs. 2,11,406/- “ 15.02.2021 Functional   

14.  “ 19072-1047 “ “ “ “ “ 15.02.2021 Functional   
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                Not functional  – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Old Pvt. 4th floor 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor  408243748 M/s Criticare M/s Advanced Micronic 
Devices 

05.07.2010 Rs. 1,64,900/- As & when 
required  

17.01.2024 Working   

2.  Cardiac Monitors 
With Printer  

212060310 M/s Mediaid M/s Advanced Micronic 
Devices 

26.12.2012, 
10.01.2013 

Rs. 1,25, 000/- “ 18.06.2022 Working  

3.  Defibrillator 
 

US00568183 M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  “ 04.12.2023 Working  

4.  ICU Ventilator 
 

2359 M/s. Air Liquide 
Medical Systems 

M/s. Air Liquide Medical 
Systems  

21.07.2014 Euro 13,222/- “ 24.11.2023 Working  

5.  Pulse Oximeter 
 

302068-
MI5309790004 

M/s. EDAN (China) M/s. Super Medicare 
Agencies 

31.03.2015 Rs. 1,15,500/- As & when 
required  

11.08.2023 Working  

6.  ICU Beds MSI2015012 M/s Monarch Surg. M/s D.V Enterprises 18.03.2015 Rs. 1,39,900/- “ 04.12.2023 Working  

7.  Ultrasonic 
Nebulizer 2351236 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 21.11.2015 Working  

8.  Resuscitation Cart 
B.M.14-08872 

M/s Machan 
International 

M/s Merino International 28.10.2014 Rs. 1,07,990/- “ 29.10.20214 Working  

9.  Ultrasonic 
Nebulizer 2530253 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ 31.01.2017 Working  

10.  Vein ILLUMINATOR 
A1586 

M/s CHRISTIE-USA M/s Vinay Brothers 
Diagnostics 

22.04.2014 Rs. 5,22,900/- “ 29.11.2022 Working  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Old Pvt.  5th floor 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or not 

If not 
functional 
details of 
action 
taken 

1.  Ventilators 657 M/s Air Liquid M/s Air Liquid  30.03.2010 Rs.3,50,000/- As & when 
required  

Condemnati
on done on 
24.11.2023 

  

2.  Resuscitation Cart R.9000279 M/s. Inter Metro M/s. Care Inter  08.03.2011 Rs. 212785/-  “ Condemnati
on done on 
24.11.2023 

  

3.  Cardiac Monitors 
With Printer  

212060272 M/s Mediaid M/s Advanced Micronic 
Devices 

10.01.2013 Rs. 1,25, 000/-  Condemnati
on done on 
20.11.2023 

  

4.  “ 212060317 “ “ “ “ “ Condemnati
on done on 
24.11.2023 

  

5.  Defibrillator 
 

US00568187 M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  “ 04.12.2023 Working   

6.  ICU Beds MSI2015014  M/s D.V Enterprises 18.03.2015 Rs. 1,39,900/- “ 20.12.2023 Working  

7.  Ultrasonic 
Nebulizer 2050285 

M/s Atom M/s Vishal Surgical 22.07.2010 1,31,000/- Yen “ 20.1.2024 Working  

8.  Ultrasonic 
Nebulizer 2360770 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 20.01.2024 Working  

9.  Cardiac Monitor AX1602200075  M/s MHS Medicare India. 20.06.2016 Rs. 1,09,500/- “ 01.12.2023 Working  

10.  Transport Ventilator 
22161420740 

M/s ResMed India 
Ltd. 

M/s ResMed India P Ltd. 30.12.2016 Rs. 3,10,000/- “ 12.12.2023 Working  

11.  ICU Beds MSI2017191BD M/s Monarch  M/s D.V. Enterprises 24.06.2017 Rs. 1,66,000/- “ 20.12.2023 Working  

12.  “ MSI2017192BD “ “ “ “ “ 20.12.2023 Working  

13.  “ MSI2017193BD “ “ “ “ “ 20.12.2023 Working  

14.  “ MSI2017194BD “ “ “ “ “ 20.12.2023 Working  

15.  “ MSI2017195BD “ “ “ “ “ 20.12.2023 Working  

16.  “ MSI2017196BD “ “ “ “ “ 20.12.2023 Working  

17.  “ MSI2017197BD “ “ “ “ “ 20.12.2023 Working  

18.  “ MSI2017198BD “ “ “ “ “ 20.12.2023 Working  
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19.  “ MSI2017199BD “ “ “ “ “ 20.12.2023 Working  

20.  “ MSI2017200BD “ “ “ “ “ 20.12.2023 Working  

21.  “ MSI2017201BD “ “ “ “ “ 20.12.2023 Working  

22.  Patient Trolley 24062017/03 M/s Sahni Traders  M/s Merino Intern. 03.07.2017 Rs. 1,33,900/- “ 21.02.2022 Working   

23.  Cardiac Monitor  11801 M/s Nihon 
Kohden India Pvt. 

Ltd. 

M/s Nihon kohden India 
Pvt. Ltd. 

18/02/2019 INR 2,85,860/- “ 
 

20.1.2024 Working   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- New Pvt. Ground Floor 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check  

*Whether 
Functional or not 

If not 
functional 
details of 
action 
taken 

1.  Cardiac Monitors 
With Printer  

212060266 M/s Mediaid M/s Advanced 
Micronic Devices 

26.12.2012, 
10.01.2013 

Rs. 1,25, 000/- As & when 
required  

 Condemnation 
on 24.11.2023 

 

2.  D.V.T. Pump 1200011323 M/s ArjoHuntleigh  M/s Vishal Surgical Co. 15.03.2013 Rs. 1, 15,700/- “ 12.02.2022 Functional   

3.  “ 1200004449 “ “ “ “ “ 12.02.2022 Functional   

4.  “ 1200004452 “ “ “ “ “ 12.02.2022 Functional   

5.  “ 1200011344 “ “ “ “ “ 12.02.2022 Functional   

6.  Defibrillator 
 

US00568189 M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  “ 22.11.2022 Functional   

7.  Pulse Oximeter 
 MI5309790019 

M/s. EDAN (China) M/s. Super Medicare 
Agencies 

31.03.2015 Rs. 1,15,500/- As & when 
required  

19.10.2022 Functional   

8.  “ MI5309790013 “ “ “ “ “ 25.05.2022 Functional   

9.  Patient Tro. Cum Bed MGM -121-2015  M/s. MGM Associates, 30.03.2015 Rs. 1,28, 000/- “  Not Working   

10.  “ MGM -122-2015  “ “ “ “  Not Working   

11.  Defibrillator 152614030008 M/s Mediana M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- “ 31.02.2022 Functional   

12.  “ 152613100001 “ “ “ “ “ 31.02.2022 Functional   

13.  Ultrasonic 
Nebulizer 2360651 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 31.12.2021 Functional   

14.  Transport Ventilator 
22161174313 

M/s ResMed India 
Ltd. 

M/s ResMed India P Ltd. 26.12.2016 Rs. 3,10,000/- “ 14.09.2023   

15.  Section Machine MSI 068 M/s Monarch Surg.  M/s D.V. Enterprises 17.08.2016 Rs.1,15,900/- “ 28.12.2021 Functional   

16.  Ultrasonic 
Nebulizer 2691357 

M/s Atom M/s Vishal Surgical 02.05.2017 JPY-¥ 
1,46,722.75 

“ 20.07.2022 Functional   

17.  Cardiac Monitor 19072-1041 M/s. Shenzhen 
Hwatime Medical co. 

M/s. D.V. Enterprises 12/09/2020 Rs. 2,11,406/- “ 12.11.2022 Functional   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:-New Pvt. 1st Floor 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 

check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Suction Machine 
 

V8535  M/s. Link Medical 
Systems 

25.08.2014 Rs. 1,19,000/- As & when 
required  

23.02.2022 Functioning   

2.  ICU Ventilator 
 

2356 M/s. Air Liquide 
Medical Systems 

M/s. Air Liquide 
Medical Systems  

21.07.2014 Euro 13,222/- “ 24.11.2023 Functioning  

3.  Patient Trolley 
Cum Bed MGM -123-2015 

M/s Fukang, China M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ Transfer to 
MCB Labour 

Room MAT OT 
on 11.02.2023 

  

4.  “ 

MGM -124-2015 

” “ “ “ “ Transfer to 
MCB Labour 

Room MAT OT 
on 11.02.2023 

  

5.  Ultrasonic 
Nebulizer 1960366 

M/s Atom M/s Vishal Surgical 22.07.2010 1,31,000/- Yen As & when 
required  

15.01.2023 Functioning  

6.  Transport 
Ventilator 22161410000 

M/s ResMed India 
Ltd. 

M/s ResMed India P 
Ltd. 

23.12.2016 Rs. 3,10,000/- “ 10.01.2023 Functioning  

7.  Section Machine MSI 071 M/s Monarch Surg.  M/s D.V. Enterprises 17.08.2016 Rs.1,15,900/- “ 28.12.2021 Functioning  

8.  “ MSI 072 “ “ “ “ “ 28.12.2021 Functioning  

9.  Cardiac Monitor M1761269001
1 

M/s Edan 
Instruments Inc., 

M/s Super Medicar 
Agencies, 

28.11.2017 2891.89/-US$ “ 15.01.2024 Functioning  

10.  Cardiac Monitor 
19072-1048 

M/s. Shenzhen 
Hwatime Medical co. 

M/s. D.V. Enterprises 12/09/2020 Rs. 
2,11,406/- 

“ Transfer to Pvt. 
3rd  II nd Floor 
on 24.11.2022 
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- New Pvt. 2nd Floor 
S.No. Equipment Name Serial No. Name of 

Manufacturer 
Name Of Supplier Date of 

Purchase 
Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance check 

*Whether 
Functional or 
not 

If not 
function
al details 
of action 
taken 

1.  Cardiac Monitor 410253182 M/s Criticare M/s Advanced 
Micronic Devices 

31.03.2011 Rs. 1,82,331/- As & when 
required  

10.01.2024 Functional   

2.  Slow Suction 
Machine 

1244986 M/s Medela M/s. Rohit Surgicals 17.06.2009 1785/- CHF 
(Approx Rs. 
101745/- ) 

“ Condemnation 
done on 

24.11.2023 

  

3.  Suction Machine 
 

V8493  M/s. Link Medical 
Systems 

25.08.2014 Rs.1,19,000/- “ 05.12.2023 Functional   

4.  Patient Trolley 
Cum Bed MGM -125-2015 

M/s Fukang, China M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ Condemnation 
done on 

24.11.2023 

  

5.  “ 
MGM -126-2015 

“ “ “ “ “ Condemnation 
done on 

24.11.2023 

  

6.  Ultrasonic 
Nebulizer 1960360 

M/s Atom M/s Vishal Surgical 17.09.2009 1,30,667/- Yen As & when 
required  

26.12.2019 Functional  

7.  Ultrasonic 
Nebulizer 2160192 

M/s Atom M/s Vishal Surgical 17.08.2011 1,31,000/- Yen “ 26.12.2019 Functional  

8.  Transport Ventilator 22161146323 M/s ResMed India Ltd. M/s ResMed India P Ltd. 26.12.2016 Rs. 3,10,000/- “ 20.1.2021 Functional  

9.  DVT Pump 
X-1510280718 

M/s Dailan Labted 
Science, China 

M/s Indian Surg.l 
Equipment Co. 

23.05.2016 Rs. 1,20,240/- “ 10.5.2019 Functional  

10.  Defibrillator 

17206282 

M/s Innomed,Hungery M/s Standard Traders 13.07.2017 Rs. 4,35,120/- “ 05.10.2023 Not 
Functional 

 

11.  Cardiac Monitor 
M17612700024 

M/s Edan 
Instruments Inc., 

M/s Super Medicar 
Agencies, 

05.09.2017 2891.89/-US$ “    

12.  “ M17612700010 “ “ “ “ “ 15.01.2024 Functional   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- New Pvt. 3rd Floor 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functiona
l or not 

If not functional 
details of action 
taken 

1.  Cardiac Monitors 
With Printer  

212060263 M/s Mediaid M/s Advanced 
Micronic Devices 

10.01.2013 Rs. 1,25,000/- “ Condemnation 
done on 

24.11.2023 

  

2.  Defibrillator 
 

US00568193 M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  “ Not Working   Informed 
Engineer  

3.  Suction Machine V8507  M/s. Link Medical 
Systems 

25.08.2014 Rs.1,19,000/- “ 0512.2023 Working   

4.  Patient Trolley 
Cum Bed MGM -127-2015 

 M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ Condemnation 
done on 

24.11.2023 

  

5.  “ 
MGM -128-2015 

 “ “ “ “ Condemnation 
done on 

24.11.2023 

  

6.  Ultrasonic 
Nebulizer 

2351239 M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen As & when 
required  

15.05.2023 Working   

7.  D.V.T. Pump 1200011335 M/s 
ArjoHuntleigh  

M/s Vishal 
Sugical.Co. 

15.03.2013 Rs. 1, 15,700/- “ Condemnation 
done on 
20.10.2022 

  

8.  Vein 
ILLUMINATOR A1564 

M/s CHRISTIE-
USA 

M/s Vinay Brothers 
Diagnostics 

31.03.2014 5,22,900/-Rs. “  Working   

9.  Suction Machine 

MSI 015 

M/s Monarch 
Surgical 

M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. “ Transfer out to 
Pvt3rd  

5th Floor on 
01.01.2023 

  

10.  Cardiac Monitor AX1506500001  M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- “ 07.12.2023 Working   

11.  Transport 
Ventilator 22161146324 

M/s ResMed 
India Ltd. 

M/s ResMed India P 
Ltd. 

06.01.2017 Rs. 3,10,000/- “ 25.11.2023 Not 
Working  

 

12.  Ultrasonic 
Nebulizer 2691258 

M/s Atom M/s Vishal Surgical 02.05.2017 JPY-¥ 
1,46,722.75 

“ 15.5.2023 Working   

13.  “ 
2691358 

“ “ “ “ “ Condemnation 
done on 
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20.10.2022 
14.  “ 2691359 “ “ “ “ “ 15.05.2023 Working   

15.  Cardiac Monitor 

M17612700021 

M/s Edan 
Instruments Inc., 

M/s Super Medicar 
Agencies, 

05.09.2017 2891.89/-US$ “ Transfer out to 
Pvt. 3rd 5th Floor 
on 01.01.2023 

  

16.  “ M17612700003 “ “ “ “ “ 15.01.2024 Working   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- New Pvt. Radio diagnosis 
S.No. Equipment Name Serial No. Name of 

Manufacturer 
Name Of Supplier Date of 

Purchase 
Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Defibrillator T18H139956 M/s. Zoll Medical M/s. L & T 21.07.2010 Rs. 411338/-  As & when 
required  

01.04.2019 Functional  

2.  Vein ILLUMINATOR 
A1271 

M/s CHRISTIE-
USA 

M/s Vinay Brothers 
Diagnostics 

31.03.2014 Rs. 5,22,900/- “ 02.12.2022 Functional   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Radio diagnosis (80A) 
S.No. Equipment Name Serial No. Name of 

Manufacturer 
Name Of Supplier Date of 

Purchase 
Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Suction Machine V13581 M/s. Cheiron, Czech 
Republic 

M/s. Link Medical 07/03/2019 Rs. 1,75,616/-  As & when 
required  

22.11.2022 10.09.2020  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- NICU - B 

S.No. Equipment 
Name 

Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1.  Pulse Oximeter 
 MI5309790003 

M/s. EDAN 
(China) 

M/s. Super Medicare 
Agencies 

31.03.2015 Rs. 1,15,500/- As & when 
required  

10.09.2020 Working  

2.  “ 302068-
MI5309790006 

“ “ “ “ “ 10.09.2020 Working  

3.  “ 302068-
MI5309790007 

“ “ “ “ “ 10.09.2020 Working  

4.  “ 302068-
MI5309790008 

“ “ “ “ “ 10.09.2020 Working  

5.  Ultrasonic 
Nebulizer 2521272 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ 21.09.2022 Working  

6.  “ 
2521269 

“ “ “ “ “ 21.09.2022 Not 
Working  

 

7.  Section Machine MSI 061 M/s Monarch Surg. M/s D.V. Enterprises 29.10.2016 Rs.1,15,900/- “    
8.  Vein 

ILLUMINATOR A1572 
M/s CHRISTIE-
USA 

M/s. Vinay Brothers 
Diagnostics 

31.03.2014 Rs. 5,22,900/- As & when 
required  

02.12.2023 
 

Working  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Maternal Care Ward   

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Defibrillator 
 

US00568190 M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  As & when 
required  

04.11.2023 Working  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- IVF OT 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1. Cardiac Monitor 

15SNP0828N314 

M/s SSMed M/s.SS Medical Sys. 
(I) Pvt. Ltd. 

24.09.2015 Rs. 1,81,161/- As & when 
required  

28.09.2022 Working  

2. “ 15SNP0828N309 “ “ “ “ “ 28.09.2022 Working  
3. Suction Machine V13693 M/s. Cheiron, 

Czech Republic 
M/s. Link Medical 27/02/2019 Rs. 1,75,616/-  ” 12.12.2023 Working  

 

  



Page 80 of 104 
 

 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Endoscopy Room, OT /GE OPD 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or not 

If not 
functional 
details of 
action taken 

1.  Suction Machine 
 

V8520 M/s Cheiron, 
Czech Republic 

M/s. Link Medical 
Systems 

25.08.2014 Rs. 1,19,000/- As & when 
required  

04.01.2024 Working  

2.  “ V8523 “ “ “ “ “ 04.01.2024 Working  
3.  Defibrillator 

 
00533840 M/s PHILIPS M/s. De’ Ash Trade 31.03.2009 Rs. 4,80,000/- As & when 

required  
03.05.2023 Not Working  

4.  Patient Trolley 
Cum Bed MGM -144-2015 

M/s Fukang, 
China  

M/s. MGM 
Associates 

30.03.2015 Rs. 1,28,000/- “ 10.01.2024 Working  

5.  “ MGM -145-2015 “ “ “ “ “ 10.01.2024 Working  
6.  Suction Machine 

MSI 011 
M/s Monarch 
Surgical 

M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. “ 04.01.2024 Working  

7.  “ MSI 024 “ “ “ “ “ 04.01.2024 Working  
8.  Patient Trolley 

Cum-Bed 

24062017/05 

M/s Sahni 
Traders  

M/s Merino Intern. 03.07.2017 Rs. 1,33,900/- “ No 
Maintenance 
checked by 
company 

person  

Working  
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  Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: - Bronchoscope Room No. 6A 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1.  Patient Trolley 
Cum Bed MGM -143-2015 

 M/s. MGM 
Associates 

30.03.2015 Rs. 1,28,000/- As & when 
required  

16.09.2022 Working   

2.  Suction Machine 
MSI 018 

M/s Monarch 
Surgical 

M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. “ 23.12.2023 Working  

3.   
Cardiac Monitor AX1602200003 

 M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- As & when 
required  

11.12.2023 Working  

4.  Section Machine MSI 067 M/s Monarch Surg.  M/s D.V. Enterprises 27.10.2016 Rs.1,15,900/- “ 23.12.2023 Working  
5.  Ultrasonic 

Nebulizer 2691424 
M/s Atom M/s Vishal Surgical 08.05.2017 JPY-¥ 

1,46,722.75 
“ 28.09.2021 Working  

6.  “ 2691423 “ “ “ “ “ 28.09.2021 Working  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- ENT Minor OT 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1.  Suction Machine 
MSI 021 

M/s Monarch 
Surgical 

M/s D.V. Enterprises 26.03.2015 Rs. 1,15,900/-  As & when 
required  

19.10.2023 Working   

2.  Cardiac Monitor 
AX1602200039 

M/s Contec 
Medical, China 

M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- “ 13.12.2023 Working  

3.  Patient Trolley 24062017/07 M/s Sahni Traders  M/s Merino Intern. 11.07.2017 Rs. 1,33,900/- “ 13.12.2023 Working  

4.  “ 24062017/18 “ “ 06.07.2017 “ “ 13.12.2023 Working  

5.  “ 24062017/10 “ “ “ “ “ 13.12.2023 Working  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational.  

Name of Ward/Area:- Surgery Minor OT    5th floor 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  LED Light Source 
 

20130941 M/s Ecleris M/s. Prime Medicals 
Pvt. Ltd. 

05.11.2013 2900/-US$ 
(Approx Rs. 
1,58,746/-) 

As & when 
required  

Machine 
Condemn on 
23.12.2024 
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Urology Minor OT    5th floor 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or not 

If not functional 
details of action 
taken 

1.   
Cautery Machine 

09140036 
 

M/s HEBU Medical 
Gmbh, 

M/s Pukhya 
Healthcare 

05.11.2014 Euro. 6,600/- As & when 
required  

No item 
bring from 

urology 
Minor OT to 

SMOT 

  

2.  Plasma Sterilizer 5150409004 
 

M/S LOWTEM 
CO.LTD. KOREA 

CL MICROMED PVT. 
LTD. 

10/12/2018 INR 
13,90,000/- 

“ No item 
bring from 

urology 
Minor OT to 

SMOT 
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:   SKIN OPD 

S.No. Equipment 
Name 

Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1.  Patient Trolley 
Cum Bed 

MGM -146-2015  M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- As & when 
required  

10.08.2022 Working   

2.  “ MGM -147-2015  “ “ “ “ 10.08.2022 Working  
3.  Resuscitation 

Cart  
M/s Machan 
International 

M/s Merino 
International 

28.10.2014 Rs. 1,07,990/- “ 19.05.2019 Working  

4.  Cautery 
Machine 

603134930 M/s Gebruder 
Martin 

M/s Vishal Surgical 23.01.2014 8,132/- Euro 
(Approx Rs. 

6,78,989.472) 

“ 13.02.2023 Working  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

 

Name of Ward/Area:- Paed. Medicine OPD 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

3.  Suction Machine 
 

V8530 M/s Cheiron, Czech 
Republic  

M/s. Link Medical 
Systems 

25.08.2014 Rs. 1,19,000/- As & when 
required  

20.12.2023 Functional   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Paed. Surgery OPD 3rd floor 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1.  Ambulatory blood 
pressure monitor 

507300 M/s BTL, UK M/s. Digitex Medical 
Sys. (P) Ltd. 

22.08.2013 Rs. 1,29,000/- As & when 
required  

Condemn on 
24.11.2023 

  

2.  Suction Machine V13690 M/s. Cheiron, Czech 
Republic 

M/s. Link Medical 18/03/2019 Rs. 1,75,616/-  ” 09.11.2023 Functioning  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Medicine OPD 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Ultrasonic 
Nebulizer 2530260 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY As & when 
required  

15.09.2021 Working   

2.  “ 2530261 “ “ “ “ “ 15.09.2021 Working   
3.  Defibrillator 

J16C217 
M/s Schiller Healthcare 
(I) P Ltd. 

M/s Schiller 
Healthcare Pvt.  Ltd. 

14.09.2016 Rs. 5,08,305/- “ 19.12.2023 Working   

4.  Suction Machine V13691 M/s. Cheiron, Czech 
Republic 

M/s. Link Medical 27/02/2019 Rs. 1,75,616/- As & when 
required  

26.10.2023 Working   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Ortho OT 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional 
or not 

If not 
functional 
details of 
action taken 

1.  O.T. Light 
 

08000010C1480 M/s.Martin M/s.Vishal Surgical 25.06.2011 23540.05/-Euro 
(Approx Rs. 
1387215/- ) 

As & when 
required  

31.2.2023 Working  Working  

2.  Sterilizer  
 

WXLM002 M/s. Techno-Gaz M/s. Vishal 
Distributors 

25.06.2011 Rs. 501730/-) “ Condemnation 
done  

  

3.  Cautery Machine M0603124050 M/s.Martin M/s.Vishal Surgical 24.07.2012 8400/- Euro “   Condemnation 
done  

4.  “ M0603124054 “ “ “ “ “ 03.02.2023 Working   

5.  “ M0603124056 “ “ “ “ “ 03.02.2023 Working   
6.  “ M0603124052 “ “ “ “ “ 03.02.2023 Working   
7.  Defibrillator  DG-2800662 M/s.Hospimax 

Electronics (I) Ltd. 
M/s.Shenzhen 
Mindray 

11.10.2012 7, 667/- US$ 
(Approx Rs.  
3, 98, 684/- ) 

“ 21.11.2019 Working   

8.  Suction Machine 
 

V8411 M/s Cheiron, Czech 
Republic 

M/s. Link Medical 
Systems 

25.08.2014 Rs. 1,19,000/- As & when 
required  

20.12.2023 Working   

9.  “ V8503 “ “ “ “ “ 20.12.2023 Working   
10.  “ V8521 “ “ “ “ “ 20.12.2023 Working   
11.  “ V8511 “ “ “ “ “ 20.12.2023 Working   
12.  “ V8505 “ “ “ “ “ 20.12.2023 Working   
13.  “ V8512 “ “ “ “ “ 20.12.2023 Working   
14.  Cardiac Monitor 

M14400680018 
M/s. Edan 
Instruments INC. 

M/s. Super Medicare  20.06.2014 3,376/- US$ “ 12.07.2023 Working   

15.  “ M14400680049 “ “ “ “ “ 12.07.2023 Working   
16.  “ M14400680023 “ “ “ “ “ 12.07.2023 Working   
17.  Pulse Oximeter 302068-

M15309790016 
M/s. EDAN (China) M/s. Super   

Medicare Agen.               
31.03.2015 Rs. 1.15.500/- As & when 

required  
25.08.2020 Not 

Working  
 

18.  Patient Trolley 
Com Bed 

MGM -139-2015 M/s Fukang, China M/s. MGM Associates, 30.03.2015   Rs. 1,28,000/- As & when 
required  

15.03.2022 Not 
Working  

 

19.  “ MGM -140-2015 “ “ “ “ “ 15.03.2022 Not  
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Working  
20.  “ 

MGM -141-2015 
“ “ “ “ “ 15.03.2022 Not 

Working  
 

21.  “ 
MGM -142-2015 

“ “ “ “ “ 15.03.2022 Not 
Working  

 

22.  ICU Beds 
MSI2015051 

M/s Monarch 
Surgical 

M/s.D.V Enterprises 18.03.2015 Rs. 1, 39,900/- As & when 
required  

07.09.2023   

23.  Defibrillator 
152614030002 

M/s Mediana M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- As & when 
required 

   

24.  “ 
152614030011 

“ “ “ “ “ 27.02.2019 Not 
Working  

 

25.  Ultrasonic 
Nebulizer 

 M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen As & when 
required  

27.02.2019 Not 
Working  

 

26.  Suction Machine 
MSI 034 

M/s Monarch 
Surgical 

M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. “ 20.1.2023 Working  

27.  “ MSI 020 “ “ “ “ “ 02.09.2023 Working  
28.  Vein 

ILLUMINATOR A-44148K 
M/s CHRISTIE-USA M/s.  Vinay Brothers  23.03.2015 Rs. 5,22,900/- As & when 

required  
02.09.2023 Working  

29.  Cardiac Monitor 

AX1602200123 

M/s Contec 
Medical System, 
China 

M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- “ 21.07.2018 Working  

30.  “ AX1602200233 “ “ “ “ “ 01.12.2023 Working  
31.  “ AX1602200216 “ “ “ “ “ 01.12.2023 Working  
32.  “ AX1602200036 “ “ “ “ “ 01.12.2023 Working  
33.  Ventilator INXT-0142 M/s Air Liquide 

Medical 
M/s Air Liquide 
Medical 

01.09.2016 Rs.9,33,000/- “ 01.12.2023 Working  

34.  “ INXT-0130 “ “ “ “ “ 12.09.2023 Working  

35.  Resuscitation Cart 

 

M/s Machan 
International, 
Taiwan 

M/s.Merino 
International 

31.03.2015 Rs. 1,27,990/- As & when 
required  

12.09.2023 Working  

36.  Patient Trolley 24062017/13 M/s Sahni Traders  M/s Merino Intern. 11.07.2017 Rs. 1,33,900/- “ 17.01.2017 Working  

37.  “ 24062017/11 “ “ “ “ “ 15.03.2022 Working  

38.  Cardiac Monitor 
M17612700017 

M/s Edan 
Instruments Inc., 

M/s Super Medicar 
Agencies, 

07.09.2017 2891.89/-US$ “ 16.01.2024 Working  

39.  “ M17612700006 “ “ “ “ “ 16.01.2024 Working  

40.  “ M17612700025 “ “ “ “ “ 16.01.2024 Working  

41.  “ M17612700009 “ “ “ “ “ 16.01.2024 Working  

42.  Suction Machine V13586 M/s. Cheiron, 
Czech Republic 

M/s. Link Medical 25/02/2019 Rs. 1,75,616/- As & when 
required  

20.12.2023 Working  
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43.  “ V13585 “ “ “ “ “ 20.12.2023 Working  

44.  Cautery Machine 
703199464 

M/s Gebruder 
Martin 

M/s Vishal Surgical 25-11-2019  11723/- Euro As & when 
required 

03.02.2023 Working  Working  

45.  “ 703199471 “ “ “ “ “ 03.02.2023 Working Working  

46.  “ 703199472 “ “ “ “ “ 03.02.2023 Working Working  

47.  Cardiac Monitor 19072-1045 M/s. Shenzhen 
Hwatime Medical co. 

M/s. D.V. 
Enterprises 

10/09/2020 Rs. 2,11,406/- “ 15.09.2020 Working Working  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- CSSD 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Steam Sterilizer  
 

1303SI M/s. MMM 
Munchener  

M/s. CL Micromed 30.08.2013 Euro 88,500/-  As & when 
required 

08.12.2023 Not 
Functional 

Inform to 
officer  in-
charge Dr. 
Vikas H  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 
 Name of Ward/Area: -   Pulmonary Medicine Ward/ICU  

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or not 

If not 
functional 
details of 
action 
taken 

1.  Cardiac Monitor 
with Printer 

212060324 M/s Mediaid M/s Advanced Micronic 
Devices 

10.01.2013 Rs. 1, 25, 000/-  As & when 
required  

24.11.2023 Condemnation 
done on 
24.11.2023 

 

2.  “ 212060262 “ “ “ “ “ 17.02.2021 Functional   

3.  “ 212060321 “ “ “ “ “ 24.11.2023 Condemnation 
done on 
24.11.2023 

 

4.  “ 212060326 “ “ “ “ “ 17.02.2021 Functional  

5.  “ 212060296 “ “ “ “ “ 17.02.2021 Functional  

6.  “ 212060269 “ “ “ “ “ 17.02.2021 Functional  

7.  “ 212060309 “ “ “ “ “ 17.02.2021 Functional  

8.  “ 212060289 “ “ “ “ “ 17.02.2021 Functional  

9.  “ 212060265 “ “ “ “ “ 17.02.2021 Functional  

10.  “ 212060312 “ “ “ “ “ 17.02.2021 Functional  

11.  “ 212060257 “ “ “ “ “ 24.11.2023 Condemnation 
done on 
24.11.2023 

 

12.  “ 212060261 “ “ “ “ “ 24.11.2023 Condemnation 
done on 
24.11.2023 

 

13.  “ 212060253 “ “ “ “ “ 24.11.2023 Condemnation 
done on 
24.11.2023 

 

14.  “ 212060301 “ “ “ “ “ 17.02.2021 Functional  

15.  “ 212060259 “ “ “  “ “ 17.02.2021 Functional  

16.  “ 212060268 “ “ “ “ “ 17.02.2021 Functional  

17.  Patient Trolley  M/s.Grome 
Agility 

M/s. Shalyaa 
International. 

10.12.2012 Rs. 1, 95, 250/- “ 24.11.2023 Condemnation 
done  

 

18.  “  “ “ “ “ “ 24.11.2023 Condemnation  
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done  
19.  “  “ “ “ “ “ 24.11.2023 Condemnation 

done  
 

20.  “  “ “ “ “ “ 24.11.2023 Condemnation 
done  

 

21.  “  “ “ “ “ “ 24.11.2023 Condemnation 
done  

 

22.  ICU Ventilator MT75-02263 M/s. Air Liquide 
Medical  

M/s. Air Liquide Medical 
Systems 

14.01.2013 9, 181/- Euro “ 02.03.2023 Functional   

23.  “ MT75-02268 “ “ “ “ “ 02.05.2023 Not working   

24.  “ MT75-02264 “ “ “ “ “ 02.03.2023 Functioning  

25.  “ MT75-02273 “ “ “ “ “ 16.02.2023 Functional  

26.  “ MT75-02265 “ “ “ “ “ 02.03.2023 Functional  

27.  “ MT75-02269 “ “ “ “ “ 02.03.2023 Functional  

28.   “  MT75-02267 “ “ “ “ “ 02.03.2023 Functional  

29.  “ MT75-02257 “ “ “ “ “ 02.03.2023 Functional  

30.  “ MT75-02278 “ “ “ “ “ 02.05.2023 Functional  

31.  “ MT75-02270 “ “ “ “ “ 02.03.2023 Functional  

32.  “ MT75-02277 “ “ “ “ “ 31.07.2023 Not Functional  

33.  ICU Beds 0201HE3104 M/s. Hill-Room 
Company 

M/s. Rohanika Electronics 08.12.2013 Rs. 1, 34,758/- As & when 
required  

19.10.2023 Functional  

34.  “ 0201HE3105 “ “ “ “ “ 19.10.2023 Functional  

35.  “ 0201HE3106 “ “ “ “ “ 19.10.2023 Functional  

36.  “ 0201HE3107 “ “ “ “ “ 19.10.2023 Functional  

37.  “ 0201HE3108 “ “ “ “ “ 19.10.2023 Functional  

38.  “ 0201HE3109 “ “ “ “ “ 19.10.2023 Functional  

39.  “ 0201HE3110 “ “ “ “ “ 19.10.2023 Functional  

40.  “ 0201HE3112 “ “ “ “ “ 19.10.2023 Functional  

41.  “ 0201HE3114 “ “ “ “ “ 19.10.2023 Functional  

42.  “ 0201HE3113 “ “ “ “ “ 19.10.2023 Functional  

43.  “ 0201HE3117 “ “ “ “ “ 19.10.2023 Functional  

44.  “ 0201HE3115 “ “ “ “ “ 19.10.2023 Functional  

45.  “ 0201HE3116 “ “ “ “ “ 19.10.2023 Functional  

46.  “ 0201HE3111 “ “ “ “ “ 19.10.2023 Functional  

47.  “ 0201HE3118 “ “ “ “ “ 19.10.2023 Functional  
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48.  “ 0201HE3119 “ “ “ “ “ 19.10.2023 Functional  

49.  “ 0201HE3122 “ “ “ “ “ 19.10.2023 Functional  

50.  “ 0201HE3121 “ “ “ “ “ 19.10.2023 Functional  

51.  “ 0201HE3120 “ “ “ “ “ 19.10.2023 Functional  

52.  “ 0201HE3123 “ “ “ “ “ 19.10.2023 Functional  

53.  Transport 
Ventilator E-05071 

M/s Air Liquide 
Medical Sys.  

M/s Air Liquide Medical 
Sys. Pvt. Ltd. 

05.01.2013 Rs. 2,00,000/- As & when 
required  

24.11.203 Condemnation 
done  

 

54.  “ 

E-05072 
“ “ “ “ “ 24.11.203 Condemnation 

done  
 

55.  “ 

E-05073 
“ “ “ “ “ 24.11.203 Condemnation 

done  
 

56.  “ 

E-05074 
“ “ “ “ “ 24.11.203 Condemnation 

done  
 

57.  Defibrillator 
 

US00568180 M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  “ 27.06.2023 Functional   

58.  “ US00568181 “ “ “ “ “ 27.06.2023 Functional   

59.  “ US00568182 “ “ “ “ “ 27.06.2023 Functional   

60.  Pulse Oximeter 
 MI5309790017 

M/s. EDAN 
(China) 

M/s. Super Medicare 
Agencies 

31.03.2015 Rs. 1,15,500/- As & when 
required  

09.02.2021 Functional  

61.  “ MI5309790018 “ “ “ “ “ 09.02.2021 Functional   

62.  Ultrasonic 
Nebulizer 

2311066 M/s Atom M/s Vishal Surgical 29.04.2013 1,39,000/-Jpy “ 28.09.2021 Functional   

63.  “ 2311064 “ “ “ “ “ 28.09.2021 Functional   

64.  “ 2311068 “ “ “ “ “ 28.09.2021 Functional  

65.  “ 2311067 “ “ “ “ “ 28.09.2021 Functional   

66.  “ 2311065 “ “ “ “ “ 28.09.2021 Functional   

67.  Low Pressure 
Suction Machine 1458511 

M/s. Medela AG M/s. Rohit Surgical Pvt. 
Ltd.  

02.09.2013 Rs.529260.16 As & when 
required  

25.01.2024 Functional   

68.  “ 1458510 “ “ “ “ “ 25.01.2024 Functional  

69.  “ 1458512 “ “ “ “ “ 25.01.2024 Functional   

70.  “ 1458513 “ “ “ “ “ 07.08.2023 Functional   

71.  Resuscitation Cart 
5081 

M/s Hanlim 
Medical  

M/s Jolly Technocrats,  04.03.2013 Rs. 1,05,613/- “ 07.08.2023 Functional   

72.  “ 5082 “ “ “ “ “ 07.08.2023 Functional  

73.  “ 5095 “ “ “ “ “ 07.08.2023 Functional   

74.  “ 5055 “ “ “ “ “ 07.08.2023 Functional   
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75.  “ 5062 “ “ “ “ “ 07.08.2023 Functional  

76.  “ 5071 “ “ “ “ “ 07.08.2023 Functional   

77.  “ 5060 “ “ “ “ “ 07.08.2023 Functional   

78.  “ 5069 “ “ “ “ “ 07.08.2023 Functional   

79.  Vein 
ILLUMINATOR A-40928M 

 M/s.  Vinay Brothers 
Diagnostics 

23.03.2015 Rs. 5,22,900/- As & when 
required  

18.07.2017 Functional  

80.  “ A-44268N  “ “ “ “ 18.07.2017 Functional  

81.  Patient Trolley 
Com Bed 

MGM -135-2015 M/s Fukang, China M/s. MGM Associates, 30.03.2015   Rs. 1,28,000/- As & when 
required  

16.09.2022 Functional   

82.  “ MGM -136-2015 “ “ “ “ “ 16.09.2022 Functional   

83.  “ MGM -137-2015 “ “ “ “ “ 16.09.2022 Functional   

84.  Section Machine 
MSI 066 

M/s Monarch 
Surg.  

M/s D.V. Enterprises 29.10.2016 Rs.1,15,900/- “ 28.12.2021 Functional  

85.  Ultrasonic 
Nebulizer 2691364 

M/s Atom M/s Vishal Surgical 22.05.2017 JPY-¥ 
1,46,722.75 

“ 28.09.2021 Functional   

86.  “ 2691420 “ “ “ “ “ 28.09.2021 Functional   

87.  Plasma Sterilizer 6160610002 M/s LwoTem Co. M/s Lowtem Co. Ltd. 12.05.2017 USD, 42,300/- “ 01.11.2023 Functional   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: -   Pulmonary Medicine OPD   

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Defibrillator 
 

US00568194 M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  As & when 
required  

23.05.23 Functional   

2.  ICU Ventilator MT75-02266 M/s. Air Liquide 
Medical  

M/s. Air Liquide Medical 
Systems 

14.01.2013 9, 181/- Euro “ 27.12.2023 Functional   

3.  Ultrasonic 
Nebulizer 

2160189 M/s Atom M/s Vishal Surgical 17.08.2011 1,31,000/- Yen “ 20.06.2023 Functional   

4.  Ultrasonic 
Nebulizer 2360647 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 20.06.2023 Functional   

5.  Cardiac Monitor 

190721021 

M/s. Shenzhen 
Hwatime 
Medical co. 

M/s. D.V. Enterprises Pvt. 
Ltd. 

13/03/2020 Rs. 2,11,406/-  “ 05.01.2024 Functional   

6.  “ 190721037 “ “ “ “ “ 06.01.2024 Functional   

7.  “ 190721014 “ “ “ “ “ 05.01.2024 Functional   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: -   Pulmonary Rehabilitation Center 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional 
or not 

If not 
functional 
details of 
action taken 

1. Patient Trolley 
Com Bed 

MGM -134-2015  M/s. MGM Associates, 30.03.2015   Rs. 1,28,000/- As & when 
required  

07.12.2023 Functional   

2. Defibrillator DG-54013287 M/s Shenzhen  M/s Instromedix  29.07.2015 6,950/- US$ “ 07.12.2023 Functional   

3. Cardiac Monitor 
with Printer 

212060282 M/s Mediaid M/s Advanced Micronic 
Devices 

10.01.2013 Rs. 1, 25, 000/-  As & when 
required  

07.12.2023 Functional   

4. “ 212060331 “ “ “ “ “ 07.12.2023 Functional   

5. Cardiac Monitor 
AX1602200154 

M/s.  Contec 
Medical Sys. China 

M/s MHS Medicare India. 20.06.2016 Rs. 1,09,500/- “ 07.12.2023 Functional   

6. “ 
AX1602200165 

“ “ “ “ “ 07.12.2023 Functional   

7. Defibrillator 
J16C218 

M/s Schiller 
Healthcare (I) P Ltd. 

M/s Schiller Healthcare 
Pvt.  Ltd. 

19.09.2016 Rs. 5,08,305/- “ 07.12.2023 Functional   
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: -   Geriatric Medicine Ward 

S. No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor 7826800B00454 M/s Vital Sing 
Meddevices Pvt. 

M/s. D.V. Enterprises 07.08.2013 Rs. 1, 54, 000/- As & when 
required  

04.11.2022 Partly 
Functional  

 

2.  “ 7826800B00440 “ “ “ “ “ 04.11.2022 Partly 
Functional 

 

3.  “ 7826800B00436 “ “ “ “ “ 17.10.2023 Functional   

4.  “ 7826800B00456 “ “ “ “ “ 13.09.2023 Not 
Functional  

 

5.  Defibrillator 
 

US00568179 M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  “ 13.09.2023 Functional  

6.  Suction Machine 
 

V8526 M/s.  Cheiron, 
Czech Republic 

M/s. Link Medical 
Systems 

25.08.2014 Rs.1,19,000/- “ 05.12.2023 Functional  

7.  “ V8506 “ “ “ “ “ 20.09.2023 Functional  

8.  ICU Ventilator 
 

2362 M/s. Air Liquide 
Medical Systems 

M/s. Air Liquide 
Medical Systems  

21.07.2014 Euro 13,222/- As & when 
required  

27.11.2023 Functional  

9.  “ 2357 “ “ “ “ “ 27.11.2023 Functional  

10.  “ 2358 “ “ “ “ “ 27.11.2023 Functional  

11.  “ 2337 “ “ “ “ “ 27.11.2023 Functional  

12.  Automated 
Perfusion System 270528 

M/s. B. Braun 
Medical (India)  

M/s. B. Braun Medical 
(India)  

24.12.2014 Rs. 1,35,000/- As & when 
required  

17.06.2021 Not 
Functional 

 

13.  “ 

270921 

“ “ “ “ “ 17.06.2021 Not 
Functional 

 

14.  “ 270944 “ “ “ “ “ 17.06.2021 Functional  

15.  Patient Trolley 
Cum Bed MGM -129-2015 

M/s Fukang, 
China 

M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ Condemnation 
done on 
25.11.2023 

  

16.  “ 
MGM -131-2015 

“ “ “ “ “ Condemnation 
done on 
25.11.2023 
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17.  “ 

MGM -130-2015 
“ “ “ “ “ Condemnation 

done on 
25.11.2023 

  

18.  “ 
MGM -132-2015 

“ “ “ “ “ 27.05.2023 Not 
Functional 

 

19.  ICU Beds 
MSI2015070 

M/s Monarch 
Surgical 

M/s.D.V Enterprises 18.03.2015 Rs. 1, 39,900/- As & when 
required  

02.09.2023 Functional  

20.  “ MSI2015071 “ “ “ “ “ 02.09.2023 Functional  

21.  “ MSI2015072 “ “ “ “ “ 02.09.2023 Functional  

22.  “ MSI2015073 “ “ “ “ “ 02.09.2023 Functional   

23.  Defibrillator 
152614030010 

M/s Mediana M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- As & when 
required 

13.09.2023 Functional   

24.  “ 

152614030005 

“ “ “ “ “ 24.1.2022 Not 
Functional  

 

25.  Ultrasonic 
Nebulizer 2160196 

M/s Atom M/s Vishal Surgical 17.08.2011 1,31,000/- Yen “ 02.03.2023 Not 
Functional  

 

26.  “ 

2160197 

“ “ “ “ “ Condemnation 
done on 
25.11.2023 

  

27.  Ultrasonic 
Nebulizer  

2351238 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ Condemnation 
done 
25.11.2023 

  

28.  “ 

2360650 

“ “ “ “ “ Condemnation 
done 
25.11.2023 

  

29.  Ultrasonic 
Nebulizer 

2521267 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ Condemnation 
done 
25.11.2023 

  

30.  “ 2521273 “ “ “ “ “ 18.09.2021 Functional   
31.  Transport Ventilator 

22161146320 

M/s ResMed India 
Pvt.  Ltd. 

M/s ResMed India P Ltd. 23.12.2016 Rs. 3,10,000/- “ 19.7.2021 Not 
Functional  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: -   Rheumatology Day Care Department   

S. No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor 7826800B00433  M/s. D.V. Enterprises 07.08.2013 Rs. 1, 54, 000/- As & when 
required  

02.12.2023 Working   

2.  “ 7826800B00452  “ “ “ “    

3.  Defibrillator 
 

US00568195 M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  “ 01.05.2023 Working  

4.  Pulse Oximeter 
 302068-

MI5309790005 

M/s. EDAN 
(China) 

M/s. Super Medicare 
Agencies 

31.03.2015 Rs. 1,15,500/- As & when 
required  

26.10.2023 Working  

5.  Patient Trolley 
Cum Bed 

MGM -133-2015 
 M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ 28.011.2019 Working  

6.  Suction Machine 
MSI 039 

M/s Monarch 
surgical 

M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. “ 22.12.2023 Working  

7.  “ MSI 042 “ “ “ “ “    

8.  Cardiac Monitor 
15SNP0828N310 

M/s SSMed M/s SS Medical Sys. (I) 
Pvt. Ltd. 

23.09.2015 Rs. 1,81,161/- As & when 
required  

02.06.2023 Working  

9.  “ 15SNP0828N313 “  “ “     

10.  Transport Ventilator 

22161420747 

M/s ResMed 
India Ltd. 

M/s ResMed India P Ltd. 16.01.2017 Rs. 3,10,000/- “  Not 
Functional  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: -   X-Ray Department   

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Ultrasonic 
Nebulizer 2530250 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY As & when 
required  

19.04.2017 Functional   

2.  Section Machine 
(MRI Radiology  
Room No. 18) MSI 062 

M/s Monarch Surg.  M/s D.V. Enterprises 17.08.2016 Rs.1,15,900/- “ 02.02.2019 Functional  

3.  Section Machine 
(CT Radiology  
Room No. 8) MSI 065 

M/s Monarch Surg.  M/s D.V. Enterprises 17.08.2016 Rs.1,15,900/- “ 12.07.2019 Functional  

4.  Vein ILLUMINATOR 
A-44228H 

M/s CHRISTIE-
USA 

M/s Vinay Brothers 
Diagnostics 

15.04.2015 Rs. 5,22,900/- As & when 
required  

29.04.2019 Functional  

5.  Ultrasonic Nebulizer 
CT Radiology  R. No.8) 2691421 

M/s Atom M/s Vishal Surgical 20.04.2017 JPY-¥ 
1,46,722.75 

“ 19.04.2017 Functional  

6.  Slow Suction 
Machine 467820009 

M/s. Hersill, S.L., 
SPAIN 

M/s. Rahul 
International 

12/11/2018 Rs. 1,51,088/- “ 06.12.2023 Functional  

7.  Cardiac Monitor 

11795 

M/s Nihon 
Kohden India Pvt. 
Ltd. 

M/s Nihon Kohden 
India Pvt. Ltd. 

18/02/2019 INR 2,85,860/-  Transferred 
to D4 Ward  

Functional  

8.  “ 11798 “ “ “ “ “ 30.01.2024 Functional  
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition).  
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: -   Blood Bank    

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Vein ILLUMINATOR A 1580 M/s CHRISTIE-
USA 

M/s. Vinay Brothers 
Diagnostics 

31.03.2014 Rs. 5,22,900/- As & when 
required  

BPS AIIMS on 
dated 
15.03.2022 
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 Not functional – Equipment is not working. *  
 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 
 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: -   Psychiatry OPD   

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor 
AX1602200012 

M/s Contec Medical 
System, China 

M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- As & when 
required  

01.12.2023   Functional  

2.  “ AX1602200184 “ “ “ “ “ 01.12.2023   Functional  
3.  Defibrillator 

J16C220 
M/s Schiller 
Healthcare (I) P Ltd. 

M/s Schiller 
Healthcare Pvt.  Ltd. 

18.10.2016 Rs. 5,08,305/- “ 21.12.2023 Functional   

 

 


