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  Functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

 Name of Ward/Area: - New Emergency Ward     

S.No. Equipment Name Name of 
Manufacturer 

 

Name Of Supplier 
 

Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of 
last 
maintena
nce check 

*Whether 
Functional or not 

If not functional 
details of action 
taken 

1.  Air Purifier 
 

M/s Air InSpace M/s. Oriental Surgical 15.04.2011 Rs.41,88,000/- As & when 
required  

 Functional  

2.  Blood Gas 
Analyzer 

M/s. Radiometer M/s. E.M. Technology 14.06.2010 Rs. 2204510/-  “  Functional  

3.  BNP Analyzer 
 

M/s. Radiometer  M/s. E.M. Technology  18.06.2010 Rs. 18609501/- “  Functional  

4.  Cardiac Monitor 

with printer  

M/s. CSI, USA M/s.Advanced Micronic 

Devices 

31.03.2011 Rs. 1,90,000/- “  Functional  

5.  “ “ “ “ “ “  Functional  

6.  “ “ “ “ “ “  Functional  

7.  Defibrillator M/s PHILIPS M/s. PHILIPS Elec. (I) Ltd. 27.09.2013 9, 600/- US$  “  Functional  

8.  “ “ “ “ “ “  Functional  

9.  Cardiac Monitor M/s. Edan 
Instruments INC. 

M/s. Super Medicare  20.06.2014 3,376/- US$ “  Functional  

10.  ICU Ventilator 
 

M/s. Air Liquide 
Medical Systems 

M/s. Air Liquide Medical 
Systems  

21.07.2014 Euro 13,222/- “  Functional  

11.  “ “ “ “ “ “  Functional  

12.  Automated 
Perfusion System 

M/s. B. Braun 
Medical (India)  

M/s. B. Braun Medical 
(India)  

24.12.2014 Rs. 1,35,000/- As & when 
required  

 Not Functional Part Broken 

13.  “ “ “ “ “ “  Not Functional Informed 

14.  “ “ “ “ “ “  Not Functional Informed 

 “ “ “ “ “ “  Working   

15.  “ “ “ “ “ “  Working  

16.  “ “ “ “ “ “  Not  Functional Informed 

17.  “ “ “ “ “ “  Not  Functional Informed 

18.  “ “ “ “ “ “  Not  Functional Informed 

19.  “ “ “ “ “ “  Not  Functional Informed 

20.  “ “ “ “ “ “  Working  

21.  “ “ “ “ “ “  Functional   

22.  “ “ “ “ “ “  Not  Functional Informed 

23.  “ “ “ “ “ “  Not  Functional Informed 
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24.  “ “ “ “ “ “  Not Functional Informed 

25.  “ “ “ “ “ “  Functional  

26.  Patient Trolley 
Cum Bed 

M/s. Fukang, China M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- As & when 
required  

 Not Functional Informed 

27.  “ “ “ “ “ “  Functional  

28.  “ “ “ “ “ “  Not Functional Informed 

29.  “ “ “ “ “ “  Not Functional Informed 

30.  “ “ “ “ “ “  Not Functional Informed 

31.  “ “ “ “ “ “  Functional  

32.  “ “ “ “ “ “  Functional  

33.  “ “ “ “ “ “  Functional  

34.  “ “ “ “ “ “  Functional  

35.  “ “ “ “ “ “  Not Functional Informed 

36.  “ “ “ “ “ “  Functional  

37.  “ “ “ “ “ “  Functional  

38.  “ “ “ “ “ “  Functional  

39.  “ “ “ “ “ “  Functional  

40.  “ “ “ “ “ “  Functional  

41.  ICU Beds M/s Monarch Surg. M/s. D.V Enterprises 18.03.2015 Rs. 1, 39,900/- “  Functional  

42.  “ “ “ “ “ “  Functional  

43.  “ “ “ “ “ “  Functional  

44.  “ “ “ “ “ “  Functional  

45.  “ “ “ “ “ “  Functional  

46.  Resuscitation Cart M/s Machan Intern. M/s Merino Intern. 28.10.2014 Rs. 1,07,990/- “  Functional  

47.  Ultras. Nebulizer M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “  Functional  

48.  “ “ “ “ “ “  Functional  

49.  “ “ “ “ “ “  Not Working Informed 

company 

50.  “ “ “ “ “ “  Working  

51.  “ “ “ “ “ “  Not Functional Informed 

company 

52.  Defibrillator Shenzhen Mindray M/s Instromedix Pvt. Ltd. 29.07.2015 6,950/- US$ “  Functional  

53.  Vein ILLUMINATOR M/s CHRISTIE-USA M/s Vinay Brothers Diag. 31.03.2014 5,22,900/-Rs. “  Functional  

54.  Ventilator M/s Air Liquide  M/s Air Liquide Medical 01.09.2016 Rs.9,33,000/- “  Functional  

55.  “ “ “ “ “ “  Functional  

56.  “ “ “ “ “ “  Functional  

57.  “ “ “ “ “ “  Functional  

58.   “ “ “ “ “  Functional  
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59.  Ultras. Nebulizer M/s Atom M/s Vishal Surgical 11.04.2017 JPY-¥ 1,46,722/- “  Functional  

60.  “ “ “ “ “ “  Functional  

61.  “ “ “ “ “ “  Functional  

62.  “ “ “ “ “ “  Functional  

63.  “ “ “ “ “ “  Functional  

64.  “ “ “ “ “ “  Functional  

65.  “ “ “ “ “ “  Functional  

66.  “ “ “ “ “ “  Functional  

67.  Suction Machine M/s. Cheiron, Czech 

Republic 

M/s. Link Medical 26/02/2019 Rs. 1,75,616/- As & when 

required  

 Functional  

68.  “ “ “ “ “ “  Functional  

69.  Cardiac Monitor M/s. Shenzhen 

Hwatime Medical co. 

M/s. D.V. Enterprises 31/03/2020 Rs. 2,11,406/- “  Functional  

70.  “ “ “ “ “ “  Functional  

71.  “ “ “ “ “ “  Functional  

72.  “ “ “ “ “ “  Functional  

73.  “ “ “ “ “ “  Functional  

74.  “ “ “ “ “ “  Functional  

75.  “ “ “ “ “ “  Functional  

76.  “ “ “ “ “ “  Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Main Emergency (Casualty-OPD) 
  

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional 
or not 

If not 
functional 
details of 
action taken 

1.  Air Purifier Plasma Air M/s. Oriental Surgical 15.04.2011 Rs.41,88,000/- As & when 
required  

10.11.2021 Functional  

2.  Cardiac Monitor 

with printer  

M/s. CSI, USA M/s.Advanced 

Micronic Devices 

31.03.2011 Rs. 1,90,000/- “ 21.06.2021 Functional  

3.  “ “ “ “ “ “ 21.06.2021 Functional  

4.  “ “ “ “ “ “ 21.06.2021 Functional  

5.  “ “ “ “ “ “ 21.06.2021 Functional  

6.  Cardiac Monitor 

with printer  

“ M/s.Advanced 

Micronic Devices 

31.03.2011 Rs. 1,82,331/- As & when 
required  

21.06.2021 Functional  

7.  “ “ “ “ “ “ 21.06.2021 Functional  

8.  Defibrillator M/s PHILIPS M/s. De’ Ash Trade 31.03.2009 Rs. 4,80,000/- “ 16.11.2021 Functional  

9.  Defibrillator M/s. Zoll 

Medical 

M/s. L & T 21.07.2010 Rs.  411338/- As & when 
required  

 Functional  

10.  Emergency Patient 

Simulation System 

M/s METI USA M/s. Medical Point 23.10.2010 Rs. 98,30,600/- “  Functional  

11.  Digital Video 

colposcope 

M/s. Borze M/s. Maxcare Medical 15.09.2010 Rs. 126063/-  “  Functional  

12.  Over Head Infant 

Radiant Warmer 

Fisher & Paykel M/s. Ved Mediserve 26.03.2009 Rs. 2,62,000/- “ 10.12.2021 Functional  

13.  “ “ “ “ “ “ 10.12.2021 Functional  

14.  Ultrasonic 

Nebulizer 

M/s. Atom 

Medical 

M/s. Vishal Surgical 

Equipments Co., 

29.05.2013 Rs. 1,39,000/- As & when 
required  

17.07.2021 Functional  

15.  Defibrillator 
 

M/s PHILIPS M/s. PHILIPS 
Electronics India Ltd. 

27.09.2013 9, 600/- US$  “ 17.07.2021 Functional  

16.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 17.08.2011 1,31,000/- Yen As & when 
required  

17.07.2021 Functional  

17.  Suction Machine 
 

 M/s. Link Medical 
Systems 

25.08.2014 Rs.1,19,000/- As & when 

required  

17.07.2021 Functional  

18.  “  “ “ “ “  Functional  

19.  Cardiac Monitor M/s. Edan M/s. Super Medicare 20.06.2014 3,376/- US$ “ 27.03.2022 Functional  
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Instruments INC. Agencies 

20.  “ “ “ “ “ “ 27.03.2022 Functional  

21.  “ “ “ “ “ “ 27.03.2022 Functional  

22.  “ “ “ “ “ “ 27.03.2022 Functional  

23.  “ “ “ “ “ “ 27.03.2022 Functional  

24.  “ “ “ “ “ “ 27.03.2022 Functional  

25.  “ “ “ “ “ “ 27.03.2022 Functional  

26.  “ “ “ “ “ “ 27.03.2022 Functional  

27.  “ “ “ “ “ “ 27.03.2022 Functional  

28.  “ “ “ “ “ “ 27.03.2022 Functional  

29.  “ “ “ “ “ “ 27.03.2022 Functional  

30.  “ “ “ “ “ “ 27.03.2022 Functional  

31.  “ “ “ “ “ “ 27.03.2022 Functional  

32.  “ “ “ “ “ “ 27.03.2022 Functional  

33.  ICU Ventilator 
 

M/s. Air Liquide 
Medical Systems 

M/s. Air Liquide 
Medical Systems  

21.07.2014 Euro 13,222/- “  Functional  

34.  Automated 
Perfusion System 

M/s. B. Braun 
Medical (India)  

M/s. B. Braun Medical 
(India)  

24.12.2014 Rs. 1,35,000/- “ 16.06.2021 Functional  

35.  “ “ “ “ “ “ 16.06.2021 Functional  

36.  “ “ “ “ “ “ 16.06.2021 Functional  

37.  “ “ “ “ “ “ 16.06.2021 Functional  

38.  “ “ “ “ “ “ 16.06.2021 Functional  

39.  “ “ “ “ “ “ 16.06.2021 Functional  

40.  “ “ “ “ “ “ 16.06.2021 Functional  

41.  “ “ “ “ “ “ 16.06.2021 Functional  

42.  “ “ “ “ “ “ 16.06.2021 Functional  

43.  “ “ “ “ “ “ 16.06.2021 Functional  

44.  Patient Trolley Cum 

Bed 

M/s Fukang, 
China 

  M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- As & when 
required  

 Functional  

45.  “ “ “ “ “ “  Functional  

46.  “ “ “ “ “ “  Functional  

47.  “ “ “ “ “ “  Functional  

48.  “ “ “ “ “ “  Functional  
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49.  ICU Beds M/s Monarch 

surgical 

M/s. D.V Enterprises 18.03.2015 Rs. 1, 39,900/- “  OK  

50.  Defibrillator M/s. Mediana M/s. Digitex Medical 31.03.2014 Rs. 6,26,914/- “  Working  

51.  Resuscitation Cart M/s. Machan 

International 

M/s Merino 

International 

28.10.2014 Rs. 1,07,990/- As & when 
required 

 OK  

52.  Cautery Machine M/s. Gebruder 

Martin 

M/s Vishal Surgical 23.01.2014 8,132/- Euro “  Functional   

53.  “ “ “ “ “ “  Functional  

54.  Ultrasonic 

Nebulizer 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “  Functional  

55.  “ “ “ “ “ “  Functional  

56.  “ “ “ “ “ “  Functional  

57.  “ “ “ “ “ “  Functional  

58.  “ “ “ “ “ “  Functional  

59.  Defibrillator M/s. Shenzhen 

Mindray 

M/s. Instromedix 

(India) Pvt. Ltd. 

29.07.2015 6,950/- US$ As & when 
required  

 Functional  

60.  Vein ILLUMINATOR M/s. CHRISTIE-
USA 

M/s. Vinay Brothers 
Diagnostics 

31.03.2014 Rs. 5,22,900/- “  Functional  

61.  “ “ “ “ “ “  Functional  

62.  Cardiac Monitor  M/s Arian Health Care 30.09.2014 Rs. 14,75,000/- “  Functional  

63.  Pediatric Ventilator M/s Mekics Co 
Ltd. 

M/s Harmed 
Technologies,  

19.07.2016 13,600/- US$ “  Functional  

64.  Defibrillator M/s Schiller 
Healthcare (I) P Ltd. 

M/s Schiller 
Healthcare Pvt.  Ltd. 

20.09.2016 Rs. 5,08,305/- “  Functional  

65.  “ “ “ 20.09.2016 “ “  Functional  

66.  Plasma Sterilizer M/s LwoTem Co. M/s Lowtem Co. Ltd. 26.07.2017 USD, 42,300/- “  Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-1 Ward 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor 
with Printer 

M/s Philips M/s De ’Ash Trade 30.05.2011 Rs.2,35,000/- As & when 
required  

28.11.2020 Not working  

2.  “ M/s Schiller M/s Schiller 19.04.2012 Rs. 2,72,750/- “ 20.12.2021 Working  

3.  “ “ “ “ “ “ 20.12.2021 Working  

4.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 17.08.2011 1,31,000/- Yen “ 08.04.2021 Working  

5.  “ M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 08.04.2021 Working  

6.  Cardiac Monitor M/s Contec Medical 
Sys. 

M/s MHS Medicare I 20.06.2016 Rs. 1,09,500/- “ 23.04.2022 Working  

7.  “ “ “ “ “ “ 23.04.2022 Working  

8.  “ “ “ “ “ “ 23.04.2022 Working  

9.  “ “ “ “ “ “ 23.04.2022 Working  

10.  Ventilator M/s Air Liquide 
Medical 

M/s Air Liquide Med.  01.09.2016 Rs.9,33,000/- “ 22.03.2022 Working  

11.  Transport 
Ventilator 

M/s ResMed India  
Ltd. 

M/s ResMed India Ltd. 20.12.2016 Rs. 3,10,000/- “ 31.05.2021 Working  

12.  Cardiac Monitor M/s Edan 

Instruments Inc., 

M/s Super Medicar 

Agencies, 

04.09.2017 2891.89/-US$ “ 09.09.2021 Working  

13.  “ “ “ “ “ “ 09.09.2021 Working  

14.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 24.04.2017 JPY-¥ 
1,46,722.75 

“  21.12.2021 Working  

15.  Patient Trolley M/s Sahni Traders  M/s Merino Intern. 12.07.2017 Rs. 1,33,900/- “ 22.07.2019 Working  

16.  “ “ “ “ “ “ 22.07.2019 Working  
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17.  Cardiac Monitor M/s Nihon Kohden 
India Pvt. Ltd 

M//s Nihon Kohden 
India Pvt. Ltd 

18/02/2019 INR 2,85,860/- “ 04.05.2022 Working  

18.  “ “ “ “ “ “ 04.05.2022 Working  

19.  “ “ “ “ “ “ 04.05.2022 Working  

20.  “ “ “ “ “ “ 04.05.2022 Working  

21.  “ “ “ “ “ “ 04.05.2022 Working  

22.  Cardiac Monitor M/s. Shenzhen Hwatime 

Medical co. 

M/s. D.V. Enterprises 12/09/2020 Rs. 2,11,406/- “ 01.04.2021 Working  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- C-1 Ward 

S.No. Equipment Name Name of Manufacturer Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor M/s Nihon Kohden India 
Pvt Ltd. 

M/s Nihon Kohden 
india Pvt. Ltd. 

18/02/2019 Rs. 2,85,860/- As & when 
required 

04.06.2022 Functional  
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 Not functional – Equipment is not working.  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- D-1 Ward  

S.No. Equipment 
Name 

Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1.  Cardiac Monitor 
with printer 

M/e Criticare M/s Advanced 
Micronic Devices 

31.03.2011 Rs.1,90.000/- As & when 
required 

06.05.2022 Functional  

2.  Ventilator M/s Air Liquid M/s Air Liquid  31.03.2010 Rs.3,50,000/- “  For 

condemnation 

 

3.  Resuscitation 
Cart 

M/s. Inter Metro M/s. Care Inter  20.11.2010 US$ 4,690/- 
(Approx Rs. 
212785/- ) 

“ 25.08.2021 Functional  

4.  Defibrillator 
 

M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  “ 12.05.2022 Functional  

5.  Suction 
Machine 

 M/s. Link Medical 
Systems 

25.08.2014 Rs.1,19,000/- “ 22.04.2022 Functional  

6.  Cardiac 
Monitor 

M/s. Edan 
Instruments INC. 

M/s. Super Medicare 
Agencies 

20.06.2014 3,376/- US$ “ 05.07.2022 Functional  

7.  “ “ “ “ “ “ 05.07.2022 Functional  

8.  ICU Beds M/s Monarch 
Surgical 

M/s D.V Enterprises 18.03.2015 Rs. 1,39,900/- As & when 

required  

09.07.2022 Functional  

9.  “ “ “ “ “ “ 09.07.2022 Functional  

10.  Defibrillator M/s Mediana  M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- As & when 

required  

16.02.2022 Functional  

11.  Ultrasonic 

Nebulizer 

M/s. Atom 

Medical 

M/s Vishal Surgical 

Equipments Co., 

29.05.2013 1,39,000/- JPY “ 17.03.2022 Functional  

12.  ICU Beds with 

Monkey Bar 

M/s Linet, 

Zelevcice 5, 

M/s.Pushpa 

Distributors Pvt. Ltd. 

22.09.2015 1,782/- Euro As & when 

required  

29.09.2021 Functional  

13.  “ “ “ “ “ “ 29.09.2021 Functional  

14.  “ “ “ “ “ “ 29.09.2021 Functional  

15.  “ “ “ “ “ “ 29.09.2021 Functional  

16.  “ “ “ “ “ “ 29.09.2021 Functional  

17.   
Ventilator 

M/s Air Liquide 
Medical 

M/s Air Liquide 
Medical 

01.09.2016 Rs.9,33,000/- “ 11.04.2022 Functional  

18.  Patient Trolley 
Cum-Bed 

M/s Sahni Traders  M/s Merino Intern. 03/07/2017 Rs. 1,33,900/- “ 28.12.2018 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-2 Ward/ICU 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 
 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Patient Trolley  M/s Shalyaa  M/s Shalyaa  13.08.2012 Rs. 1,88,250/- As & when 
required 

03.08.2021 Working  

2.  “ “ “ “ “ “ 03.08.2021 Working  

3.  “ “ “ “ “ “ 03.08.2021 Working  

4.  Defibrillator  M/s.Shenzhen 
Mindray 

M/s.Hospimax 
Electronics India Ltd. 

11.10.2012 Rs. 3, 98, 684/- “ 07.10.2021 Working  

5.  “ “ “ “ “ “ 07.10.2021 Working Battery not 
working 

6.  Cardiac Monitor M/s. Edan 
Instruments INC. 

M/s. Super Medicare 
Agencies 

20.06.2014 3,376/- US$ “ 17.01.2022 Working  

7.  “ “ “ “ “ “ 17.01.2022 Working  

8.  “ “ “ “ “ “ 17.01.2022 Working  

9.  “ “ “ “ “ “ 17.01.2022 Working  

10.  “ “ “ “ “ “ 17.01.2022 Working  

11.  ICU Ventilator 
 

M/s. Air Liquide 
Medical Systems 

M/s. Air Liquide 
Medical Systems  

21.07.2014 Euro 13,222/- “ 20.07.2022 Working  

12.  “ “ “ “ “ “ 20.07.2022 Working  

13.  ICU Beds M/s Monarch 
Surgical 

M/s D.V Enterprises 18.03.2015 Rs. 1,39,900/- As & when 

required  

19.07.2022 Working  

14.  “ “ “ “ “ “ 19.07.2022 Working  

15.  “ “ “ “ “ “ 19.07.2022 Working  

16.  “ “ “ “ “ “ 19.07.2022 Working  

17.  “ “ “ “ “ “ 19.07.2022 Working  

18.  “ “ “ “ “ “ 19.07.2022 Working  

19.  “ “ “ “ “ “ 19.07.2022 Working  

20.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 22.07.2010 1,31,000/- Yen “ 11.01.2021 Working  

21.  “ M/s Atom M/s Vishal Surgical 17.08.2011 1,31,000/- Yen “ 11.01.2021 Working  

22.  “ M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ 11.01.2021 Working  



Page 12 of 97 
 

23.  Vein 

ILLUMINATOR 

M/s CHRISTIE-USA M/s Vinay Brothers  31.03.2014 5,22,900/-Rs. “ 16.05.2021 Working  

24.  Resuscitation Cart M/s Machan 

International 

M/s Merino 

International 

28.10.2014 Rs. 1,07,990/- “ 29.01.2021 Working  

25.  Suction Machine M/s Monarch Surg. M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. “ 19.07.2022 Working  

26.  “ “ “ “ “ “ 19.07.2022 Working  

27.  “ “ “ “ “ “ 19.07.2022 Working  

28.  Cardiac Monitor M/s Contec Medical 
System, China 

M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- As & when 

required  

22.02.2022 Working  

29.  “ “ “ “ “ “ 22.02.2022 Working  

30.  “ “ “ “ “ “ 22.02.2022 Working  

31.  Ventilator M/s Air Liquide Medi. M/s Air Liquide Medi. 01.09.2016 Rs.9,33,000/- “ 20.07.2022 Working  

32.  Cardiac Monitor M/s SSMed M/s SS Medical Sys. (I)  21.09.2015 Rs. 1,81,161/- “ 18.07.2022 Working  

33.  “ “ “ “ “ “ 18.07.2022 Working  

34.  “ “ “ “ “ “ 18.07.2022 Working  

35.  Transport 
Ventilator 

M/s ResMed India (P) 
Ltd. 

M/s ResMed India (P) 
Ltd. 

19.12.2016 Rs. 3,10,000/- As & when 

required  

05.07.2022 Working  

36.  “ “ “ “ “ “ 05.07.2022 Not 

working 

 

37.  ICU Beds M/s Monarch Surg. M/s D.V. Enterprises 29.06.2017 Rs. 1,66,000/- “ 19.07.2022 Working  

38.  “ “ “ “ “ “ 19.07.2022 Working  

39.  “ “ “ “ “ “ 19.07.2022 Working  

40.  “ “ “ “ “ “ 19.07.2022 Working  

41.  “ “ “ “ “ “ 19.07.2022 Working  

42.  “ “ “ “ “ “ 19.07.2022 Working  

43.  “ “ “ “ “ “ 19.07.2022 Working  

44.  “ “ “ “ “ “ 19.07.2022 Working  

45.  “ “ “ “ “ “ 19.07.2022 Working  

46.  “ “ “ “ “ “ 19.07.2022 Working  

47.  “ “ “ “ “ “ 19.07.2022 Working  

48.  “ “ “ “ “ “ 19.07.2022 Working  

49.  “ “ “ “ “ “ 19.07.2022 Working  

50.  “ “ “ “ “ “ 19.07.2022 Working  

51.  “ “ “ 28.07.2017 “ “ 19.07.2022 Working  

52.  “ “ “ “ “ “ 19.07.2022 Working  
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53.  “ “ “ “ “ “ 19.07.2022 Working  

54.  “ “ “ “ “ “ 19.07.2022 Working  

55.  “ “ “ “ “ “ 19.07.2022 Working  

56.  “ “ “ “ “ “ 19.07.2022 Working  

57.  “ “ “ “ “ “ 19.07.2022 Working  

58.  “ “ “ “ “ “ 19.07.2022 Working  

59.  “ “ “ “ “ “ 19.07.2022 Working  

60.  “ “ “ “ “ “ 19.07.2022 Working  

61.  “ “ “ “ “ “ 19.07.2022 Working  

62.  “ “ “ “ “ “ 19.07.2022 Working  

63.  “ “ “ “ “ “ 19.07.2022 Working  

64.  “ “ “ “ “ “ 19.07.2022 Working  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- HDCC 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional 
or not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor M/s. Edan 
Instruments INC. 

M/s. Super Medicare 
Agencies 

20.06.2014 3,376/- US$ As & when 
required  

06.07.2022 Working  

2.  ICU Beds M/s Monarch 

Surgical 

M/s. D.V Enterprises 18.03.2015 Rs. 1, 39,900/- “ 19.05.2022 Working  

3.  “ “ “ “ “ “ 19.05.2022 Not 

working 

 

4.  “ “ “ “ “ “ 19.05.2022 Working  

5.  “ “ “ “ “ “ 19.05.2022 Working  

6.  “ “ “ “ “ “ 19.05.2022 Not 

working 

 

7.  “ “ “ “ “ “ 19.05.2022 Working  

8.  Vein ILLUMINATOR M/s CHRISTIE-USA M/s Vinay Brothers 
Diagnostics 

23.03.2015 Rs. 5,22,900/- “ 21.01.2022 Working  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name  of Ward/Area:- C-2 Ward + ICU 

S. No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor 

with printer  

M/s. CSI, USA M/s.Advanced 

Micronic Devices 

31.03.2011 Rs. 1,82,000/- As & when 
required 

26.07.2021 Working  

2.  “ “ “ “ “ “ 26.07.2021 Working  

3.  “ “ “ “ “ “ 26.07.2021 Working  

4.  “ “ “ “ “ “ 26.07.2021 Working  

5.  “ “ “ “ “ “ 26.07.2021 Working  

6.  “ “ “ “ “ “ 26.07.2021 Working  

7.  Cardiac Monitor M/s. Edan Instruments  M/s. Super Medicare  20.06.2014 3,376/- US$ “ 26.07.2021 Working  

8.  “ “ “ “ “ “ 26.07.2021 Working  

9.  ICU  Bed M/s. Linet, Zelevcice  M/s. Godrej & Boyce  29.11.2013 11,500/- Euro  “ 20.09.2021 Partially 

working 

 

10.  “ “ “ “ “ “ 20.09.2021 Working  

11.  “ “ “ “ “ “ 20.09.2021 Working  

12.  “ “ “ “ “ “ 20.09.2021 Working  

13.  Automated 
Perfusion System 

M/s. B. Braun 
Medical (India)  

M/s. B. Braun 
Medical (India)  

24.12.2014 Rs. 1,35,000/- As & when 
required 

01.12.2021 Not 

working 

Letter given 

14.  “ “ “ “ “ “ 01.12.2021 Working  

15.  “ “ “ “ “ “ 01.12.2021 Working  

16.  “ “ “ “ “ “ 01.12.2021 Working  

17.  “ “ “ “ “ “ 01.12.2021 Working  

18.  “ “ “ “ “ “ 01.12.2021 Working  

19.  “ “ “ “ “ “ 01.12.2021 Not 

working 

 

20.  “ “ “ “ “ “ 01.12.2021 Working  

21.  ICU Beds M/s Monarch  M/s.D.V Enterprises 18.03.2015 Rs. 1, 39,900/- “ 10.03.2022 Working  

22.  “ “ “ “ “ “ 10.03.2022 Working  

23.  “ “ “ “ “ “ 10.03.2022 Working  
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24.  “ “ “ “ “ “ 10.03.2022 Working  

25.  “ “ “ “ “ “ 10.03.2022 Working  

26.  “ “ “ “ “ “ 10.03.2022 Working  

27.  “ “ “ “ “ “ 10.03.2022 Working  

28.  “ “ “ “ “ “ 10.03.2022 Working  

29.  “ “ “ “ “ “ 10.03.2022 Working  

30.  Ultrasonic Nebulizer M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 15.07.2021 Working  

31.  “ M/s Atom “ “ “ “ 15.07.2021 Working  

32.  “ M/s Atom “ “ “ “ 15.07.2021 Working  

33.  Defibrillator M/s Shenzhen Mindray M/s Instromedix (India)  29.07.2015 6,950/- US$ “ 02.07.2021 Battery is 

not working 

Letter given 

34.  Vein ILLUMINATOR  M/s. Vinay Brothers  31.03.2014 Rs. 5,22,900/- “ 2104.2022 Working  

35.  Resuscitation Cart M/s Machan , Taiwan M/s.Merino Interna. 06.04.2015 Rs. 1,27,990/- “ 18.10.2021 Working  

36.  ICU Beds M/s Monarch Surg. M/s D.V. Enterprises 28.06.2017 Rs. 1,66,000/- “ 10.03.2022 Working  

37.  “ “ “ “ “ “ 10.03.2022 Working  

38.  “ “ “ “ “ “ 10.03.2022 Working  

39.  “ “ “ “ “ “ 10.03.2022 Working  

40.  “ “ “ “ “ “ 10.03.2022 Working  

41.  “ “ “ “ “ “ 10.03.2022 Working  

42.  “ “ “ “ “ “ 10.03.2022 Working  

43.  “ “ “ “ “ “ 10.03.2022 Working  

44.  “ “ “ “ “ “ 10.03.2022 Working  

45.  Patient Trolley M/s Sahni Traders  M/s Merino Intern. 03.07.2017 Rs. 1,33,900/- “ 28.03.2022 Working  

46.  Cardiac Monitor M/s Edan  M/s Super Medicar  07.09.2017 2891.89/-US$ “ 11.06.2021 Working  

47.  “ “ “ “ “ “ 11.06.2021 Working  

48.  “ “ “ “ “ “ 11.06.2021 Working  

49.  “ “ “ “ “ “ 11.06.2021 Working  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- D-2  Ward 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1.  Cardiac Monitor 

with printer  

M/s. CSI, USA M/s.Advanced 

Micronic Devices 

31.03.2011 Rs. 1,82,000/- “ 23.02.2022 Functional  

2.  “ “ “ “ “ “ 23.02.2022 Functional  

3.  “ “ “ “ “ “ 23.02.2022 Functional  

4.  “ “ “ “ “ “ 23.02.2022 Functional  

5.  “ “ “ “ “ “  Functional  

6.  Cardiac Monitor M/s Monarch 
Surgical 

M/s. D.V. 
Enterprises 

07.08.2013 Rs.1,54, 000/- “ 14.06.2022 Functional  

7.  “ “ “ “ “ “ 14.06.2022 Functional  

8.  “ “ “ “ “ “ 14.06.2022 Functional  

9.  “ “ “ “ “ “ 14.06.2022 Functional  

10.  “ “ “ “ “ “ 14.06.2022 Functional  

11.  “ “ “ “ “ “ 14.06.2022 Functional  

12.  “ “ “ “ “ “ 14.06.2022 Functional  

13.  “ “ “ “ “ “ 14.06.2022 Functional  

14.  “ “ “ “ “ “ 14.06.2022 Functional  

15.  “ “ “ “ “ “ 14.06.2022 Functional  

16.  Suction Machine  M/s. Link Medical  25.08.2014 Rs.1,19,000/- “ 13.06.2022 Functional  

17.  “  “ “ “ “ 13.06.2022 Functional  

18.  Cardiac Monitor M/s. Edan 
Instruments INC. 

M/s. Super Medicare 
Agencies 

20.06.2014 3,376/- US$ “ 05.07.2022 Functional  

19.  “ “ “ “ “ “ 05.07.2022 Functional  

20.  “ “ “ “ “ “ 05.07.2022 Functional  

21.  “ “ “ “ “ “ 05.07.2022 Functional  

22.  “ “ “ “ “ “ 05.07.2022 Functional  

23.  Patient Trolley 
Cum Bed 

 M/s. MGM 
Associates 

30.03.2015 Rs. 1,28,000/- “ 05.07.2022 Functional  
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24.  ICU Beds M/s Monarch 
Surgical 

M/s. D.V 

Enterprises 

18.03.2015 Rs. 1, 39,900/- As & when 
required  

18.04.2022 Functional  

25.  “ “ “ “ “ “ 18.04.2022 Functional  

26.  “ “ “ “ “ “ 18.04.2022 Functional  

27.  “ “ “ “ “ “ 18.04.2022 Functional  

28.  “ “ “ “ “ “ 18.04.2022 Functional  

29.  Defibrillator M/s Mediana M/s.  Digitex 

Medical 

31.03.2014 Rs. 6,26,914/- As & when 
required 

22.02.2022 Not 

Functional 

 

30.  Resuscitation Cart M/s Machan 

International 

M/s Merino 

International 

28.10.2014 Rs. 1,07,990/- “ 22.02.2022 Functional  

31.   
Cardiac Monitor 

M/s Contec Medical 
System, China 

M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- As & when 

required  

03.02.2022 Functional  

32.  “ “ “ “ “ “ 03.02.2022 Functional  

33.  “ “ “ “ “ “ 03.02.2022 Functional  

34.  “ “ “ “ “ “ 03.02.2022 Functional  

35.  “ “ “ “ “ “ 03.02.2022 Functional  

36.  Transport Ventilator M/s ResMed India  M/s ResMed India P. 29.12.2016 Rs. 3,10,000/- “ 04.08.2021 Functional  

37.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 15.04.2017 JPY-¥ 
1,46,722.75 

“ 16.11.2021 Functional  

38.  “ “ “ “ “ “ 16.11.2021 Functional  

39.  “ “ “ “ “ “ 16.11.2021 Functional  

40.  ICU Beds M/s Monarch  M/s D.V. Enterprises 04.07.2017 Rs. 1,66,000/- “ 16.11.2021 Functional  

41.  “ “ “ “ “ “ 16.11.2021 Functional  

42.  “ “ “ “ “ “ 16.11.2021 Functional  

43.  “ “ “ “ “ “ 16.11.2021 Functional  

44.  “ “ “ “ “ “ 16.11.2021 Functional  

45.  “ “ “ “ “ “ 16.11.2021 Functional  

46.  “ “ “ “ “ “ 16.11.2021 Functional  

47.  “ “ “ “ “ “ 16.11.2021 Functional  

48.  “ “ “ “ “ “ 16.11.2021 Functional  

49.  “ “ “ “ “ “ 16.11.2021 Functional  

50.  “ “ “ “ “ “ 16.11.2021 Functional  

51.  “ “ “ “ “ “ 16.11.2021 Functional  

52.  “ “ “ “ “ “ 16.11.2021 Functional  

53.  “ “ “ “ “ “ 16.11.2021 Functional  
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54.  “ “ “ “ “ “ 16.11.2021 Functional  

55.  “ “ “ “ “ “ 16.11.2021 Functional  

56.  “ “ “ “ “ “ 16.11.2021 Functional  

57.  “ “ “ “ “ “ 16.11.2021 Functional  

58.  “ “ “ “ “ “ 16.11.2021 Functional  

59.  “ “ “ “ “ “ 16.11.2021 Functional  

60.  “ “ “ “ “ “ 16.11.2021 Functional  

61.  “ “ “ “ “ “ 16.11.2021 Functional  

62.  “ “ “ “ “ “ 16.11.2021 Functional  

63.  “ “ “ “ “ “ 16.11.2021 Functional  

64.  “ “ “ “ “ “ 16.11.2021 Functional  

65.  “ “ “ “ “ “ 16.11.2021 Functional  

66.  “ “ “ “ “ “ 16.11.2021 Functional  

67.  “ “ “ “ “ “ 16.11.2021 Functional  

68.  “ “ “ “ “ “ 16.11.2021 Functional  

69.  “ “ “ “ “ “ 16.11.2021 Functional  

70.  “ “ “ “ “ “ 16.11.2021 Functional  

71.  “ “ “ “ “ “ 16.11.2021 Functional  

72.  “ “ “ “ “ “ 16.11.2021 Functional  

73.  “ “ “ “ “ “ 16.11.2021 Functional  

74.  “ “ “ “ “ “ 16.11.2021 Functional  

75.  “ “ “ “ “ “ 16.11.2021 Functional  

76.  Cardiac Monitor M/s Edan Instru. Inc. M/s Super Medicare  01.09.2017 2891.89/-US$ “ 04.07.2022 Functional  

77.  “ “ “ “ “ “ 04.07.2022 Functional  

78.  “ “ “ “ “ “ 04.07.2022 Functional  

79.  “ “ “ “ “ “ 04.07.2022 Functional  

80.  “ “ “ “ “ “ 04.07.2022 Functional  

81.  “ “ “ “ “ “ 04.07.2022 Functional  

82.  “ “ “ “ “ “ 04.07.2022 Functional  

83.  “ “ “ “ “ “ 04.07.2022 Functional  
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  Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-3 Ward 

S.No. Equipment Name Name of Manufacturer Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor  M/s Criticare M/s Advanced 
Micronic Devices 

05.07.2010 Rs. 1,64,900/- As & when 

required  

23.07.2022 Functional  

2.  “ “ “ “ “  “ 23.07.2022 Functional  

3.  “ “   “ “ “  “ 23.07.2022 Functional  

4.  “ “ “ “ “  “ 23.07.2022 Functional  

5.  “ “ “ “ “  “ 23.07.2022 Functional  

6.  “ “ “ “ “  “ 23.07.2022 Functional  

7.  Cardiac Monitor  M/s Schiller  M/s Schiller  18.04.2012 Rs. 2,72,750/-  “ 17.03.2022 Functional  

8.  “ “ “ “ “  “ 17.03.2022 Functional  

9.  “ “ “ “ “  “ 17.03.2022 Functional  

10.  “ “ “ “ “  “ 17.03.2022 Functional  

11.  “ “ “ “ “  “ 17.03.2022 Functional  

12.  Defibrillator M/s. Zoll Medical M/s. L & T 21.07.2010 Rs. 411338/-  “ 10.02.2022 Functional  

13.  ICU Beds M/s Monarch Surgical M/s. D.V Enterprises 18.03.2015 Rs. 1, 39,900/- “ 13.07.2022 Functional  

14.  “ “ “ “ “ “ 13.07.2022 Functional  

15.  “ “ “ “ “ “ 13.07.2022 Functional  

16.  “ “ “ “ “ “ 13.07.2022 Functional  

17.  Suction Machine M/s Monarch Surgical M/s D.V. Enterprises 26.03.2015 Rs.1,15,900/-  “ 10.02.2022 Functional  

18.  Ultrasonic Nebulizer M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ 10.02.2022 Functional  

19.  “ M/s Atom M/s Vishal Surgical 08.05.2017 JPY-¥ 1,46,722.75 “ 27.07.2021 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- MAT OT+ L/Room 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Suction Machine  M/s. Link Medical 20.02.2008 Rs.10,2000/- As & when 
required  

 Functional  

2.  Cardiac Monitor M/s Schiller  M/s Schiller  18.04.2012 Rs. 2,72,750/-  “  Functional  

3.  “ “ “ “ “  “  Functional  

4.  “ “ “ “ “  “  Functional  

5.  “ “ “ “ “  “  Functional  

6.  “ “ “ “ “  “  Functional  

7.  “ “ “ “ “  “  Functional  

8.  “ “ “ “ “  “  Functional  

9.  “ “ “ “ “  “  Functional  

10.  “ “ “ “ “  “  Functional  

11.  “ “ “ “ “  “  Functional  

12.  Resuscitation Cart M/s. Inter Metro M/s. Care Inter  25.07.2009 Rs. 236200/-  “  Functional  

13.  Defibrillator M/s PHILIPS M/s. PHILIPS Electr. I Ltd. 27.09.2013 9, 600/- US$  “  Functional  

14.  Suction Machine  M/s. Link Medical Sys. 25.08.2014 Rs.1,19,000/- “  Functional  

15.  Patient Trolley 
Cum Bed 

 M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “  Functional  

16.  “  “ “ “ “  Functional  

17.  ICU Beds M/s Monarch Surg. M/s. D.V Enterprises 18.03.2015 Rs. 1, 39,900/- “  Functional  

18.  “ “ “ “ “ “  Functional  

19.  “ “ “ “ “ “  Functional  

20.  “ “ “ “ “ “  Functional  

21.  “ “ “ “ “ “  Functional  

22.  “ “ “ “ “ “  Functional  

23.  “ “ “ “ “ “  Functional  
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24.  “ “ “ “ “ “  Functional  

25.  “ “ “ “ “ “  Functional  

26.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen As & when 
required  

 Functional  

27.  Cautery Machine M/s. Martin  M/s. Vishal Surgical 01.09.2015 Euro 8,533.33 “  Functional  

28.  Suction Machine M/s Monarch 
Surgical 

M/s D.V. Enterprises 26.03.2015 Rs.1,15,900/-  “  Functional  

29.  “ “ “ “  “  “  Functional  

30.  “ “ “ “ “ “  Functional  

31.  “ “ “ “ “ “  Functional  

32.  “ “ “ “ “ “  Functional  

33.  “ “ “ “ “ “  Functional  

34.  Patient Trolley M/s Sahni Traders  M/s Merino Intern. 03.07.2017 Rs. 1,33,900/- “  Functional  

35.  “ “ “ “ “ “  Functional  

36.  “ “ “ “ “ “  Functional  

37.  “ “ “ “ “ “  Functional  

38.  Plasma Sterilizer M/s LwoTem Co. M/s Lowtem Co. Ltd. 12.05.2017 USD, 42,300/- “  Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. *  

Name of Ward/Area:- C-3 NICU-A 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 22.07.2010 1,31,000/- Yen As & when 
required  

18.02.2021 Functional  

2.  Ultrasonic 

Nebulizer 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ 18.02.2021 Functional  

3.  Vein ILLUMINATOR M/s CHRISTIE-USA M/s. Vinay Brothers 
Diagnostics 

31.03.2014 Rs. 5,22,900/- “ 25.07.2017 Functional  

4.  ECG Machine M/s Idan Instruments 
Inc. 

M/s Taurus Healthcare 
Pvt. Ltd. 

06.07.2017 Rs. 1,20,000/- “ 13.08.2020 Functional  

5.  Defibrillator M/s Innomed,Hungery M/s Standard Traders 13.07.2017 Rs. 4,35,120/- “  14.06.2021 Functional  

6.  Slow Suction 
Machine 

M/s. Hersill, S.L., 
SPAIN 

M/s. Rahul 
International 

24/10/2018 Rs. 1,51,088/- “ 30.03.202 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- D-3 Ward  

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor   M/s Schiller  M/s Schiller  18.04.2012 Rs. 2,72,750/- As & when 
required  

10.06.2022   

2.  “ “ “ “ “  “ 07.06.2022   

3.  “ “ “ “ “  “ 07.06.2022   

4.  “ “ “ “ “  “ 07.06.2022   

5.  “ “ “ “ “  “ 11.06.2022   

6.  Defibrillator 
 

M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  “ 13.05.2022   

7.  ICU Beds M/s Monarch 

Surgical 

M/s. D.V Enterprises 18.03.2015 Rs. 1, 39,900/- As & when 
required  

06.07.2022   

8.  “ “ “ “ “ “ 06.07.2022   

9.  Resuscitation Cart M/s Machan 

International 

M/s Merino 

International 

28.10.2014 Rs. 1,07,990/- “ 15.04.2017   

10.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 18.04.2017 JPY-¥ 
1,46,722.75 

“ 17.08.2018   
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-4 Ward 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance  

Date of last 
maintenance 
check 

*Whether 
Functional 
or not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor M/s Vital Sign 
Medidevices 

M/s. D.V. Enterprises 07.08.2013 Rs. 1, 54,000/- “  Working  

2.  “ “ “ “ “ “  Working  

3.  Defibrillator 
 

M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  As & when 
required  

 Working  

4.  Cardiac Monitor M/s. Edan 
Instruments INC. 

M/s. Super Medicare 
Agencies 

20.06.2014 3,376/- US$ “  Working  

5.  “ “ “ “ “ “  Working  

6.  “ “ “ “ “ “  Working  

7.  “ “ “ “ “ “  Working  

8.  Automated 
Perfusion System 

M/s. B. Braun 
Medical (India)  

M/s. B. Braun 
Medical (India)  

24.12.2014 Rs. 1,35,000/- As & when 
required  

 Not 

Working 

 

9.  “ “ “ “ “ “  Not 

Working 

 

10.  “ “ “ “ “ “  Not 

Working 

 

11.  “ “ “ “ “ “  Not 

Working 

 

12.  “ “ “ “ “ “  Not 

Working 

 

13.  “ “ “ “ “ “  Not 

Working 

 

14.  ICU Ventilator  M/s Rohanika Elect.  31.03.2015 Rs.8,50,422/-  “  Working  

15.  “ “  “ “ “  Working  

16.  Resuscitation Cart M/s Machan Interna. M/s Merino Interna. 28.10.2014 Rs. 1,07,990/- “  Working  

17.  Ultrasonic Nebulizer M/s Atom M/s Vishal Surgical 06.07.2015 JPY 1,54,445/- “  Working  

18.  Vein ILLUMINATOR M/s CHRISTIE-USA M/s.Vinay Brothers  31.03.2014 Rs. 5,22,900/- “  Working  

19.  Cardiac Monitor M/s SSMed M/s SS Medical Sys. (I)  21.09.2015 Rs. 1,81,161/- “  Working  
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20.  “ “ “ “ “ “  Working  

21.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 08.05.2017 JPY-¥ 
1,46,722.75 

“  Working  

22.  ICU Beds M/s Monarch Surg. M/s D.V. Enterprises 01.07.2017 Rs. 1,66,000/- “  Working  

23.  “ “ “ “ “ “  Working  

24.  “ “ “ “ “ “  Working  

25.  “ “ “ “ “ “  Working  

26.  “ “ “ “ “ “  Working  

27.  “ “ “ “ “ “  Working  

28.  “ “ “ “ “ “  Working  

29.  “ “ “ “ “ “  Working  

30.  “ “ “ “ “ “  Working  

31.  “ “ “ “ “ “  Working  

32.  “ “ “ “ “ “  Working  

33.  “ “ “ “ “ “  Working  

34.  “ “ “ “ “ “  Working  

35.  “ “ “ “ “ “  Working  

36.  “ “ “ “ “ “  Working  

37.  “ “ “ “ “ “  Working  
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Not functional – Equipment is not working. *  

 

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Dialysis Unit 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Resuscitation Cart M/s. Inter 
Metro 

M/s. Care Inter 20.11.2010 Rs. 212785/-  “  Working  

2.  Cardiac Monitor M/s Vital Sing 
Med devices 

M/s. D.V. 
Enterprises 

07.08.2013 Rs. 1, 54, 000/- “  Working  

3.  “ “ “ “ “ “  Working  

4.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 31.12.2011 1,31,000/- Yen As & when 
required  

 Working  

5. . Cautery Machine M/s Gebruder 

Martin 

M/s Vishal Surgical 23.01.2014 8,132/- Euro “  Working  

6.  Transport 
Ventilator 

M/s ResMed 

India Ltd. 

M/s ResMed India P 

Ltd. 

28.12.2016 Rs. 3,10,000/- “  Working  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- C-4 Ward 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor M/s Criticare M/s Advanced 
Micronic Devices 

31.03.2011 Rs. 1,82,331/- As & when 
required 

11.05.2022 YES  

2.  “ “ “ “ “ “ 11.05.2022 YES  

3.  Cardiac Monitor 
with Printer 

M/s Criticare M/s Advanced 
Micronic Devices 

31.03.2011 Rs.1,90,000/- “ 11.05.2022 YES  

4.  Cardiac Monitor M/s Vital Sing Med 
devices 

M/s. D.V. Enterprises 07.08.2013 Rs. 1,54, 000/- “ 15.06.2022 YES  

5.  “ “ “ “ “ “ 15.06.2022 YES  

6.  “ “ “ “ “ “ 15.06.2022 YES  

7.  “ “ “ “ “ “ 15.06.2022 YES  

8.  Defibrillator 
 

M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  “ 04.05.2022 YES  

9.  Cardiac Monitor M/s. Edan 
Instruments INC. 

M/s. Super Medicare 
Agencies 

20.06.2014 3,376/- US$ “ 05.07.2022 YES  

10.  “ “ “ “ “ “ 05.07.2022 YES  

11.  Defibrillator M/s Mediana  M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- As & when 

required 

24.2.2022 YES  

12.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 22.09.2021 YES  

13.  Resuscitation Cart M/s Machan 

International 

M/s Merino 

International 

28.10.2014 Rs. 1,07,990/- “ 20.10.2017 YES  

14.  Vein ILLUMINATOR M/s CHRISTIE-USA M/s. Vinay Brothers 
Diagnostics 

31.03.2014 Rs. 5,22,900/- “ 07.09.2017 YES  

15.  Patient Trolley  M/s Sahni Traders & 
Engineers, INDIA 

M/s Merion 
International 

12.07.2017 Rs. 1,33,900/- “ 12.07.2019 YES  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: - D-4 Ward  

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Defibrillator 
 

M/s PHILIPS M/s. De’ Ash Trade 31.03.2009 Rs. 4,80,000/-  “ 13.04.2021 Working  

2.  Cardiac Monitor M/s Vital Sing 
Med devices Pvt. 

M/s. D.V. Enterprises 07.08.2013 Rs. 1, 54,000/- “ 07.03.2022 Working  

3.  “ “ “ “ “ “ 07.03.2022 Working  

4.  “ “ “ “ “ “ 07.03.2022 Working  

5.  “ “ “ “ “ “ 07.03.2022 Working  

6.  Defibrillator 
 

M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  “ 10.02.2022 Working  

7.  ICU Ventilator  M/s Rohanika  31.03.2015 Rs.8,50,422/-  “ 13.06.2022 Working  

8.  Patient Trolley 
Cum Bed 

 M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ 08.04.2022 Working  

9.  Cautery Machine M/s Gebruder 

Martin 

M/s Vishal Surgical 23.01.2014 8,132/- Euro “ 16.07.2019 Working  

10.  Ventilator  M/s Air Liquide Medical 01.09.2016 Rs.9,33,000/- “ 29.06.2022 Working  

11.  Section Machine M/s Monarch Surg.  M/s D.V. Enterprises 25.05.2016 Rs.1,15,900/- “ 30.06.2021 Working  

12.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 15.04.2017 JPY-¥ 
1,46,722.75 

“ 13.08.2019 Working  

13.  “ “ “ “ “ “ 13.08.2019 Working  

14.  “ “ “ “ “ “ 13.08.2019 Not 

Working 

Informed to 
Engineer 

15.  Cardiac Monitor M/s Edan 

Instruments Inc., 

M/s Super Medicar 

Agencies, 

01.09.2017 2891.89/-US$ “ 01.07.2022 Working  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-5 Ward  

S.No. Equipment 
Name 

Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional 
or not 

If not 
functional 
details of 
action taken 

1.  Patient Trolley 
Cum Bed 

 M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ 07.04.2022 Functional  

2.  ICU Beds M/s Monarch Surg. M/s. D.V Enterprises 18.03.2015 Rs. 1, 39,900/- “ 09.07.2022 Remote not 

working 

 

3.   “  “ “ “  “  “ 09.07.2022 Functional  

4.   “  “ “ “  “  “ 09.07.2022 Functional  

5.   “  “ “ “  “  “ 09.07.2022 Functional  

6.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 11.10.2017 Functional  

7.  “ “ “ “ “ “ 11.10.2017 Functional  

8.  High Frequency 
Ventilator 

M/s. F.Stephan 
GmbH 

M/s.Schiller Healthcare 
India  

02.09.2013 27,301/- Euro “ 07.01.2022 Functional  

9.  Patient Trolley 
Lifeguard 50 

M/s.ArjoHuntleigh 
Singapore Pvt. Ltd. 

M/s. Vishal Surgical 
Equipments Co. 

15.07.2014 Rs. 2,65,199/- As & when 

required  

08.12.2017 Functional  

10.  Defibrillator M/s Mediana  M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- “ 03.02.2022 Functional  

11.   Radiant Warmer 
(Mobile 

 M/s.  Ved Med 
Software  

31.03.2015 Rs. 2,38,000/- “ 01.01.2021 Functional  

12.   “   “  “  “  “ 01.01.2021 Functional  

13.   “   “  “  “  “ 01.01.2021 Functional  

14.  Ambulatory blood 
pressure monitor 

M/s BTL, UK M/s Digitex Medical 
Sys. (P) Ltd. 

22.08.2013 Rs. 1,29,000/- As & when 

required  

08.11.2017 Functional  

15.  “ “ “ “ “ “ 08.11.2017 Functional  

16.  Vein 
ILLUMINATOR 

M/s CHRISTIE-USA M/s. Vinay Brothers 
Diagnostics 

05.05.2014 Rs. 5,22,900/- “ 19.07.2017 Functional  

17.  Slow Suction 
Machine 

M/s. Hersill, S.L., 
SPAIN 

M/s. Rahul 
International 

10/12/2018 Rs. 1,51,088/- “ 21.03.2022 Functional  
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Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-5 ICU 

S.No. Equipment Name Name of Manufacturer Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Vein ILLUMINATOR M/s CHRISTIE-USA M/s Vinay Brothers 
Diagnostics 

23.03.2015 Rs. 5,22,900/- As & when 
required  

23.04.2022 Functional  

  



Page 32 of 97 
 

 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- C-5 Ward 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Bed Pediatric 
Manually 
Operated  

M/s. Merivaara M/s. Hospimedica 20.09.2010 2824/-Euro 
(Approx Rs. 
161000/- ) 

As & when 
required  

09.09.2021 Functional  

2.  “ “ “ “ “  “ 09.09.2021 Functional  

3.  “ “ “ “ “  “ 09.09.2021 Functional  

4.  “ “ “ “ “  “ 09.09.2021 Functional  

5.  “ “ “ “ “  “ 09.09.2021 Functional  

6.  “ “ “ “ “  “ 09.09.2021 Functional  

7.  “ “ “ “ “  “ 09.09.2021 Functional  

8.  “ “ “ “ “  “ 09.09.2021 Functional  

9.  “ “ “ “ “  “ 09.09.2021 Functional  

10.  “ “ “ “ “  “ 09.09.2021 Functional  

11.  Suction Machine Cherion M/s. Link Medical 20.02.2008 Rs.10,2000/-  “ 15.09.2021 Functional  

12.  ICU Beds M/s Monarch Surg. M/s. D.V Enterprises 18.03.2015 Rs. 1, 39,900/- “ 08.07.2022 Functional  

13.  “ “ “ “ “ “ 08.07.2022 Functional  

14.  “ “ “ “ “ “ 08.07.2022 Functional  

15.  “ “ “ “ “ “ 08.07.2022 Functional  

16.  Defibrillator M/s Mediana M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- As & when 
required 

Not working Informed 

Company 

person 

 

17.  Ultrasonic  
Nebulizer 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen As & when 
required  

0301.2020 Functional  

18.  Resuscitation Cart M/s.Machan 

International 

M/s Merino 

International 

28.10.2014 Rs. 1,07,990/- “ 07.11.2014 Functional  

19.  Ultrasonic 

Nebulizer 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ 20.10.2021 Functional  

20.  “ “ “ “ “ “ 20.10.2021 Functional  
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21.   
Cardiac Monitor 

 M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- As & when 

required  

07.09.2021 Functional  

22.  “  “ “ “ “ 07.09.2021 Functional  

23.  “  “ “ “ “ 07.09.2021 Functional  

24.  “  “ “ “ “ 07.09.2021 Functional  

25.  “  “ “ “ “ 07.09.2021 Functional  

26.  “  “ “ “ “ 07.09.2021 Functional  

27.  “  “ “ “ “ 07.09.2021 Functional  

28.  “  “ “ “ “ 07.09.2021 Functional  

29.  Paediatric 
Ventilator 

M/s Mekics Co Ltd. M/s Harmed 
Technologies,  

21.07.2016 13,600/- US$ “ 13.05.2022 Functional  

30.  “ “ “ “ “ “ Not Working Informed 

Company 

person 

 

31.  “ “ “ “ “ “ 03.08.2021 Functional  

32.  Vein ILLUMINATOR M/s CHRISTIE-USA M/s Vinay Brothers 

Diagnostics 

22.04.2014 Rs. 5,22,900/- “ 07.09.2019 Functional  

33.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 18.05.2017 JPY-¥ 
1,46,722.75 

“ 03.01.2020 Functional  

34.  “ “ “ “ “ “ 20.10.2021 Functional  

35.  ICU Beds M/s Monarch Surg. M/s D.V. Enterprises 28.06.2017 Rs. 1,66,000/- “ 26.05.2022 Functional  

36.  “ “ “ “ “ “ 26.05.2022 Functional  

37.  “ “ “ “ “ “ 26.05.2022 Functional  

38.  “ “ “ “ “ “ 26.05.2022 Functional  

39.  Cardiac Monitor M/s Edan  M/s Super Medicare 31.10.2017 2891.89/-US$ “ 20.01.2022 Functional  

40.  “ “ “ “ “ “ 20.01.2022 Functional  

41.  Slow Suction 
Machine 

M/s. Hersill, S.L., 
SPAIN 

M/s. Rahul 
International 

25/10/2018 Rs. 1,51,088/- “ 04.12.2020 Functional  

42.  Blood Warming 
System 

M/s Care Fusion, 

USA  

Strength Healthcare 

 

13/03/2019 INR 2,45,000/- “ 03.01.2020 Functional  

43.  “ “ “ “ “ “ 03.1.2020 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- D-5 Ward 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Bed Pediatric 
Manually Operated  

M/s. Merivaara M/s. Hospimedica 20.09.2010 Rs. 161000/- ) As & when 
required  

30.05.2022 Functional  

2.  “ “ “ “ “  “ 30.05.2022 Functional  

3.  “ “ “ “ “  “ 30.05.2022 Functional  

4.  “ “ “ “ “  “ 30.05.2022 Functional  

5.  “ “ “ “ “  “ 30.05.2022 Functional  

6.  “ “ “ “ “  “ 30.05.2022 Functional  

7.  “ “ “ “ “  “ 30.05.2022 Functional  

8.  “ “ “ “ “  “ 30.05.2022 Functional  

9.  “ “ “ “ “  “ 30.05.2022 Functional  

10.  “ “ “ “ “  “ 30.05.2022 Functional  

11.  Ultrasonic 

Nebulizer 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ 28.12.2019 Functional  

12.  “ “ “ “ “ “ 03.12.2019 Functional  

13.  Paediatric 
Ventilator 

M/s Mekics Co Ltd. M/s Harmed 
Technologies,  

21.07.2016 13,600/- US$ “ 30.03.2022 Functional  

14.  Vein ILLUMINATOR M/s CHRISTIE-USA M/s Vinay Brothers  22.04.2014 Rs. 5,22,900/- “ 22.06.2022 Functional  

15.  Defibrillator M/s Innomed,Hungery M/s Standard Traders 13.07.2017 Rs. 4,35,120/- “ 14.06.2021 Functional  

16.  Cardiac Monitor M/s Edan  M/s Super Medicare 11.11.2017 2891.89/-US$ “ 20.04.2022 Functional  

17.  “ “ “ “ “ “ 20.04.2022 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- D-5 ICU 

S. No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 

check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Bed Pediatrics 
Manually 
Operated 

M/s. Meriwara M/s. Hospimedica 20.09.2010 Rs. 161000/-  As & when 
required 

30.05.2022 Functional  

2.  Defibrillator 
 

M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  “ 21.04.2022 Functional  

3.  Suction Machine 
 

 M/s. Link Medical 
Systems 

25.08.2014 Rs.1,19,000/- “ 26.02.2022 Functional  

4.  Defibrillator M/s Mediana M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- “ 24.01.2022 Functional  

5.  Ultrasonic 

Nebulizer 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ 20.10.2021 Functional  

6.  Blood Warming 

Machine 

M/s Care Fusion, 

USA  

Strength Healthcare 

 

13/03/2019 

 

INR 

2,45,000.00/- 

“ 17.10.2019 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-6 Ward 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Patient Trolley 
Cum Bed 

 M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ 21.12.2021 Working  

2.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 09.02.2022 Working  

3.  “ “ “ 06.07.2015 1,54,445/-JPY “ 09.02.2022 Working  

4.  Cardiac Monitor  M/s MHS Medicare Ind 20.06.2016 Rs. 1,09,500/- “ 26.11.2021 Working  

5.  “  “ “ “ “ 26.11.2021 Working  

6.  Ventilator  M/s Air Liquide Med. 01.09.2016 Rs.9,33,000/- “ 20.07.2022 Working  

7.  Transport Ventilator M/s ResMed India 

Ltd. 

M/s ResMed India P Ltd. 29.12.2016 Rs. 3,10,000/- “ 15.03.2022 Working  

8.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 15.04.2017 JPY-¥ 
1,46,722.75 

“ 09.02.2022 Not Working Informed by 
phone  

9.  “ “ “ “ “ “ 09.02.2022 Not Working  

10.  “ “ “ “ “ “ 09.02.2022 Not Working  

11.  “ “ “ “ “ “ 09.02.2022 Not Working  

12.  Cardiac Monitor M/s Edan  M/s Super Medicare 30.10.2017 2891.89/-US$ “ 07.07.2022 Working  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- C-6 Ward 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional 
or not 

If not 
functional 
details of 
action taken 

1.  Defibrillator 
 

M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  “ 12.05.2022 Working  

2.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen As & when 

required  

06.03.2022 Working  

3.  ICU Ventilator 
 

M/s. Air Liquide 
Medical Systems 

M/s. Air Liquide 
Medical Systems  

21.07.2014 Euro 13,222/- “ 01.06.2022 Working  

4.   
Cardiac Monitor 

M/s Contec Medical 
System, China 

M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- “ 19.07.2022 Working  

5.  “ “ “ “ “ “ 19.07.2022 Working  

6.  Ventilator M/s Air Liquide 
Medical 

M/s Air Liquide 
Medical 

01.09.2016 Rs.9,33,000/- “ 01.06.2022 Working  

7.  Resuscitation Cart M/s Machan 
International, 
Taiwan 

M/s.Merino 
International 

06.04.2015 Rs. 1,27,990/- As & when 

required  

01.10.2020 Working  

8.  Transport Ventilator M/s ResMed India Ltd. M/s ResMed India P Ltd. 22.12.2016 Rs. 3,10,000/- “ 25.10.2021 Working  

9.  “ “ “ 22.12.2016 “ “ 25.10.2021 Working  

10.  Vein ILLUMINATOR M/s CHRISTIE-USA M/s. Vinay Brothers 
Diagnostics 

31.03.2014 Rs. 5,22,900/- “ 22.06.2022 Working  

11.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 18.04.2017 JPY-¥ 
1,46,722.75 

“ 06.03.2022 Working  

12.  Cardiac Monitor M/s Edan 

Instruments Inc., 

M/s Super Medicar 

Agencies, 

01.09.2017 2891.89/-US$ “ 19.04.2022 Working  

13.  “ “ “ “ “ “ 19.04.2022 Working  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- D-6 Ward/ICU 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional 
or not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor 
 

M/s Criticare M/s Advanced Micronic 
Devices 

05.07.2010 Rs. 1,64,900/- As & when 
required  

01.07.2022 Working Working 

2.  “ “ “ “ “  “    

3.  Automatic Bed M/s. Meriwara M/s. Hospimedica 02.11.2011 Rs. 245280/- “ 14.06.2022 Working  

4.  “ “ “ “ “  “  Working  

5.  “ “ “ “ “  “  Working  

6.  “ “ “ “ “  “  Working  

7.  “ “ “ “ “  “  Working  

8.  “ “ “ “ “  “  Working  

9.  “ “ “ “ “  “  Working  

10.  “ “ “ “ “  “  Working  

11.  “ “ “ “ “ “  Working  

12.  “ “ “ “ “ “  Working  

13.  Defibrillator M/s PHILIPS M/s. PHILIPS Electronics  27.09.2013 9, 600/- US$  “ 12.05.2022 Working  

14.  Automated 
Perfusion System 

M/s. B. Braun 
Medical (India)  

M/s. B. Braun Medical 
(India)  

24.12.2014 Rs. 1,35,000/- “  Working  

15.  “ “ “ “ “ “  Working  

16.  “ “ “ “ “ “  Working  

17.  “ “ “ “ “ “  Working  

18.  “ “ “ “ “ “  Working  

19.  “ “ “ “ “ “  Working  

20.  Patient Trolley 
Cum Bed 

 M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ 31.05.2022 Working  

21.  Defibrillator M/s Mediana M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- As & when 
required 

 Working  

22.  “ “ “ “ “ “  Working  

23.  Ultr. Nebulizer M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ 22.02.2022 Working  

24.  Ventilator  M/s Air Liquide Medical 01.09.2016 Rs.9,33,000/- “ 03.06.2022 Working  

25.  Transport Ventilator M/sResMed Ind. Ltd. M/s ResMed India P Ltd. 22.12.2016 Rs. 3,10,000/- “ 31.12.2021 Working  
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26.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 17.04.2017 JPY-¥ 
1,46,722.75 

“ 22.02.2022 Working  

27.  ICU Beds M/s Monarch Surg. M/s D.V. Enterprises 29.06.2017 Rs. 1,66,000/- “ 19.05.2022 Working  

28.  “ “ “ “ “ “ 19.05.2022 Working  

29.  “ “ “ “ “ “ 19.05.2022 Working  

30.  “ “ “ “ “ “ 19.05.2022 Working  

31.  “ “ “ “ “ “ 19.05.2022 Working  

32.  “ “ “ “ “ “ 19.05.2022 Working  

33.  “ “ “ “ “ “ 19.05.2022 Working  

34.  “ “ “ “ “ “ 19.05.2022 Working  

35.  “ “ “ “ “ “ 19.05.2022 Working  

36.  “ “ “ “ “ “ 19.05.2022 Working  

37.  “ “ “ 15.07.2017 “ “ 19.05.2022 Working  

38.  “ “ “ “ “ “ 19.05.2022 Working  

39.  “ “ “ “ “ “ 19.05.2022 Working  

40.  “ “ “ “ “ “ 19.05.2022 Working  

41.  Patient Trolley M/s Sahni Traders  M/s Merino Intern. 03.07.2017 Rs. 1,33,900/- “ 07.04.2022 Working  

42.  Cardiac Monitor M/s Edan  M/s Super Medicar  21.09.2017 2891.89/-US$ “ 21.07.2022 Working  

43.  “ “ “ “ “ “ 21.07.2022 Working  

44.  “ “ “ “ “ “ 21.07.2022 Working  

45.  “ “ “ “ “ “ 21.07.2022 Working  

46.  Cardiac Monitor M/s NihonKohden 
India Pvt. Ltd. 

M/s NihonKohden India 
Pvt. Ltd. 

18/02/2019 INR 2,85,860/- “ 21.07.2022 Working  

47.  “ “ “ “ “ “ 21.07.2022 Working  

48.  “ “ “ “ “ “ 21.07.2022 Working  

49.  “ “ “ “ “ “ 21.07.2022 Working  

50.  Cardiac Monitor M/s. Shenzhen 

Hwatime Medical co. 

M/s. D.V. Enterprises 26/06/2020 Rs. 2,11,406/- “ 10.02.2022 Working  

51.  “ “ “ “ “ “ 10.02.2022 Working  

52.  “ “ “ “ “ “ 10.02.2022 Working  

53.  “ “ “ “ “ “ 10.02.2022 Working  

54.  “ “ “ “ “ “ 10.02.2022 Working  

55.  “ “ “ “ “ “ 10.02.2022 Working  
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56.  “ “ “ “ “ “ 10.02.2021 Working  

57.  “ “ “ “ “ “ 10.02.2021 Working  

58.  “ “ “ “ “ “ 10.02.2021 Working  

59.  “ “ “ “ “ “ 10.02.2021 Working  

60.  “ “ “ “ “ “ 10.02.2021 Working  

61.  “ “ “ “ “ “ 10.02.2021 Working  

62.  “ “ “ “ “ “ 10.02.2021 Working  

63.  “ “ “ “ “ “ 10.02.2021 Working  

64.  “ “ “ “ “ “ 10.02.2021 Working  

65.  “ “ “ “ “ “ 10.02.2021 Working  

66.  “ “ “ “ “ “ 10.02.2021 Working  

67.  “ “ “ “ “ “ 10.02.2021 Working  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-7 Ward +ICU 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1.  Defibrillator 
 

M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  As & when 

required  

29.04.2022 Working  

2.  Cardiac Monitor M/s. Shenzhen M/s. Rohanika Electronics 02.07.2013 Rs. 4, 28,052/-  “ 02.03.2022 Working  

3.  “ “ “ “ “ “ 03.03.2022 Working  

4.  “ “ “ “ “ “ 03.03.2022 Working  

5.  “ “ “ “ “ “ 04.03.2022 Working  

6.  “ “ “ “ “ “ 03.03.2022 Working  

7.  Cardiac Monitor M/s Edan 

Instruments Inc., 

M/s Super Medicare 

Agencies, 

01.09.2017 2891.89/-US$ “ 19.04.2022 Working  

8.  “ “ “ “ “ “ 19.04.2022 Not 

Working 

 

9.  ‘’ Edan EiteV6 ‘’ ‘’ ‘’ ‘’ 19.04.2022 Working  

 

 

  



Page 42 of 97 
 

 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-7 KTP 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional 
 or not 

If not functional 
details of action 
taken 

1.  Cardiac Monitor M/s. Shenzhen M/s.Rohanika 
Electronics 

02.07.2013 Rs.4,28,052/-  As & when 

required  

16.06.2021 Partial 

Functioning 

SPO2, ECG not 
working 

2.  “ “ “ “ “ “ 16.06.2021 Functioning  

3.  “ “ “ “ “ “ 16.06.2021 Functioning  

4.  “ “ “ “ “ “ 16.06.2021 Functioning  

5.  “ “ “ “ “ “ 16.06.2021 Functioning  

6.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen As & when 
required  

24.02.2022 Functioning  

7.  Transport Ventilator M/s ResMed India 

Ltd. 

M/s ResMed India P Ltd. 30.12.2016 Rs. 3,10,000/- “ 24.02.2022 Functioning  

8.  ICU Beds M/s Monarch  M/s D.V. Enterprises 28.06.2017 Rs. 1,66,000/- “ 22.03.2022 Functioning  

9.  “ “ “ “ “ “ 22.03.2022 Functioning  

10.  “ “ “ “ “ “ 22.03.2022 Functioning  

11.  “ “ “ “ “ “ 22.03.2022 Functioning  

12.  “ “ “ “ “ “ 22.03.2022 Functioning  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: - C-7 Ward 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional  
or not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor M/s. Shenzhen M/s. Rohanika 
Electronics 

02.07.2013 Rs. 4, 28,052/-  As & when 

required  

Shifted 
Surgical Block 

  

2.  “ “ “ “ “ “ Shifted 
Surgical Block 

  

3.  Cardiac Monitor  M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- “ Shifted 
Surgical Block 

  

4.  “  “ “ “ “ Shifted 
Surgical Block 

  

5.  Transport 
Ventilator 

M/s ResMed India Ltd. M/sResMed India P Ltd. 21.12.2016 Rs. 3,10,000/- “ Shifted 
Surgical Block 

  

6.  ICU Beds M/s Monarch Surg. M/s D.V. Enterprises 09.07.2017 Rs. 1,66,000/- “ Shifted 
Surgical Block 

  

7.  “ “ “ “ “ “ Shifted 
Surgical Block 

  

8.  “ “ “ “ “ “ Shifted 
Surgical Block 

  

9.  “ “ “ “ “ “ Shifted 
Surgical Block 

  

10.  “ “ “ “ “ “ Shifted 
Surgical Block 

  

11.  “ “ “ “ “ “ Shifted 
Surgical Block 

  

12.  “ “ “ “ “ “ Shifted 
Surgical Block 

  

13.  “ “ “ “ “ “ Shifted 
Surgical Block 

  

14.  Cardiac Monitor M/s. Shenzhen 

Hwatime Medical co. 

M/s. D.V. 

Enterprises 

14/08/2020 Rs. 2,11,406/- “ Shifted 
Surgical Block 

  

15.  “ “ “ “ “ “ Shifted 
Surgical Block 

  

16.  Suction Machine M/s. Cheiron, Czech 

Republic 

M/s. Link Medical 25/02/2019 Rs. 1,75,616/- As & when 

required  

Shifted 
Surgical Block 
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Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:-  D-7 Ward + HDU 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional 
or not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitors  M/s. Schiller M/s. Schiller 25.05.2012 Rs. 2,72,750/- As & when 
required  

   

2.  “ “ “ “ “ “ 08.10.2021 Functional  

3.  “ “ “ “ “ “ 08.10.2021 Functional  

4.  “ “ “ “ “ “ 08.10.2021 Functional  

5.  “ “ “ “ “ “ 08.10.2021 Functional  

6.  Slow Suct. Machine M/s. Medela  M/s. Rohit Surgical  17.06.2009 Rs. 101745/- “ 16.09.2020 Functional  

7.  Cardiac Monitor M/s. Shenzhen M/s. Rohanika Electro. 02.07.2013 Rs. 4,28,052/-  “ 15.06.2021 Functional  

8.  “ “ “ “ “ “ 15.06.2021 Functional  

9.  “ “ “ “ “ “ 15.06.2021 Functional  

10.  “ “ “ “ “ “ 15.06.2021 Functional  

11.  “ “ “ “ “ “ 15.06.2021 Functional  

12.  “ “ “ “ “ “ 15.06.2021 Functional  

13.  “ “ “ “ “ “ 15.06.2021 Functional  

14.  Syringe Pump M/s. B. Braun Medi.  M/s. B. Braun Medical  24.12.2014 Rs. 1,35,000/- “ 27.09.2019 Functional  

15.  “ “ “ “ “ “ 27.09.2019 Functional  

16.  Defibrillator M/s Mediana M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- “ 27.01.2019 Functional  

17.  Transport Ventilator M/s ResMed India Ltd. M/s ResMed India P Ltd. 20.12.2016 Rs. 3,10,000/- “ 18.08.2021 Functional  

18.  “ “ “ “ “ “ 18.08.2021 Functional  

19.  “ “ “ 21.12.2016 “ “ 18.08.2021 Functional  

20.  Defibrillator M/s Schiller Health. P L M/s Schiller Health. 02.09.2016 Rs. 5,08,305/- “ 15.04.2021 Functional  

21.  Ultrasonic Nebulizer M/s Atom M/s Vishal Surgical 22.05.2017 JPY-¥ 1,46,722/- “ 23.09.2021 Functional  

22.  “ “ “ “ “ “ 23.09.2021 Functional  

23.  Slow Suction 
Machine 

M/s. Hersill, S.L., 
SPAIN 

M/s. Rahul 
International 

15/11/2018 Rs. 1,51,088/- “ 09.06.2021 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Main OT -  1 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 

check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  O.T.Light M/s. Gebreider 
Martin 

M/s. Vishal Surgical 06.07.2010 32512.00 Euro 
(Approx Rs. 
1861637/-) 

As & when 

required 

06.05.2022 Functional  

2.  Suction Machine M/s Monarch Surg. M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. “ 23.02.2022 Functional  

3.  “ “ “ “ “ “ 23.02.2022 Functional  

4.  Cautery Machine M/s Gebruder Martin M/s Vishal Surgical 25-11-2019 Euro, 11723/-  10.05.2022 Functional  

5.  “ “ “ “ “ “ 10.05.2022 Functional  
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 Not functional – Equipment is not working. * 

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Main OT – 2+3 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Suction Machine 
 

 M/s. Link Medical 20.02.2008 Rs.10,2000/- As & when 

required  

Shifted to 
Surgical Block 

  

2.  Cautery Machine 
 

M/s. Gebreider 
Martin 

M/s. Vishal 15.07.2010 8,400/-Euro 
(Approx Rs. 
480984/- ) 

“ Shifted to 
Surgical Block 

  

3.  “ “ “ “ “ “ Shifted to 
Surgical Block 

  

4.  “ “ “ “ “ “ Shifted to 
Surgical Block 

  

5.  Suction Machine  M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. “ Shifted to 
Surgical Block 

  

6.  “  “ “ “ “ Shifted to 
Surgical Block 
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Main OT -  4+5 

S.No. Equipment Name Name of Manufacturer Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 

check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cautery Machine 
 

M/s. Gebreider Martin M/s. Vishal Surgical 24.07.2012 8,400/-Euro 
(Approx Rs. 
480984/- ) 

As & when 

required  

Shifted to 
Surgical Block 

  

2.  Suction Machine 
 

M/s Cheiron, Czech 
Republic 

M/s. Link Medical 
Systems 

01.09.2014 Rs.1,19,000/- As & when 

required  

Shifted to 
Surgical Block 

  

3.  “ “ “ “ “ “ Shifted to 
Surgical Block 

  

4.  “ “ “ “ “ “ Shifted to 
Surgical Block 

  

5.  “ “ “ “ “ “ Shifted to 
Surgical Block 
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Main OT – 6+7 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1.  Cautery Machine 
 

M/s. Gebreider 
Martin 

M/s. Vishal Surgical 18.02.2014 8132/- Euro  As & when 

required  

18.07.2022 Functional  

2.  Suction Machine 
 

M/s. Cheiron, Czech 
Republic 

M/s. Link Medical 
Systems 

11.09.2014 Rs.1,19,000/- “ 04.05.2022 Functional  

3.  “ “ “ “ “ “ 04.05.2022 Functional  

4.  “ “ “ “ “ “ 04.05.2022 Functional  

5.  “ “ “ “ “ “ 04.05.2022 Functional  

6.  High Speed Rapid 
STERLIZER 

 M/s. Life Force  18.07.2012 Rs. 5,50,000/- “ 03.05.2022 Functional  

7.  Cautery Machine M/s HEBU Medical 
Gmbh, 

M/s Pukhya Healthcare 05/11/2014 Euro. 6,600/- “ 04.07.2017 Not body 
turn up last 
2017 
informed to 
hospital store 
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Main OT – 8+8A (ENT OT) 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  O T Table 
 

M/s. Merivaara  M/s. Hospimedica 24.01.2011 Euro 31088/- 
(Approx Rs. 
1780098/- ) 

As & when 

equired 

31.03.2022 Working  

2.  Cautery Machine M/s. Martin  M/s. Vishal Surgical 24.07.2012 Euro 8,400/- “ 02.08.2021 Working  

3.  “ “ “ “ “ “    

4.  Cautery Machine M/s Gebruder 

Martin 

M/s Vishal Surgical 23.01.2014 8,132/- Euro “ 17.09.2021 Working  

5.  “ “ “ “ “ “ 17.09.2020 Not Working  

6.  “ “ “ “ “ “ 17.09.2021 Working  

7.  Suction Machine M/s Monarch Surg. M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. “ 20.01.2022 Working  

8.  “ “ “ “ “ “ 21.02.2022 Working  

9.  “ “ “ “ “ “ 21.02.2022 Working  

10.  “ “ “ “ “ “ 21.02.2022 Working  

11.   
Cardiac Monitor 

 M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- “    

12.  Cautery Machine M/s HEBU Medical 
Gmbh, 

M/s Pukhya Healthcare 05/11/2014 Euro. 6,600/- “ 15.10.2019 Not used 
due to 
accessories 
not available 

 

13.  “ “ “ “ “ “ 15.10.2019   

14.  Cautery Machine M/s Gebruder 

Martin 

M/s Vishal Surgical 25-11-2019 Euro, 11723/- As & when 

required 

17.09.2021 Working  

15.  “ “ “ “ “ “ 17.09.2021 Working  

16.  Suction Machine M/s. Cheiron, Czech 
Republic 

M/s. Link Medical 05/03/2019 Rs. 1,75,616/-  ” 20.01.2022 Working  

17.  “ “ “ “ “ “ 20.01.2022 Working  
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Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:  Main OT – 9 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 

check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1 Cautery Machine M/s. Martin  M/s. Vishal Surgical 24.07.2012 Euro 8,400/- As & when 

required  

15.03.2021 Display not 
working 

Informed to 
company 
person 

2 Cautery Machine M/s. Martin  M/s. Vishal Surgical 01.09.2015 Euro 8,533.33 “ 15.03.2021 Working Working 

3 Suction Machine M/s Monarch Surg. M/s D.V. Enterprises 26.03.2015 Rs. 1,15,900/-  “ 24.05.2022 Working Working 

4 “ “ “ “ “ “ 24.05.2022 Working Working 

5 “ “ “ “ “ “ 24.05.2022 Working Working 
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Main OT – 10+11 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional 
or not 

If not 
functional 
details of 
action taken 

1.  O T Table 
 

M/s. Merivaara M/s. Hospimedica 25.10.2010 Euro 31088/- 
(Approx Rs. 
1780098/- ) 

As & when 

required  

12.07.2022 Functional  

2.  O.T. Light 
 

M/s.Martin M/s.Vishal Surgical 06.07.2010 Rs. 1861637/-  “ 21.05.2022 Functional  

3.  Suction Machine 
 

M/s. Cheiron, Czech 
Republic 

M/s. Link Medical 
Systems 

25.08.2014 Rs.1,19,000/- As & when 

required  

07.04.2022 Functional  

4.  “ “ “ “ “ “ 07.04.2022 Functional  

5.  “ “ “ “ “ “ 07.04.2022 Functional  

6.  “ “ “ “ “ “ 07.04.2022 Functional  

7.  Cautery Machine M/s. Gebruder Martin M/s Vishal Surgical 23.01.2014 8,132/- Euro “ 05.04.2022 Functional  

8.  “ “ “ “ “ “ 07.02.2022 Not 

Working 

 

9.  Cautery Machine M/s. Martin  M/s. Vishal Surgical 01.09.2015 8,533.33 Euro “ 05.04.2022 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Main OT – 12 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Suction Machine M/s. Victoria M/s. Link Medical 20.02.2008 Rs.10,2000/- As & when 

required  

10.05.2022 Working  

2.  “ “ “ “ “ “ 10.05.2022 Working  

3.  Suction Machine 
 

M/s Cheiron, Czech 
Republic 

M/s. Link Medical 
Systems 

25.08.2014 Rs.1,19,000/- “ 10.05.2022 Working  

4.  “ “ “ “ “ “ 10.05.2022 Working  

5.  LED O.T. Light with 
Camera 

M/s. S.I.M.E.O.N. 
Medical Gmbh 

M/s Shalyaa 
International 

02.09.2013 19339/-Euro 
(Approx Rs. 

13,75,583.07) 

As & when 

required  

06.06.2022 Working  

6.  Cautery Machine M/s Gebruder 

Martin 

M/s Vishal Surgical 23.01.2014 8,132/- Euro “ 06.07.2021 Working  

7.  “ “ “ “ “ “ 06.07.2021 Working  

8.  Suction Machine M/s Monarch 
Surgical 

M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. As & when 

required  

20.04.2022 Not 

Working 

Informed to 
Company 
person 

9.  “ “ “ “ “ “ 20.04.2022 Working  

10.   Radiant Warmer 
(Mobile 

 M/s.  Ved Med 
Software  

31.03.2015 Rs. 2,38,000/- “ 10.06.2021 Working  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Main OT  Anesthesia Store + Main O.T Store 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Automated 
Perfusion System 

M/s. B. Braun 
Medical (India)  

M/s. B. Braun Medical 
(India)  

24.12.2014 Rs. 1,35,000/- As & when 
required  

   

2.  “ “ “ “ “ “ 16.06.2021 Functional  

3.  “ “ “ “ “ “ 16.06.2021 Functional  

4.  “ “ “ “ “ “ 16.06.2021 Functional  

5.  “ “ “ “ “ “ 16.06.2021 Functional  

6.  “ “ “ “ “ “ 16.06.2021 Functional  

7.  “ “ “ “ “ “ 16.06.2021 Functional  

8.  “ “ “ “ “ “ 16.06.2021 Functional  

9.  “ “ “ “ “ “ 16.06.2021 Functional  

10.  “ “ “ “ “ “    

11.  Cardiac Monitor M/s.Arian Healthcare M/s. Arian Healthcare 03.07.2014 Rs.14,75,000/- “ 19.05.2022 Functional  

12.  “ “ “ “ “ “ 19.05.2022 Functional  

13.  “ “ “ “ “ “ 19.05.2022 Functional  

14.  “ “ “ “ “ “ 19.05.2022 Functional  

15.  Plasma Sterilizer M/s. Johnson & J M/s. Johnson & J 20.03.2015 Rs.41,96,400/- “  Machine  in 

Surgical 

Block 

 

16.  Pulse Oximeter M/s. EDAN (China) M/s. Super Medicare 
Agencies 

31.03.2015 Rs. 1,15,500/- “  Functional  

17.  “ “ “ “ “ “  Functional  

18.  Vein ILLUMINATOR M/s CHRISTIE-USA M/s. Vinay Brothers 
Diagnostics 

31.03.2014 Rs. 5,22,900/- As & when 

required  

 Functional  

19.   
Cardiac Monitor 

M/s Contec 
Medical Sys. China 

M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- “ 09.02.2022 Functional  

20.  “ “ “ “ “ “ 09.02.2022 Functional  

21.  Defibrillator M/s Schiller 
Healthcare (I) P Ltd. 

M/s Schiller 
Healthcare Pvt.  Ltd. 

07.10.2016 Rs. 5,08,305/- “ 08.06.2022 Functional  

22.  “ “ “ “ “ “ 08.06.2022 Functional  



Page 54 of 97 
 

 

 

 Not functional – Equipment is not working. *  

  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- AB-8 ICU 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 

check 

*Whether 
Functional or 

not 

If not 
functional 
details of 

action taken 

1.  Patient trolley M/s. Merivaara M/s. Hospimedica 
International 

22.08.2013 Rs. 2, 54, 503/- As & when 

required  

17.06.2022 Functional   

2.  “ “ “ “ “ “ 17.06.2022 Functional  

3.  “ “ “ “ “ “ 17.06.2022 Functional  

4.  “ “ “ “ “ “ 17.06.2022 Functional   

5.  “ “ “ “ “ “ 17.06.2022 Functional  

6.  “ “ “ “ “ “ 17.06.2022 Functional  

7.  “ “ “ “ “ “ 17.06.2022 Functional   

8.  “ “ “ “ “ “ 17.06.2022 Functional  

9.  “ “ “ “ “ “ 17.06.2022 Functional  

10.  “ “ “ “ “ “ 17.06.2022 Functional   

11.  “ “ “ “ “ “ 17.06.2022 Functional  

12.  “ “ “ “ “ “ 17.06.2022 Functional  

13.  “ “ “ “ “ “ 17.06.2022 Functional   

14.  “ “ “ “ “ “ 17.06.2022 Functional  

15.  “ “ “ “ “ “ 17.06.2022 Functional  

16.  “ “ “ “ “ “ 17.06.2022 Functional   

17.  “ “ “ “ “ “ 17.06.2022 Functional  

18.  “ “ “ “ “ “ 17.06.2022 Functional  

19.  “ “ “ “ “ “ 17.06.2022 Functional   

20.  “ “ “ “ “ “ 17.06.2022 Functional  

21.  Slow Suction 
Machine 

M/s. Medela M/s. Rohit Surgical  17.06.2009 Rs. 101745/-  As & when 
required  

27.08.2020 Functional  

22.  Suction Machine 
 

M/s Cheiron, Czech 
Republic 

M/s. Link Medical 
Systems 

25.08.2014 Rs.1,19,000/- “ 22.04.2022 Functional  

23.  Automated 
Perfusion System 

M/s. B. Braun 
Medical (India)  

M/s. B. Braun Medical 
(India)  

24.12.2014 Rs. 1,35,000/- As & when 
required  

13.11.2021 Not  
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Functional 

24.  “ “ “ “ “ “ 13.11.2021 Not 
Functional 

 

25.  “ “ “ “ “ “ 27.05.2021 Not 

functional 

NA 

26.  “ “ “ “ “ “ 08.07.2021 Not 

functional 

 

27.  “ “ “ “ “ “ 28.10.2021 Functional   

28.  “ “ “ “ “ “ 28.10.2021 Functional  

29.  “ “ “ “ “ “ 05.1.2020 Functional  

30.  “ “ “ “ “ “ 11.11.2021   

31.  “ “ “ “ “ “ 11.11.2021   

32.  “ “ “ “ “ “ 05.01.2022 Not 

functional 

 

33.  “ “ “ “ “ “ 29.10.2021 Functional  

34.  “ “ “ “ “ “ 28.01.2022   

35.  “ “ “ “ “ “ 10.11.2021   

36.  “ “ “ “ “ “ 08.11.2021   

37.  “ “ “ “ “ “ 24.02.2022   

38.  “ “ “ “ “ “ 28.10.2021 Functional NA 

39.  “ “ “ “ “ “ 28.10.2021 Functional  

40.  “ “ “ “ “ “ 28.10.2021 Functional  

41.  “ “ “ “ “ “ 28.10.2021 Functional  

42.  “ “ “ “ “ “ 28.10.2021 Functional  

43.  “ “ “ “ “ “ 29.10.2021 Not 

Functional 

 

44.  “ “ “ “ “ “    

45.  “ “ “ “ “ “    

46.  “ “ “ “ “ “    

47.  “ “ “ “ “ “    

48.  “ “ “ “ “ “    

49.  “ “ “ “ “ “    

50.  “ “ “ “ “ “ 29.10.2021 Functional  

51.  “ “ “ “ “ “ 18.09.2020 Not 
Functional 

 

52.  “ “ “ “ “ “    
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53.  Cardiac Monitor M/s. Arian Health 
Care 

M/s. Arian Health 
Care 

03.07.2014 Rs.14,75,000/- As & when 
required  

23.04.2021 Functional  

54.  “ “ “ “ “ “ 18.09.2020 CRHS 

Ballabhgarh 

 

55.  Patient Trolley 
Cum Bed 

M/s Fukang, China   M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- As & when 
required  

07.04.2022 Functional  

56.  “ “ “ “ “ “ 07.04.2022 Functional  

57.  “ “ “ “ “ “ 07.04.2022 Functional  

58.  “ “ “ “ “ “ 07.04.2022 Functional  

59.  Resuscitation Cart M/s Machan 

International 

M/s Merino 

International 

28.10.2014 Rs. 1,07,990/- As & when 
required  

17.09.2018 Functional  

60.  “ “ “ “ “ “ 17.09.2018 Functional  

61.  “ “ “ “ “ “ 17.09.2018 Functional  

62.  “ “ “ “ “ “ 17.09.2018 Functional  

63.  “ “ “ “ “ “ 17.09.2018 Functional  

64.  “ “ “ “ “ “ 17.09.2018 Functional  

65.  “ “ “ “ “ “ 17.09.2018 Functional  

66.  “ “ “ “ “ “ 17.09.2018 Functional  

67.  “ “ “ “ “ “ 17.09.2018 Functional  

68.  “ “ “ “ “ “ 17.09.2018 Functional  

69.   
Cardiac Monitor 

M/s Contec 
Medical Sys. China 

M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- As & when 
required  

18.12.2021  NA 

70.  “ “ “ “ “ “ 18.12.2021   

71.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 29.03.2017 JPY-¥ 
1,46,722.75 

“ 02.03.2020   

72.  “ “ “ “ “ “ 02.03.2020   

73.  “ “ “ “ “ “ 02.03.2020  NA 

74.  “ “ “ “ “ “ 02.03.2020   

75.  ICU Beds M/s Monarch Surg. M/s D.V. Enterprises 29.06.2017 Rs. 1,66,000/- “ 07.02.2022  NA 

76.  “ “ “ “ “ “ 07.02.2022  NA 

77.  Cardiac Monitor M/s. Shenzhen 

Hwatime Medical co. 

M/s. D.V. Enterprises 08/05/202

0 

Rs. 2,11,406/- “ 25.03.2022   

78.  “ “ “ “ “ “ 25.03.2022   

79.  “ “ “ “ “ “ 25.03.2022   

80.  “ “ “ “ “ “ 25.03.2022   

81.  “ “ “ “ “ “ 25.03.2022   

82.  “ “ “ “ “ “ 25.03.2022   
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83.  “ “ “ “ “ “ 25.03.2022   

84.  “ “ “ “ “ “ 25.03.2022   
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Old Pvt. 1
st

 floor 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitors 
With Printer  

M/s.  Mediaid 
 

M/s Advanced 
Micronic Devices 

10.01.2013 Rs. 1,25,000/- As & when 

required  

 Not 

Functional 

Informed to 
Store In-
charge 

2.  Defibrillator 
 

M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  “ 02.05.2022 Functional  

3.  ICU Beds Elegante 9900 M/s D.V Enterprises 18.03.2015 Rs. 1,39,900/- “ 05.10.2021 Functional  

4.  Resuscitation Cart M/s Machan 

International 

M/s Merino 

International 

28.10.2014 Rs. 1,07,990/- “ 02.12.2020 Functional  

5.  Ultrasonic 

Nebulizer 

M/s Atom M/s Vishal Surgical 21.11.2015 1,54,445/-JPY “ 04.05.2021 Functional  

6.  Transport Ventilator M/s ResMed 

India Ltd. 

M/s ResMed India P 

Ltd. 

27.12.2016 Rs. 3,10,000/- “ 04.03.2021 Functional  

7.   
Ventilator 

M/s Air Liquide 
Medical 

M/s Air Liquide 
Medical 

01.09.2016 Rs.9,33,000/- “ 07.04.2021 Functional  

8.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 08.05.2017 JPY-¥ 
1,46,722.75 

“ 16.06.2022 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Old Pvt. 2
nd

 floor 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitors 
With Printer  

M/s.  Mediaid 
 

M/s Advanced 
Micronic Devices 

10.01.2013 Rs. 1,25,000/- As & when 

required  

05.02.2021 Not 

Functional 

Letter given to 
store 

2.  “ “ “ “ “ “ 05.03.2021 Not 

Functional 

Letter given to 

store 

3.  Defibrillator 
 

M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  “ 28.10.2020 Given to 

New RAK 

vaccination 

area 

13.01.2021 

 

4.  Resuscitation Cart M/s Machan 

International 

M/s Merino 

International 

28.10.2014 Rs. 1,07,990/- “ 28.10.2014 Functional  

5.  ICU Ventilator  M/s Oricare, USA M/s Rohanika Electr. 11.06.2015 Rs.8,50,422/-  “ 01.04.2022 Functional  

6.  ICU Beds Elegante 9900 M/s D.V Enterprises 18.03.2015 Rs. 1,39,900/- “ 02.07.2022 Functional  

7.  Transport Ventilator M/s ResMed India Ltd M/s ResMed India P 

Ltd. 

27.12.2016 Rs. 3,10,000/- “ 21.12.2021 Functional  

8.  Patient Trolley M/s Sahni Traders  M/s Merino Intern. 12.07.2017 Rs. 1,33,900/- “ 12.07.2017 Functional  

9.  Cardiac Monitor 
without Printer 

M/s Philips M/s Goldway G 30E 08.09.2021   14.12.2021 Functional  
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 Not functional – Equipment/ is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Old Pvt. 3
rd

  floor 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitors 
With Printer  

M/s Mediaid M/s Advanced Micronic 
Devices 

26.12.2012, 
10.01.2013 

Rs. 1,25, 000/- As & when 

required  

18.02.2021 Functional  

2.  Defibrillator 
 

M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  “ 04.05.2022 Functional  

3.  D.V.T. Pump  M/s Vishal Sugical.Co. 15.03.2013 Rs. 1, 15,700/- “ 01.11.2021 Functional  

4.  ICU Ventilator 
 

M/s. Air Liquide 
Medical Systems 

M/s. Air Liquide Medical 
Systems  

21.07.2014 Euro 13,222/- “ 20.06.2022 Functional  

5.  Patient Trolley 
Cum Bed 

 M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ 07.04.2022 Functional  

6.  ICU Beds  M/s D.V Enterprises 18.03.2015 Rs. 1,39,900/- “ 02.07.2022 Functional  

7.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 22.02.2021 Functional  

8.  “ “ “ “ “ “ 22.02.2021 Functional  

9.  “ “ “ “ “ “ 22.02.2021 Functional  

10.  Resuscitation Cart M/s Machan 

International 

M/s Merino International 28.10.2014 Rs. 1,07,990/- “ 22.02.2021 Functional  

11.  Vein ILLUMINATOR M/s CHRISTIE-USA M/s. Vinay Brothers 
Diagnostics 

22.04.2014 Rs. 5,22,900/- As & when 

required  

23.06.2022 Functional  

12.  Transport Ventilator M/s ResMed India  M/s ResMed India P Ltd. 28.12.2016 Rs. 3,10,000/- “ Given to OPD Functional  

13.  Cardiac Monitor M/s. Shenzhen 

Hwatime Medical co. 

M/s. D.V. Enterprises 27/08/2020 Rs. 2,11,406/- “ 29.06.2022 Functional  

14.  “ “ “ “ “ “ 29.06.2022 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Old Pvt. 4
th

 floor 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor  M/s Criticare M/s Advanced Micronic 
Devices 

05.07.2010 Rs. 1,64,900/- As & when 
required  

11.05.2022 Functional  

2.  Cardiac Monitors 
With Printer  

M/s Mediaid M/s Advanced Micronic 
Devices 

26.12.2012, 
10.01.2013 

Rs. 1,25, 000/- “ 18.06.2021 Functional  

3.  Defibrillator 
 

M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  “ 04.05.2022 Functional  

4.  ICU Ventilator 
 

M/s. Air Liquide 
Medical Systems 

M/s. Air Liquide Medical 
Systems  

21.07.2014 Euro 13,222/- “ 28.06.2022 Functional  

5.  Pulse Oximeter 
 

M/s. EDAN (China) M/s. Super Medicare 
Agencies 

31.03.2015 Rs. 1,15,500/- As & when 
required  

02.09.2020 Functional  

6.  ICU Beds M/s Monarch Surg. M/s D.V Enterprises 18.03.2015 Rs. 1,39,900/- “ 02.07.2022 Functional  

7.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 31.01.2017 Functional  

8.  Resuscitation Cart M/s Machan 
International 

M/s Merino International 28.10.2014 Rs. 1,07,990/- “ 29.10.14 Functional  

9.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ 21.11.2015 Functional  

10.  Vein ILLUMINATOR M/s CHRISTIE-USA M/s Vinay Brothers 
Diagnostics 

22.04.2014 Rs. 5,22,900/- “ 23.06.2022 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Old Pvt.  5
th

 floor 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or not 

If not 
functional 
details of 
action taken 

1.  Ventilators M/s Air Liquid M/s Air Liquid  30.03.2010 Rs.3,50,000/- As & when 

required  

04.06.2021 Functional  

2.  Resuscitation Cart M/s. Inter Metro M/s. Care Inter  08.03.2011 Rs. 212785/-  “ 15.05.2017 Kept for 

condemnation 

 

3.  Cardiac Monitors 
With Printer  

M/s Mediaid M/s Advanced Micronic 
Devices 

10.01.2013 Rs. 1,25, 000/-  17.12.2021 Not Working Kept for 
condemn
ation 

4.  “ “ “ “ “ “ 17.12.2021 Working  

5.  Defibrillator 
 

M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  “ 08.02.2022 Working  

6.  ICU Beds  M/s D.V Enterprises 18.03.2015 Rs. 1,39,900/- “ 11.02.2021 Working  

7.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 22.07.2010 1,31,000/- Yen “ 18.02.2022 Working  

8.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 12.02.2022 Working  

9.  Cardiac Monitor  M/s MHS Medicare India. 20.06.2016 Rs. 1,09,500/- “ 13.09.2021 Working  

10.  Transport Ventilator M/s ResMed India 

Ltd. 

M/s ResMed India P Ltd. 30.12.2016 Rs. 3,10,000/- “ 18.08.2021 Working  

11.  ICU Beds M/s Monarch  M/s D.V. Enterprises 24.06.2017 Rs. 1,66,000/- “ 11.02.2021 Working  

12.  “ “ “ “ “ “ 11.02.2021 Working  

13.  “ “ “ “ “ “ 11.02.2021 Working  

14.  “ “ “ “ “ “ 11.02.2021 Working  

15.  “ “ “ “ “ “ 11.02.2021 Working  

16.  “ “ “ “ “ “ 11.02.2021 Working  

17.  “ “ “ “ “ “ 11.02.2021 Working  

18.  “ “ “ “ “ “ 11.02.2021 Working  

19.  “ “ “ “ “ “ 11.02.2021 Working  

20.  “ “ “ “ “ “ 11.02.2021 Working  
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21.  “ “ “ “ “ “ 11.02.2021 Working  

22.  Patient Trolley M/s Sahni Traders  M/s Merino Intern. 03.07.2017 Rs. 1,33,900/- “ 21.02.2022 Working  

23.  Cardiac Monitor  M/s Nihon 
Kohden India Pvt. 

Ltd. 

M/s Nihon kohden India 
Pvt. Ltd. 

18/02/2019 INR 2,85,860/- “ 
 

24.09.2021 Working  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- New Pvt. Ground Floor 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check  

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitors 
With Printer  

M/s Mediaid M/s Advanced 
Micronic Devices 

26.12.2012, 
10.01.2013 

Rs. 1,25, 000/- As & when 

required  

14.01.2021 Functioning  

2.  D.V.T. Pump M/s ArjoHuntleigh  M/s Vishal Surgical Co. 15.03.2013 Rs. 1, 15,700/- “ 12.02.2022 Functioning  

3.  “ “ “ “ “ “ 12.02.2022 Functioning  

4.  “ “ “ “ “ “ 12.02.2022 Functioning  

5.  “ “ “ “ “ “ 12.02.2022 Functioning  

6.  Defibrillator 
 

M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  “ 10.05.2022 Functioning  

7.  Pulse Oximeter 
 

M/s. EDAN (China) M/s. Super Medicare 
Agencies 

31.03.2015 Rs. 1,15,500/- As & when 

required  

25.05.2022 Not 

Functioning 

 

8.  “ “ “ “ “ “ 25.05.2022 Not 

Functioning 

 

9.  Patient Tro. Cum Bed  M/s. MGM Associates, 30.03.2015 Rs. 1,28, 000/- “ 01.04.2022 Not 

Functioning 

 

10.  “  “ “ “ “ 01.04.2022 Not 

Functioning 

 

11.  Defibrillator M/s Mediana M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- “ 03.02.2022 Functioning  

12.  “ “ “ “ “ “ 03.2.2022 Functioning  

13.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 31.12.2021 Functioning  

14.  Transport Ventilator M/s ResMed India 

Ltd. 

M/s ResMed India P Ltd. 26.12.2016 Rs. 3,10,000/- “ 31.12.18 Functioning  

15.  Section Machine M/s Monarch Surg.  M/s D.V. Enterprises 17.08.2016 Rs.1,15,900/- “ 28.12.2021 Functioning  

16.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 02.05.2017 JPY-¥ 
1,46,722.75 

“ 29.07.2022 Functioning  

17.  Cardiac Monitor M/s. Shenzhen 

Hwatime Medical co. 

M/s. D.V. Enterprises 12/09/2020 Rs. 2,11,406/- “ 22.11.2020 Functioning  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:-New Pvt. 1
st

 Floor 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 

check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1.  Suction Machine 
 

 M/s. Link Medical 
Systems 

25.08.2014 Rs. 1,19,000/- As & when 

required  

23.02.2022 Functional  

2.  ICU Ventilator 
 

M/s. Air Liquide 
Medical Systems 

M/s. Air Liquide 
Medical Systems  

21.07.2014 Euro 13,222/- “ 27.05.2022 Functional  

3.  Patient Trolley 

Cum Bed 

M/s Fukang, China M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ 01.04.2022 Functional  

4.  “ ” “ “ “ “ 01.04.2022 Functional  

5.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 22.07.2010 1,31,000/- Yen As & when 
required  

18.07.2022 Functional  

6.  Transport 
Ventilator 

M/s ResMed India 

Ltd. 

M/s ResMed India P 

Ltd. 

23.12.2016 Rs. 3,10,000/- “ 17.06.2022 Functional  

7.  Section Machine M/s Monarch Surg.  M/s D.V. Enterprises 17.08.2016 Rs.1,15,900/- “ 15.07.2022 Functional  

8.  “ “ “ “ “ “ 15.07.2022 Functional  

9.  Cardiac Monitor M/s Edan 

Instruments Inc., 

M/s Super Medicar 

Agencies, 

28.11.2017 2891.89/-US$ “ 12.07.2022 Functional  

10.  Cardiac Monitor M/s. Shenzhen 

Hwatime Medical co. 

M/s. D.V. Enterprises 12/09/2020 Rs. 

2,11,406/- 

“ 14.09.2021 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- New Pvt. 2
nd

 Floor 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action 
taken 

1.  Cardiac Monitor M/s Criticare M/s Advanced 
Micronic Devices 

31.03.2011 Rs. 1,82,331/- As & when 

required  

12.05.2022 Functional  

2.  Slow Suction 
Machine 

M/s Medela M/s. Rohit Surgicals 17.06.2009 1785/- CHF 
(Approx Rs. 
101745/- ) 

“ 31.01.2020 Functional  

3.  Suction Machine 
 

 M/s. Link Medical 
Systems 

25.08.2014 Rs.1,19,000/- “ 22.04.2022 Functional  

4.  Patient Trolley 

Cum Bed 

M/s Fukang, China M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ 01.04.2022 Functional  

5.  “ “ “ “ “ “ 01.04.2022 Functional  

6.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 17.09.2009 1,30,667/- Yen As & when 
required  

26.12.2021 Functional  

7.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 17.08.2011 1,31,000/- Yen “ 26.12.2021 Functional  

8.  Transport Ventilator M/s ResMed India Ltd. M/s ResMed India P Ltd. 26.12.2016 Rs. 3,10,000/- “ 20.01.2021 Functional  

9.  DVT Pump M/s Dailan Labted 

Science, China 

M/s Indian Surg.l 

Equipment Co. 

23.05.2016 Rs. 1,20,240/- “ 18.04.2022 Functional  

10.  Defibrillator M/s Innomed,Hungery M/s Standard Traders 13.07.2017 Rs. 4,35,120/- “ 26.11.2021 Functional  

11.  Cardiac Monitor M/s Edan 

Instruments Inc., 

M/s Super Medicar 

Agencies, 

05.09.2017 2891.89/-US$ “ 12.07.2022 Functional  

12.  “ “ “ “ “ “ 12.07.2022 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- New Pvt. 3
rd

 Floor 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional details 
of action taken 

1.  Cardiac Monitors 
With Printer  

M/s Mediaid M/s Advanced 
Micronic Devices 

10.01.2013 Rs. 1,25,000/- “ 19.01.2021 Not 
Working 

 

2.  Defibrillator 
 

M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  “ 20.07.2022 Working  

3.  Suction Machine  M/s. Link Medical 
Systems 

25.08.2014 Rs.1,19,000/- “ 22.04.2022 Working  

4.  Patient Trolley 

Cum Bed 

 M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ 01.04.2022 Working  

5.  “  “ “ “ “ 01.04.2022 Working  

6.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen As & when 

required  

08.03.2022 Working  

7.  D.V.T. Pump M/s 
ArjoHuntleigh  

M/s Vishal 
Sugical.Co. 

15.03.2013 Rs. 1, 15,700/- “ 12.02.2022 Working  

8.  Vein 

ILLUMINATOR 

M/s CHRISTIE-

USA 

M/s Vinay Brothers 

Diagnostics 

31.03.2014 5,22,900/-Rs. “ 29.03.2022 Working  

9.  Suction Machine M/s Monarch 
Surgical 

M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. “ 16.10.2021 Working  

10.  Cardiac Monitor  M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- “ 27.06.2022 Not 
Working 

Informed Store In-
charge on 05.03.2022 
& 08.07.2022 

11.  Transport 
Ventilator 

M/s ResMed 

India Ltd. 

M/s ResMed India P 

Ltd. 

06.01.2017 Rs. 3,10,000/- “ 06.04.2021 Working  

12.  Ultrasonic 
Nebulizer 

M/s Atom M/s Vishal Surgical 02.05.2017 JPY-¥ 
1,46,722.75 

“ 29.06.2021 Working Sensor missing 
informed store In-
charge 

13.  “ “ “ “ “ “ 08.03.2022 Working  

14.  “ “ “ “ “ “ 08.03.2022 Working  

15.  Cardiac Monitor M/s Edan 

Instruments Inc., 

M/s Super Medicar 

Agencies, 

05.09.2017 2891.89/-US$ “ 12.07.2022 Working  

16.  “ “ “ “ “ “ 12.07.2022 Working  
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/ 

 

 

 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- New Pvt. Radio diagnosis 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Defibrillator M/s. Zoll Medical M/s. L & T 21.07.2010 Rs. 411338/-  As & when 

required  

01.04.2019 Working Dept. 

2.  Vein ILLUMINATOR M/s CHRISTIE-

USA 

M/s Vinay Brothers 

Diagnostics 

31.03.2014 Rs. 5,22,900/- “ 29.03.2022 Working Hospital 
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Radio diagnosis (80A) 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Suction Machine M/s. Cheiron, Czech 
Republic 

M/s. Link Medical 07/03/2019 Rs. 1,75,616/-  As & when 

required  

22.04.2022 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- NICU - B 

S.No. Equipment 
Name 

Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1.  Pulse Oximeter 
 

M/s. EDAN 
(China) 

M/s. Super Medicare 
Agencies 

31.03.2015 Rs. 1,15,500/- As & when 

required  

10.09.2020 Functioning Probs not 
working 

2.  “ “ “ “ “ “ 10.09.2020 Functioning Probs not 
working 

3.  “ “ “ “ “ “ 10.09.2020 Functioning Probs not 
working 

4.  “ “ “ “ “ “ 10.09.2020 Functioning Probs not 
working 

5.  Ultrasonic 

Nebulizer 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ 24.09.2021 Functioning  

6.  “ “ “ “ “ “ 24.09.2021 Functioning  

7.  Section Machine M/s Monarch Surg. M/s D.V. Enterprises 29.10.2016 Rs.1,15,900/- “ 28.12.2021 Functioning  

8.  Vein 
ILLUMINATOR 

M/s CHRISTIE-
USA 

M/s. Vinay Brothers 
Diagnostics 

31.03.2014 Rs. 5,22,900/- As & when 

required  

29.03.2022 Functioning  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Maternal Care Ward   

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Defibrillator 
 

M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  As & when 
required  

10.05.2022 Functioning  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- IVF OT 

S.No. Equipment Name Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1. Cardiac Monitor M/s SSMed M/s.SS Medical Sys. 

(I) Pvt. Ltd. 

24.09.2015 Rs. 1,81,161/- As & when 

required  

23.01.2021 Functioning  

2. “ “ “ “ “ “ 23.01.2021 Functioning  

3. Suction Machine M/s. Cheiron, 
Czech Republic 

M/s. Link Medical 27/02/2019 Rs. 1,75,616/-  ” 13.06.2022 Functioning  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Endoscopy Room, OT /GE OPD 

S.No. Equipment Name  Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or not 

If not 
functional 
details of 
action taken 

1.  Suction Machine 
 

M/s Cheiron, 
Czech Republic 

M/s. Link Medical 
Systems 

25.08.2014 Rs. 1,19,000/- As & when 

required  

01.07.2022 Functioning  

2.  “ “ “ “ “ “ 01.07.2022 Not Functioning Informed to 
store In-
charge 

3.  Defibrillator 
 

M/s PHILIPS M/s. De’ Ash Trade 31.03.2009 Rs. 4,80,000/- As & when 

required  

01.06.2022 Functioning  

4.  Patient Trolley 
Cum Bed 

M/s Fukang, 

China  

M/s. MGM 
Associates 

30.03.2015 Rs. 1,28,000/- “ 01.06.2022 Functioning  

5.  “ “ “ “ “ “ 06.06.2022 Functioning  

6.  Suction Machine M/s Monarch 
Surgical 

M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. “ 06.06.2022 Functioning  

7.  “ “ “ “ “ “ 14.06.2022 Functioning  

8.  Patient Trolley 
Cum-Bed 

M/s Sahni 
Traders  

M/s Merino Intern. 03.07.2017 Rs. 1,33,900/- “ 13.06.2022 Functioning  
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  Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: - Bronchoscope Room No. 6A 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1.  Patient Trolley 
Cum Bed MGM -143-2015 

 M/s. MGM 
Associates 

30.03.2015 Rs. 1,28,000/- As & when 

required  

01.04.2022 Functional  

2.  Suction Machine 
MSI 018 

M/s Monarch 
Surgical 

M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. “ 03.02.2022 Functional  

3.   
Cardiac Monitor AX1602200003 

 M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- As & when 

required  

15.12.2020 Functional  

4.  Section Machine MSI 067 M/s Monarch Surg.  M/s D.V. Enterprises 27.10.2016 Rs.1,15,900/- “ 03.03.2022 Functional  

5.  Ultrasonic 
Nebulizer 2691424 

M/s Atom M/s Vishal Surgical 08.05.2017 JPY-¥ 
1,46,722.75 

“ 28.09.2021 Functional  

6.  “ 2691423 “ “ “ “ “ 28.09.2021 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- ENT Minor OT 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1.  Suction Machine 

MSI 021 

M/s Monarch 
Surgical 

M/s D.V. Enterprises 26.03.2015 Rs. 1,15,900/-  As & when 

required  

19.05.2022 Functional  

2.  Cardiac Monitor 
AX1602200039 

M/s Contec 
Medical, China 

M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- “ 25.05.2022 Functional  

3.  Patient Trolley 24062017/07 M/s Sahni Traders  M/s Merino Intern. 11.07.2017 Rs. 1,33,900/- “ 27.12.2019 Functional  

4.  “ 24062017/18 “ “ 06.07.2017 “ “ 27.12.2019 Functional  

5.  “ 24062017/10 “ “ “ “ “ 27.12.2019 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational.  

Name of Ward/Area:- Surgery Minor OT    5
th

 floor 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  LED Light Source 
 

20130941 M/s Ecleris M/s. Prime Medicals 
Pvt. Ltd. 

05.11.2013 2900/-US$ 
(Approx Rs. 
1,58,746/-) 

As & when 

required  

05.01.2022 Partly  
Functional 
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Urology Minor OT    5
th

 floor 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or not 

If not functional 
details of action 
taken 

1.   
Cautery Machine 

09140036 

 

M/s HEBU Medical 
Gmbh, 

M/s Pukhya 
Healthcare 

05.11.2014 Euro. 6,600/- As & when 

required  

 Functional  

2.  Plasma Sterilizer 5150409004 
 

M/S LOWTEM 
CO.LTD. KOREA 

CL MICROMED PVT. 
LTD. 

10/12/2018 INR 
13,90,000/- 

“ 15.07.2021 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:   SKIN OPD 

S.No. Equipment 
Name 

Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1.  Patient Trolley 
Cum Bed 

MGM -146-2015  M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- As & when 

required  

19.03.2021 Working Not in use 

2.  “ MGM -147-2015  “ “ “ “ 19.03.2021 Working Not in use 

3.  Resuscitation 

Cart  

M/s Machan 

International 

M/s Merino 

International 

28.10.2014 Rs. 1,07,990/- “ 19.05.2019 Working Not in use 

4.  Cautery 

Machine 
603134930 

M/s Gebruder 

Martin 

M/s Vishal Surgical 23.01.2014 8,132/- Euro 

(Approx Rs. 

6,78,989.472) 

“ 10.10.2020 Working Not in use 
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

 

Name of Ward/Area:- Paed. Medicine OPD 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1 Suction Machine 
 

V8530 M/s Cheiron, Czech 
Republic  

M/s. Link Medical 
Systems 

25.08.2014 Rs. 1,19,000/- As & when 

required  

13.07.2022 Functioning  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Paed. Surgery OPD 3
rd

 floor 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not functional 
details of action 
taken 

1.  Ambulatory blood 
pressure monitor 

507300 M/s BTL, UK M/s. Digitex Medical 
Sys. (P) Ltd. 

22.08.2013 Rs. 1,29,000/- As & when 

required  

03.02.2014 Not Working Informed 
Surgical Store In-
charge 

2.  Suction Machine V13690 M/s. Cheiron, Czech 
Republic 

M/s. Link Medical 18/03/2019 Rs. 1,75,616/-  ” 07.04.2022 Functioning  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Medicine OPD 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Ultrasonic 

Nebulizer 2530260 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY As & when 

required  

15.09.2021 Functional NA 

2.  “ 2530261 “ “ “ “ “    

3.  Defibrillator 
J16C217 

M/s Schiller Healthcare 
(I) P Ltd. 

M/s Schiller 
Healthcare Pvt.  Ltd. 

14.09.2016 Rs. 5,08,305/- “ 02.05.2022 Functional NA 

4.  Suction Machine V13691 M/s. Cheiron, Czech 

Republic 

M/s. Link Medical 27/02/2019 Rs. 1,75,616/- As & when 

required  

07.04.2022 Functional NA 
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- Ortho OT 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  O.T. Light 
 

08000010C1480 M/s.Martin M/s.Vishal Surgical 25.06.2011 23540.05/-Euro 
(Approx Rs. 
1387215/- ) 

As & when 

required  

16.06.2022 Working  

2.  Sterilizer  
 

WXLM002 M/s. Techno-Gaz M/s. Vishal 
Distributors 

25.06.2011 Rs. 501730/-) “ 15.04.2022 Working  

3.  Cautery Machine M0603124050 M/s.Martin M/s.Vishal Surgical 24.07.2012 8400/- Euro “ 16.06.2022 Working  

4.  “ M0603124054 “ “ “ “ “ 16.06.2022 Working  

5.  “ M0603124056 “ “ “ “ “ 16.06.2022 Working  

6.  “ M0603124052 “ “ “ “ “ 16.06.2022 Working  

7.  Defibrillator  DG-2800662 M/s.Hospimax 
Electronics (I) Ltd. 

M/s.Shenzhen 
Mindray 

11.10.2012 7, 667/- US$ 
(Approx Rs.  
3, 98, 684/- ) 

“ 21.11.2019 Working  

8.  Suction Machine 
 

V8411 M/s Cheiron, Czech 
Republic 

M/s. Link Medical 
Systems 

25.08.2014 Rs. 1,19,000/- As & when 

required  

29.04.2022 Working  

9.  “ V8503 “ “ “ “ “ 11.07.2022 Working  

10.  “ V8521 “ “ “ “ “ 11.07.2022 Working  

11.  “ V8511 “ “ “ “ “ 11.07.2022 Working  

12.  “ V8505 “ “ “ “ “ 11.07.2022 Working  

13.  “ V8512 “ “ “ “ “  Working  

14.  Cardiac Monitor 
M14400680018 

M/s. Edan 
Instruments INC. 

M/s. Super 
Medicare  

20.06.2014 3,376/- US$ “ 05.07.2022 Working  

15.  “ M14400680049 “ “ “ “ “ 05.07.2022 Working  

16.  “ M14400680023 “ “ “ “ “ 05.07.2022 Working  

17.  Pulse Oximeter 302068-

M15309790016 

M/s. EDAN (China) M/s. Super   
Medicare Agen.                

31.03.2015 Rs. 1.15.500/- As & when 
required  

25.08.2020 Working  

18.  Patient Trolley 
Com Bed 

MGM -139-2015 M/s Fukang, China M/s. MGM Associates, 30.03.2015   Rs. 1,28,000/- As & when 
required  

09.03.2021 Working  

19.  “ MGM -140-2015 “ “ “ “ “ 09.03.2021 Working  

20.  “ MGM -141-2015 “ “ “ “ “ 09.03.2021 Working  
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21.  “ MGM -142-2015 “ “ “ “ “ 02.03.2021 Working  

22.  ICU Beds 
MSI2015051 

M/s Monarch 
Surgical 

M/s.D.V Enterprises 18.03.2015 Rs. 1, 39,900/- As & when 
required  

02.03.2021 Working  

23.  Defibrillator 
152614030002 

M/s Mediana M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- As & when 
required 

27.02.2019 Not working  

24.  “ 152614030011 “ “ “ “ “ 27.02.2019 Working  

25.  Ultrasonic 
Nebulizer 

 M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen As & when 

required  

28.08.2021 Working  

26.  Suction Machine 
MSI 034 

M/s Monarch 
Surgical 

M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. “ 23.06.2022 Working  

27.  “ MSI 020 “ “ “ “ “ 23.06.2022 Working  

28.  Vein 
ILLUMINATOR A-44148K 

M/s CHRISTIE-USA M/s.  Vinay Brothers  23.03.2015 Rs. 5,22,900/- As & when 
required  

21.07.2018 Working  

29.  Cardiac Monitor 
AX1602200123 

M/s Contec Medical 
System, China 

M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- “ 22.02.2022 Working  

30.  “ AX1602200233 “ “ “ “ “ 22.02.2022 Working  

31.  “ AX1602200216 “ “ “ “ “ 22.02.2022 Working  

32.  “ AX1602200036 “ “ “ “ “ 22.02.2022 Working  

33.  Ventilator INXT-0142 M/s Air Liquide 
Medical 

M/s Air Liquide 
Medical 

01.09.2016 Rs.9,33,000/- “ 10.02.2022 Working  

34.  “ INXT-0130 “ “ “ “ “ 10.02.2022 Working  

35.  Resuscitation Cart 

 

M/s Machan 
International, 
Taiwan 

M/s.Merino 
International 

31.03.2015 Rs. 1,27,990/- As & when 

required  

17.01.2017 Working  

36.  Patient Trolley 24062017/13 M/s Sahni Traders  M/s Merino Intern. 11.07.2017 Rs. 1,33,900/- “ 13.02.2021 Working  

37.  “ 24062017/11 “ “ “ “ “ 13.02.2021 Working  

38.  Cardiac Monitor 

M17612700017 
M/s Edan 

Instruments Inc., 

M/s Super Medicar 

Agencies, 

07.09.2017 2891.89/-US$ “ 05.07.2022 Working  

39.  “ M17612700006 “ “ “ “ “ 05.07.2022 Working  

40.  “ M17612700025 “ “ “ “ “ 05.07.2022 Working  

41.  “ M17612700009 “ “ “ “ “ 05.07.2022 Working  

42.  Suction Machine V13586 M/s. Cheiron, Czech 

Republic 

M/s. Link Medical 25/02/2019 Rs. 1,75,616/- As & when 

required  

11.07.2022 Working  

43.  “ V13585 “ “ “ “ “ 11.07.2022 Working  
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44.  Cautery Machine 

703199464 
M/s Gebruder 

Martin 

M/s Vishal Surgical 25-11-2019  11723/- Euro As & when 

required 

23.06.2022 Working  

45.  “ 703199471 “ “ “ “ “ 23.06.2022 Working  

46.  “ 703199472 “ “ “ “ “ 23.06.2022 Working  

47.  Cardiac Monitor 19072-1045 M/s. Shenzhen 

Hwatime Medical co. 

M/s. D.V. 

Enterprises 

10/09/2020 Rs. 2,11,406/- “ 15.09.2020 Working  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area:- CSSD 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Steam Sterilizer  
 

1303SI M/s. MMM 
Munchener  

M/s. CL Micromed 30.08.2013 Euro 88,500/-  As & when 

required 

15.07.2022 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

 Name of Ward/Area: -   Pulmonary Medicine Ward/ICU  

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or not 

If not 
functional 
details of 
action 
taken 

1.  Cardiac Monitor 
with Printer 

212060324 M/s Mediaid M/s Advanced Micronic 
Devices 

10.01.2013 Rs. 1, 25, 000/-  As & when 

required  

17.02.2021 Not Functional Power 
Supply 
Problem 

2.  “ 212060262 “ “ “ “ “ 17.02.2021 Not Functional  

3.  “ 212060321 “ “ “ “ “ 17.02.2021 Functional  

4.  “ 212060326 “ “ “ “ “ 17.02.2021 Functional  

5.  “ 212060296 “ “ “ “ “ 17.02.2021 Functional  

6.  “ 212060269 “ “ “ “ “ 17.02.2021 Functional  

7.  “ 212060309 “ “ “ “ “ 17.02.2021 Functional  

8.  “ 212060289 “ “ “ “ “ 17.02.2021 Functional  

9.  “ 212060265 “ “ “ “ “ 17.02.2021 Functional  

10.  “ 212060312 “ “ “ “ “ 17.02.2021 Functional  

11.  “ 212060257 “ “ “ “ “ 17.02.2021 Not Functional Power 
Supply 
Problem 

12.  “ 212060261 “ “ “ “ “ 17.02.2021 Functional  

13.  “ 212060253 “ “ “ “ “ 17.02.2021 Functional  

14.  “ 212060301 “ “ “ “ “ 17.02.2021 Functional  

15.  “ 212060259 “ “ “  “ “ 17.02.2021 Functional  

16.  “ 212060268 “ “ “ “ “ 17.02.2021 Functional  

17.  Patient Trolley  M/s.Grome 

Agility 

M/s. Shalyaa 

International. 

10.12.2012 Rs. 1, 95, 250/- “ 24.06.2022 Functional  

18.  “  “ “ “ “ “ 24.06.2022 Functional  

19.  “  “ “ “ “ “ 24.06.2022 Functional  

20.  “  “ “ “ “ “ 24.06.2022 Functional  

21.  “  “ “ “ “ “ 24.06.2022 Functional  

22.  ICU Ventilator MT75-02263 M/s. Air Liquide 

Medical  

M/s. Air Liquide Medical 

Systems 

14.01.2013 9, 181/- Euro “ 03.02.2022 Functional  
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23.  “ MT75-02268 “ “ “ “ “ 03.02.2022 Functional  

24.  “ MT75-02264 “ “ “ “ “ 03.02.2022 Functional  

25.  “ MT75-02273 “ “ “ “ “ 03.02.2022 Functional  

26.  “ MT75-02265 “ “ “ “ “ 16.06.2022 Functional  

27.  “ MT75-02269 “ “ “ “ “ 03.02.2022 Functional  

28.   “  MT75-02267 “ “ “ “ “ 16.06.2022 Functional  

29.  “ MT75-02257 “ “ “ “ “ 03.02.2022 Functional  

30.  “ MT75-02278 “ “ “ “ “ 03.02.2022 Functional  

31.  “ MT75-02270 “ “ “ “ “ 03.02.2022 Functional  

32.  “ MT75-02277 “ “ “ “ “ 03.02.2022 Functional  

33.  ICU Beds 0201HE3104 M/s. Hill-Room 

Company 

M/s. Rohanika Electronics 08.12.2013 Rs. 1, 34,758/- As & when 

required  

27.12.2021 Functional  

34.  “ 0201HE3105 “ “ “ “ “ 09.05.2022 Functional  

35.  “ 0201HE3106 “ “ “ “ “ 27.12.2021 Functional  

36.  “ 0201HE3107 “ “ “ “ “ 27.12.2021 Functional  

37.  “ 0201HE3108 “ “ “ “ “ 09.05.2022 Functional  

38.  “ 0201HE3109 “ “ “ “ “ 27.12.2021 Functional  

39.  “ 0201HE3110 “ “ “ “ “ 27.12.2021 Functional  

40.  “ 0201HE3112 “ “ “ “ “ 27.12.2021 Functional  

41.  “ 0201HE3114 “ “ “ “ “ 27.12.2021 Functional  

42.  “ 0201HE3113 “ “ “ “ “ 27.12.2021 Functional  

43.  “ 0201HE3117 “ “ “ “ “ 27.12.2021 Functional  

44.  “ 0201HE3115 “ “ “ “ “ 27.12.2021 Functional  

45.  “ 0201HE3116 “ “ “ “ “ 27.12.2021 Functional  

46.  “ 0201HE3111 “ “ “ “ “ 27.12.2021 Functional  

47.  “ 0201HE3118 “ “ “ “ “ 27.12.2021 Functional  

48.  “ 0201HE3119 “ “ “ “ “ 16.02.2022 Functional  

49.  “ 0201HE3122 “ “ “ “ “ 27.12.2021 Functional  

50.  “ 0201HE3121 “ “ “ “ “ 27.12.2021 Functional  

51.  “ 0201HE3120 “ “ “ “ “ 27.12.2021 Functional  

52.  “ 0201HE3123 “ “ “ “ “ 16.02.2022 Functional  

53.  Transport 

Ventilator E-05071 
M/s Air Liquide 

Medical Sys.  

M/s Air Liquide Medical 

Sys. Pvt. Ltd. 

05.01.2013 Rs. 2,00,000/- As & when 

required  

02.03.2022 Functional  

54.  “ E-05072 “ “ “ “ “ 02.03.2022 Functional  

55.  “ E-05073 “ “ “ “ “ 02.03.2022 Functional  
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56.  “ E-05074 “ “ “ “ “ 02.03.2022 Functional  

57.  Defibrillator 
 

US00568180 M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  “ 31.05.2022 Functional  

58.  “ US00568181 “ “ “ “ “ 31.05.2022 Functional  

59.  “ US00568182 “ “ “ “ “ 31.05.2022 Functional  

60.  Pulse Oximeter 
 MI5309790017 

M/s. EDAN 
(China) 

M/s. Super Medicare 
Agencies 

31.03.2015 Rs. 1,15,500/- As & when 

required  

09.02.2021 Functional  

61.  “ MI5309790018 “ “ “ “ “ 09.02.2021 Functional  

62.  Ultrasonic 
Nebulizer 

2311066 M/s Atom M/s Vishal Surgical 29.04.2013 1,39,000/-Jpy “ 28.09.2021 Functional  

63.  “ 2311064 “ “ “ “ “ 28.09.2021 Functional  

64.  “ 2311068 “ “ “ “ “ 28.09.2021 Functional  

65.  “ 2311067 “ “ “ “ “ 28.09.2021 Functional  

66.  “ 2311065 “ “ “ “ “ 28.09.2021 Functional  

67.  Low Pressure 
Suction Machine 1458511 

M/s. Medela AG M/s. Rohit Surgical Pvt. 
Ltd.  

02.09.2013 Rs.529260.16 As & when 

required  

18.06.2022 Functional  

68.  “ 1458510 “ “ “ “ “ 18.06.2022 Functional  

69.  “ 1458512 “ “ “ “ “ 18.06.2022 Functional  

70.  “ 1458513 “ “ “ “ “ 29.06.2022 Functional  

71.  Resuscitation Cart 
5081 

M/s Hanlim 
Medical  

M/s Jolly Technocrats,  04.03.2013 Rs. 1,05,613/- “ 06.05.2022 Functional  

72.  “ 5082 “ “ “ “ “ 06.05.2022 Functional  

73.  “ 5095 “ “ “ “ “ 06.05.2022 Functional  

74.  “ 5055 “ “ “ “ “ 06.05.2022 Functional  

75.  “ 5062 “ “ “ “ “ 06.05.2022 Functional  

76.  “ 5071 “ “ “ “ “ 06.05.2022 Functional  

77.  “ 5060 “ “ “ “ “ 06.05.2022 Functional  

78.  “ 5069 “ “ “ “ “ 06.05.2022 Functional  

79.  Vein 
ILLUMINATOR A-40928M 

 M/s.  Vinay Brothers 
Diagnostics 

23.03.2015 Rs. 5,22,900/- As & when 
required  

18.07.2017 Functional  

80.  “ A-44268N  “ “ “ “ 18.07.2017 Functional  

81.  Patient Trolley 
Com Bed 

MGM -135-2015 M/s Fukang, China M/s. MGM Associates, 30.03.2015   Rs. 1,28,000/- As & when 
required  

01.04.2022 Functional  

82.  “ MGM -136-2015 “ “ “ “ “ 01.04.2022 Functional  

83.  “ MGM -137-2015 “ “ “ “ “ 01.04.2022 Functional  

84.  Section Machine 
MSI 066 

M/s Monarch 
Surg.  

M/s D.V. Enterprises 29.10.2016 Rs.1,15,900/- “ 28.12.2021 Functional  
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85.  Ultrasonic 
Nebulizer 2691364 

M/s Atom M/s Vishal Surgical 22.05.2017 JPY-¥ 
1,46,722.75 

“ 28.09.2021 Functional  

86.  “ 2691420 “ “ “ “ “ 28.09.2021 Functional  

87.  Plasma Sterilizer 6160610002 M/s LwoTem Co. M/s Lowtem Co. Ltd. 12.05.2017 USD, 42,300/- “ 15.06.2022 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: -   Pulmonary Medicine OPD   

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Defibrillator 
 

US00568194 M/s PHILIPS M/s. PHILIPS Electronics 
India  Ltd. 

27.09.2013 9, 600/- US$  As & when 
required  

05.05.2022 Functional  

2.  ICU Ventilator MT75-02266 M/s. Air Liquide 

Medical  

M/s. Air Liquide Medical 

Systems 

14.01.2013 9, 181/- Euro “ 27.01.2021 Functional  

3.  Ultrasonic 
Nebulizer 

2160189 M/s Atom M/s Vishal Surgical 17.08.2011 1,31,000/- Yen “ 06.04.2019 Functional  

4.  Ultrasonic 
Nebulizer 2360647 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 06.04.2019 Functional  

5.  Cardiac Monitor 

190721021 

M/s. Shenzhen 
Hwatime 
Medical co. 

M/s. D.V. Enterprises Pvt. 
Ltd. 

13/03/2020 Rs. 2,11,406/-  “ 13.03.2020 Functional  

6.  “ 190721037 “ “ “ “ “ 13.03.2020 Functional  

7.  “ 190721014 “ “ “ “ “ 13.03.2020 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: -   Pulmonary Rehabilitation Center 

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action 
taken 

1. Patient Trolley 
Com Bed 

MGM -134-2015  M/s. MGM Associates, 30.03.2015   Rs. 1,28,000/- As & when 
required  

01.04.2022 YES  

2. Defibrillator DG-54013287 M/s Shenzhen  M/s Instromedix  29.07.2015 6,950/- US$ “ 13.01.2021 YES  

3. Cardiac Monitor 
with Printer 

212060282 M/s Mediaid M/s Advanced Micronic 
Devices 

10.01.2013 Rs. 1, 25, 000/-  As & when 

required  

Return back 

to on PMICU 

31.05.2022  

4. “ 212060331 “ “ “ “ “ Return back 

to on PMICU 

31.05.2022  

5. Cardiac Monitor 
AX1602200154 

M/s.  Contec 
Medical Sys. China 

M/s MHS Medicare India. 20.06.2016 Rs. 1,09,500/- “ 21.04.2022 YES  

6. “ 
AX1602200165 

“ “ “ “ “ 21.04.2022 YES  

7. Defibrillator 
J16C218 

M/s Schiller 
Healthcare (I) P Ltd. 

M/s Schiller Healthcare 
Pvt.  Ltd. 

19.09.2016 Rs. 5,08,305/- “ 09.06.2022 YES  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: -   Geriatric Medicine Ward 

S. No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor 7826800B00454 M/s Vital Sing 
Meddevices Pvt. 

M/s. D.V. Enterprises 07.08.2013 Rs. 1, 54, 000/- As & when 

required  

16.03.2022 Functional  

2.  “ 7826800B00440 “ “ “ “ “ 16.03.2022 Functional  

3.  “ 7826800B00436 “ “ “ “ “ 16.03.2022 Functional  

4.  “ 7826800B00456 “ “ “ “ “ 16.03.2022 Functional  

5.  Defibrillator 
 

US00568179 M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  “ 10.01.2022 Functional  

6.  Suction Machine 
 

V8526 M/s.  Cheiron, 
Czech Republic 

M/s. Link Medical 
Systems 

25.08.2014 Rs.1,19,000/- “ 18.01.2022 Functional  

7.  “ V8506 “ “ “ “ “ 18.01.2022 Functional  

8.  ICU Ventilator 
 

2362 M/s. Air Liquide 
Medical Systems 

M/s. Air Liquide 
Medical Systems  

21.07.2014 Euro 13,222/- As & when 

required  

15.06.2022 Functional  

9.  “ 2357 “ “ “ “ “ 15.06.2022 Functional  

10.  “ 2358 “ “ “ “ “ 15.06.2022 Functional  

11.  “ 2337 “ “ “ “ “ 15.06.2022 Functional  

12.  Automated 
Perfusion System 

270528 

M/s. B. Braun 
Medical (India)  

M/s. B. Braun Medical 
(India)  

24.12.2014 Rs. 1,35,000/- As & when 

required  

17.06.2021 Not 

Functional 

Informed 
Company 
person 

13.  “ 

270921 

“ “ “ “ “ 17.06.2021 Not 

Functional 

Informed 
Company 
person 

14.  “ 270944 “ “ “ “ “ 17.06.2021 Functional  

15.  Patient Trolley 

Cum Bed 
MGM -129-2015 

M/s Fukang, 
China 

M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ 07.04.2022 Functional  

16.  “ MGM -131-2015 “ “ “ “ “ 07.04.2022 Functional  

17.  “ MGM -130-2015 “ “ “ “ “ 07.04.2022 Functional  

18.  “ MGM -132-2015 “ “ “ “ “ 07.04.2022 Functional  

19.  ICU Beds 

MSI2015070 

M/s Monarch 

Surgical 

M/s.D.V Enterprises 18.03.2015 Rs. 1, 39,900/- As & when 
required  

03.06.2022 Functional  
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20.  “ MSI2015071 “ “ “ “ “ 03.06.2022 Functional  

21.  “ MSI2015072 “ “ “ “ “ 03.06.2022 Functional  

22.  “ MSI2015073 “ “ “ “ “ 03.06.2022 Functional  

23.  Defibrillator 

152614030010 

M/s Mediana M/s Digitex Medical 31.03.2014 Rs. 6,26,914/- As & when 
required 

12.10.2020 Not 

Working 

Informed 
Company 
person 

24.  “ 152614030005 “ “ “ “ “ 12.02.2021 Functional  

25.  Ultrasonic 
Nebulizer 

2160196 M/s Atom M/s Vishal Surgical 17.08.2011 1,31,000/- Yen “ 22.01.2021 Functional  

26.  “ 
2160197 

“ “ “ “ “ 22.01.2021 Functional  

27.  Ultrasonic 
Nebulizer 

 

2351238 

M/s Atom M/s Vishal Surgical 03.09.2013 1,39,000/- Yen “ 22.01.2021 Functional  

28.  “ 2360650 “ “ “ “ “ 22.01.2021 Functional  

29.  Ultrasonic 

Nebulizer 2521267 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY “ 22.01.2021 Functional  

30.  “ 2521273 “ “ “ “ “ 22.01.2021 Functional  

31.  Transport Ventilator 

22161146320 

M/s ResMed India 

Pvt.  Ltd. 

M/s ResMed India P Ltd. 23.12.2016 Rs. 3,10,000/- “ 19.07.2021 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: -   Rheumatology Day Care Department   

S. No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor 7826800B00433  M/s. D.V. Enterprises 07.08.2013 Rs. 1, 54, 000/- As & when 

required  

15.06.2022 Functional  

2.  “ 7826800B00452  “ “ “ “ 15.06.2022 Functional  

3.  Defibrillator 
 

US00568195 M/s PHILIPS M/s. PHILIPS 
Electronics India  Ltd. 

27.09.2013 9, 600/- US$  “ 10.05.2022 Functional  

4.  Pulse Oximeter 
 302068-

MI5309790005 

M/s. EDAN 
(China) 

M/s. Super Medicare 
Agencies 

31.03.2015 Rs. 1,15,500/- As & when 

required  

29.09.2020 Functional  

5.  Patient Trolley 

Cum Bed 
MGM -133-2015 

 M/s. MGM Associates 30.03.2015 Rs. 1,28,000/- “ 01.04.2022 Functional  

6.  Suction Machine 
MSI 039 

M/s Monarch 
surgical 

M/s D.V. Enterprises 26.03.2015 1,15,900/- Rs. “ 17.02.2022 Functional  

7.  “ MSI 042 “ “ “ “ “ 17.02.2022 Functional  

8.  Cardiac Monitor 

15SNP0828N310 

M/s SSMed M/s SS Medical Sys. (I) 

Pvt. Ltd. 

23.09.2015 Rs. 1,81,161/- As & when 

required  

13.05.2022 Functional  

9.  “ 15SNP0828N313 “  “ “  13.05.2022 Functional  

10.  Transport Ventilator 

22161420747 

M/s ResMed 

India Ltd. 

M/s ResMed India P Ltd. 16.01.2017 Rs. 3,10,000/- “ 29.07.2021 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: -   X-Ray Department   

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Ultrasonic 

Nebulizer 2530250 

M/s Atom M/s Vishal Surgical 06.07.2015 1,54,445/-JPY As & when 

required  

19.04.2017 Functional  

2.  Section Machine 
(MRI Radiology  
Room No. 18) MSI 062 

M/s Monarch Surg.  M/s D.V. Enterprises 17.08.2016 Rs.1,15,900/- “ 12.07.2019 Functional  

3.  Section Machine 
(CT Radiology  
Room No. 8) MSI 065 

M/s Monarch Surg.  M/s D.V. Enterprises 17.08.2016 Rs.1,15,900/- “ 12.07.2019 Functional  

4.  Vein ILLUMINATOR 
A-44228H 

M/s CHRISTIE-
USA 

M/s Vinay Brothers 
Diagnostics 

15.04.2015 Rs. 5,22,900/- As & when 
required  

29.04.2019 Functional  

5.  Ultrasonic Nebulizer 
CT Radiology  R. No.8) 2691421 

M/s Atom M/s Vishal Surgical 20.04.2017 JPY-¥ 
1,46,722.75 

“ 20.04.2017 Functional  

6.  Slow Suction 
Machine 467820009 

M/s. Hersill, S.L., 
SPAIN 

M/s. Rahul 
International 

12/11/2018 Rs. 1,51,088/- “ 18.01.2022 Functional  

7.  Cardiac Monitor 

11795 

M/s Nihon 
Kohden India Pvt. 
Ltd. 

M/s Nihon Kohden 
India Pvt. Ltd. 

18/02/2019 INR 2,85,860/-  27.01.2021 Functional  

8.  “ 11798 “ “ “ “ “ 27.01.2021 Functional  
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition).  

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: -   Blood Bank    

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Vein ILLUMINATOR A 1580 M/s CHRISTIE-
USA 

M/s. Vinay Brothers 
Diagnostics 

31.03.2014 Rs. 5,22,900/- As & when 

required  

Given Burns & 
Plastic Surgery 
on Loan 
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 Not functional – Equipment is not working. *  

 Partly functional – Equipment is working but some parts are not operational (Not in factory perfect condition). * 

 Functional – Equipment and all its parts are fully operational. * 

Name of Ward/Area: -   Psychiatry OPD   

S.No. Equipment Name Serial No. Name of 
Manufacturer 

Name Of Supplier Date of 
Purchase 

Cost of 
Procurement 

Recommended 
Frequency Of 
Maintenance 

Date of last 
maintenance 
check 

*Whether 
Functional or 
not 

If not 
functional 
details of 
action taken 

1.  Cardiac Monitor 

AX1602200012 

M/s Contec Medical 
System, China 

M/s MHS Medicare 
India. 

20.06.2016 Rs. 1,09,500/- As & when 

required  

25.03.2022 Functional  

2.  “ AX1602200184 “ “ “ “ “ 25.03.2022 Functional  

3.  Defibrillator 
J16C220 

M/s Schiller 
Healthcare (I) P Ltd. 

M/s Schiller 
Healthcare Pvt.  Ltd. 

18.10.2016 Rs. 5,08,305/- “ 08.06.2022 Functional  

 

 


