
Lead Barrier 

 It should be 3 panel 
 Thickness of panel should be 2 mmpb 
 Front Panel size should be approx. 6x2 feet 
 Left and right panel should be approx. 6x2 feet 
 It should have lead glass on front panel 
 Lead glass thickness on front panel 1mmpb 
 It should be foldable 
 It should be portable and should have wheels for movement 

 
Quotation of above said item to be submitted in the Store Section, 1st Floor, Main Hospital Store, 
AIIMS, Ansari Nagar, New Delhi - 110029   

 


